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Preface 


Parkinson's disease (PD) is a neurodegenerative disorder with associated 
motor and nonmotor symptoms. It is a progressive and disabling disease with 
a significant impact on the quality of life. 

The number of PD patients is continuously rising, adding complexity, 
especially in the management at the level of Public Health. It is an incurable 
disease with a symptomatic treatment that tries to alleviate the associated 
symptoms through correct medication adjustment. For this reason, it is also 
very important to be aware of changes in the manifestation of the symptoms, 
which may indicate the need for an adjustment or even a change in the ther- 
apy strategy. 

New ICT technologies are a growing field that can provide a solution 
by real-time remote monitoring of the patients, giving additional objective 
information to the neurologists. In this way, new possibilities are opened for 
a more effective treatment, more accurate control in clinical trials, and early 
detection of motor complications. 

In this domain, the present book explains the following experience 
from the achieved results in the REMPARK project research (presented in 
the River Publishers book ‘Parkinson's Disease Management through ICT: 
The REMPARK Approach” ISBN 978-87-93519-46-6 (hardback) /978-87- 
93519-45-9 (eBook)) till the consecution of a new medical product launched 
to the European market (STAT-ON™) through the execution of the EU-SME 
Instruments Phase II project PARK-IT (contract 756861) owned by the 
Sense4Care S.L. company. 

The new medical device STAT-ON™ is a real Holter for the motor 
symptoms associated with PD. It provides objective information about the 
severity and distribution of PD motor symptoms and their fluctuations in 
daily life, allowing for unbiased and correct monitoring of the patient. 

The book covers the following aspects: 


e Discussion about new PD management style using the appropriate 
technology. 


xi 


xil Preface 
e  Severalclinical experiences using STAT-ON™ are reported by neurolo- 
gists and movement disorders experts from different Spanish hospitals. 


e Presentation of the current European regulatory scenario for medical 
devices and the specific case of STAT-ON™. 


e Description of the followed industrialization process in order to obtain 
the new commercial product. 


e  Adescription of the included user interface. 
e Some concluding remarks on new clinical and related business scenarios. 


Intensive complementary use of STAT-ON™ by neurologists, health profes- 
sionals, and researchers will increase the independence and quality of life of 
patients, improving their disease management and contributing to a deeper 
understanding of the nature of the disease. 
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Abstract 


Parkinson's disease is the second most common neurodegenerative disorder 
after Alzheimer’s disease. It is a progressive and disabling disease with sig- 
nificative impact on quality of life. Since it has no cure, available treatment 
1s targeted to improve the symptoms due to a lack of dopamine in the central 
nervous system. 

In this chapter, we summarized the currently available therapeutic strat- 
egies to manage the early and advanced stages of the disease. 

As the disease progresses, treatment becomes more complex and it 
is necessary to have simple and objective tools to detect fluctuations in the 
motor status of patients and closely monitor their response to treatment. 

Here, current difficulties and barriers to Parkinson's disease manage- 
ment are described. In addition, the role of new technologies is introduced 
as potential supporting tools to provide a more holistic approach to the treat- 
ment of the disease. For all these reasons, the need of having multidisci- 
plinary teams accessible to the patients is also discussed. 

In summary, Parkinson’s disease is a complex and multisystem disor- 
der that requires a multidisciplinary and holistic approach compressing all 
the aspects of the disease to improve the quality of life of the patients. New 
technologies are a growing field that could provide a potential solution to the 
current unmeet of this disabling disease by real-time remote monitoring. 


1 DOI: 10.1201/9781032632865-1 
This chapter has been made available under a CC-BY-NC 4.0 license 
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1.1 Introduction 


Parkinson’s disease (PD) is the second most frequent neurodegenerative 
disorder, with approximately 6.1 million people who live with PD in 2016 
worldwide [1]. For several reasons that are not yet fully understood, the prev- 
alence and incidence are expected to increase in the next years. According to 
the World Health Organization, globally, disability and death due to PD are 
increasing faster than for any other neurological disorder [2]. 

There is currently no cure for PD, but there are treatments available to 
relieve the symptoms and maintain an individual’s quality of life (QoL) at 
least for the first years. 

The PD impact on the QoL is due to an enormous number of motor 
and non-motor symptoms: bradykinesia, rigidity, tremor, postural instability, 
reduced gait speed, freezing of gait (FoG), sleep disturbances, depression, 
psychosis, autonomic and gastrointestinal dysfunction as well as dementia. 
The majority of patients will develop an increasing number of more complex 
symptoms over time. 

The treatment in the early stages of the disease, focused on the use 
of levodopa, is very effective. Nevertheless, different problems related to 
the treatment or disease progression may start to appear depending on the 
advance of the disease. Thus, it might be the case of motor complications 
(MCs): motor fluctuations such as the wearing-off phenomenon (temporary 
loss of dopaminergic effect), involuntary movements known as dyskinesia, 
fluctuations between the ON stage (when a correct control of the symptoms 
is achieved) and the OFF stage (when motor symptoms reappear), abnormal 
cramps and postures of the extremities and trunk known as dystonia, and a 
variety of complex fluctuations in other motor and nonmotor functions, the 
nonmotor complications (NMCs). In these cases, the precise adjustment of 
the therapy is crucial to avoid decreasing the QoL of the patient. The motor 
symptoms are especially responsible for falls and gait impairments and neg- 
atively impact on QoL by reducing the ability to perform many activities of 
daily living. They are the major causes of institutionalization and by the way, 
losing independence. Daily tasks at home (self-care, food preparation, climb- 
ing stairs...) become difficult, as do many activities outside the home such as 
shopping, visiting friends/family, leisure activities, among others. 

The management of this disease must be multidimensional. 
Unfortunately, there is often no integration between data at different levels 
of the health system: primary health physicians, occupational therapists, and 
social workers. Information about the general condition of the patient is also 
usually lacking. 
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PD treatment is actually symptomatic, based on dopaminergic replace- 
ment therapy, and aims to alleviate the symptoms associated with the disease, 
through the precise adjustment of medication. The most widely used drug, 
levodopa, is effective usually across the lifespan. However, the onset of MCs, 
as is ON-OFF fluctuations and dyskinesias, a few years after starting treat- 
ment, detracts from its value. Symptomatic management of these complica- 
tions is difficult and often needs to be optimized because the improvement 
obtained after this adjustment is not usually stable for a long time. 

As the disease progresses, treatment is primarily addressed to reduce 
the time spent in the OFF state, while avoiding the appearance of MCs and 
NMS, such as hallucinations or impulse control disorder. Reducing OFF peri- 
ods is therefore one of the main parameters used to evaluate the effectiveness 
of therapeutic interventions, both in medical practice and in clinical trials. 
Gathering accurate information about the patient’s condition throughout the 
day is essential to determine the optimal treatment plan. In clinical prac- 
tice, the only method available is based on diaries filled in by patients and 
their caregivers about the ON — OFF periods and dyskinesias. However, this 
method has certain limitations that make unreliable medium-and long-term 
monitoring: motor difficulties and cognitive failures that hinder regular com- 
pliance and subjective evaluation. In addition to the huge time-consuming 
it represents for the patient as well as the clinician, to explain how the diary 
should be filled out. Moreover, is one of the main reasons for screening fail- 
ures in clinical trials for fluctuating PD patients. Therefore, more objective 
solutions that can improve disease monitoring and management are of great 
interest and occupy an important part of current research. 

Several motor and nonmotor symptoms could appear at disease onset 
and over time, PD might be considered a multisystemic disease instead a 
pure motor disease. Thus, another important aspect of the symptomatic treat- 
ment of PD is the Multidisciplinary treatment (MDT) approach. The multiple 
impairments occurring in Parkinson’s disease have diverse functional and 
psychosocial consequences. While the primary treatment is pharmacologi- 
cal, many symptoms do not respond well to medication, such as ON-period 
freezing of gait (FoG), postural instability, speech, and swallowing diffi- 
culties. Indeed, later-stage disease may be dominated by such symptoms. In 
addition, there is growing evidence for the efficacy of rehabilitation therapies 
and exercise for specific symptoms, through the involvement of the multidis- 
ciplinary team. There is also emerging evidence for physiotherapy with exter- 
nal cueing for improving gait and balance; cognitive movement strategies; 
and strength and balance exercises. Intensive speech therapy has been shown 
to improve the loudness and intelligibility of speech in Parkinson’s disease. 
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EARLY PARKINSON'S DISEASE TREATMENT ALGORITHM 


NON-PHARMACOLOGIC MOTOR SYMPTOMS (CONSIDERED) NON-MOTOR SYMPTOMS 
Education and Psycological support Age Sleep disorders 
Exercise Lifestyle and functional impact Affective disorders 
Physiotherapy Comorbidities Constipation 
Cognitive and Occupational therapy Predominant symptom Fatigue and Pain 
Speech therapy Patient preferences Sexual dysfuntion 


NO/MILD FUNCTIONAL IMPAIRMENT MODERATE/SEVERE 


<65-70 years 
MAO-B inhibitors (rasagiline/segiline) 


Anticholinergics 


Amantadine First: Dopamine agonist 
Second: Levodopa 


ADAPTED FROM CAMPOS ARILLO ET AL. GUÍA OFICIAL DE RECOMENDACIONES CLÍNICAS EN LA ENFERMEDAD DE PARKINSON. 


<65-70 years 
First: Levodopa 
Second: Dopamine agonist 


Figure 1.1 Treatment algorithm in early Parkinson's disease patients [4]. 


Unfortunately, the MDT is only applied in a few numbers of PD patients for 
economical and logistic reasons. 

In the study of Winter et al. [3], a baseline and 3-, 6-, and 12-month 
assessments were performed on 145 Parkinson’s patients. The average annual 
cost was calculated at 20,095 € per patient. The direct costs involved an 
expenditure of 13,185 € on medication, 3,526 € on hospital care, and 3,789 € 
on residences. The indirect costs accounted for 34.5% of the total costs 
(6,937 €). The costs of home care for the family accounted for 20% of direct 
costs. Factors associated with a higher total cost were fluctuations, dyskine- 
sias, and younger age. 


1.2 Strategies to Manage Parkinson’s Disease at 
Different Stages 


The diagnosis of PD is sometimes difficult. At the onset, the patient could 
show nonspecific signs, such as pain or mental depression or a slight tremor 
in one limb. During the first year, once the possible diagnosis is confirmed, 
several symptomatic treatments could be initiated depending on many fac- 
tors: age, disability, and type of job, as it is summarized in Figure 1.1 [4]. 
Most PD patients respond very well to treatment with levodopa and dopa- 
minergic agonists during the first years (between 3 and 7 years). This is the 
reason why it is called “honeymoon period.” 
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Table 1.1 Modified Hoehn and Yahr scale. 
Stage Modified Hoehn and Yahr scale 


1 Unilateral involvement only 

15 Unilateral and axial involvement 

2 Bilateral involvement without impairment of balance 

2:5 Mild bilateral disease with recovery on pull test 

3 Mild to moderate bilateral disease; some postural instability; physically 
independent 

4 Severe disability; still able to walk or stand unassisted 

5 Wheelchair-bound or bedridden unless aided 


During the years 2—4, there is relative normality, and the medication is 
generally effective. As the disease progresses, the patient encounters a limita- 
tion of the effect of medical treatment due to the appearance of motor and non- 
motor complications: wearing off and dyskinesias. These entail a progressive 
difficulty in carrying out activities of daily living and leading an independent 
life. Between the years 5 through 9, the effectiveness of medication usually 
decreases, and treatment may need to be modified. Problems with driving, 
finances, and work may appear at this time. During years 10-13, there is an 
increasing disability: 60%-—75% of patients present with some cognitive defi- 
cit, worsening immobility, incontinence, and increased risk of falls. 

We can distinguish five evolutionary stages of the disease, such as the 
Hoehn & Yahr stages (HY) (Table 1.1). Patients do not necessarily have to go 
through all of them. The main problems presented by patients in the different 
evolutionary phases and the strategies currently recommended are considered 
in the following points. 


1.2.1 Patients at early stages 


In stage I of PD, facial expression and posture are generally normal. A tremor 
of a limb is the most common initial manifestation. It is often quite annoy- 
ing, and it is the symptom that draws the attention of both the doctor and the 
patient. Typical Parkinsonian tremor appears at rest and rarely interferes with 
the activities of daily living (ADL), although it disturbs and distresses the 
patient and caregiver. Patients sometimes report difficulties in performing 
activities that require motor skills such as buttoning, typing, or cutting food. 
In the careful exploration of these patients, other Parkinsonian signs in a 
limb, such as bradykinesia or slow movement, and stiffness, which contribute 
to these fine motor difficulties, are detected in addition to tremors. Decreased 
arm swing or dragging of a leg when walking can also be observed. These 
symptoms, often present for several years, are better tolerated than tremors. 
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In stage II of PD, there is bilateral involvement. There may be a loss 
of facial expression with decreased blinking. Slight flexion of the body may 
be present and, in general, arm swing when walking is diminished, with- 
out altering balance. Patients slow down when performing ADLs, and they 
require more time to dress, clean themselves up, get up from a chair, or tie 
their shoes on their own. 

Depressive symptoms are also frequent, and these are detected in 
between 30% and 50% of the cases. Medical treatment will be administered 
according to the severity of the symptoms. Sometimes they can produce side 
effects. 

In these initial stages, patients are advised to learn about the disease, 
learn to speak naturally about their problems, learn to share difficulties and 
go to the doctor accompanied by someone. Standardized psychoeducational 
programs, such as the “Edupark” program [5] are a great help at this stage of 
the disease. From the diagnosis, it is recommended to initiate MDT, which 
includes physical exercise, and cognitive stimulation. It is better for patients 
to continue doing things by themselves, even if it is done slowly, without 
rushing, and with enough time. It is advisable to adapt the setting in which 
patients must perform their ADLs and to be physically and mentally as active 
as possible. Family members should also be informed and should know how 
to convey their support. It is recommended to see a doctor if depressive symp- 
toms or side effects occur with medications. 


1.2.2 Moderately affected patients 


People at III-IV Hoehn and Yahr stages have already a degree of moder- 
ate-severe disability, as they experience gait and balance difficulties. They 
explain that their gait is shortened and that sometimes they have difficulties 
making turns while they walk, in the corners of the rooms, or while crossing 
the doors. Balance problems can cause falls. Sometimes while walking, they 
present FoG, or difficulty to stand, either forward (propulsion), or backward 
(retropulsion). The feeling of fatigue is a very frequent symptom. They have 
the feeling of needing a lot more effort to perform certain tasks and often 
notice pains in the cervical, lumbar, or shoulder region. Symptoms of auto- 
nomic dysfunction may also be present in the form of orthostatic hypoten- 
sion, extreme sensations of heat or cold, sweating not related to physical 
activity, sometimes in the form of crisis, and urinary, gastrointestinal, or sex- 
ual dysfunction. 

Many patients, at stage III or IV, experience side effects of chronic 
dopaminergic medication. The most annoying side effect for patients is the 
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ON-OFF phenomenon that can manifest with MCs or with NMCs. This 
phenomenon is often disabling and causes fear and insecurity. During the 
ON phase, patients can enjoy good mobility and carry out activities outside 
the home, such as shopping or social activities. However, during the OFF 
phase, the patient may be completely disabled, with difficulties in walking, 
thinking and speaking, getting up from a chair, or manipulating objects with 
hands among others. The appearance of OFF phases limits the social activ- 
ities of the patient, often preventing them from going out with consequent 
worsening in terms of QoL. In this state, patients may find themselves in 
really dangerous situations, such as if this phenomenon occurs when cross- 
ing a street. 

Dyskinesias, or abnormal involuntary movements, are another import- 
ant and disabling problem that many patients present with during stages III 
and IV. In general, they have a choreiform nature: creeping and twisting 
movements of the extremities, or masticatory movements of the lower jaw, 
protrusion of the tongue, oscillations as they walk, and reciprocating move- 
ments with head and neck. Dyskinesias are a long-term side effect of dopa- 
minergic medication, which usually occurs during the levodopa plasmatic 
peak dose. If they are mild, the family is more aware of these movements 
than the patients themselves, who usually associate it with the free time of 
Parkinsonian symptoms. When they are severe, they can become disabling as 
much as the symptoms themselves. 

NMS may appear in form of sleep disorder, vivid dreams, and nocturnal 
vocalizations. Night-time vocalizations, reported by the bed partner, consist 
of loud cries during sleep often accompanied by the agitation of arms and 
legs (acting out). It is called “REM behavior disorder.’ These events can 
disrupt sleep. Other frequent behavioral disorders in these stages are visual 
hallucinations, delusional ideation, and confusing states of the paranoid type. 
Visual hallucinations in general are not very threatening in PD. They often 
describe the vision of family members, animals, or shadows that become 
animated objects. 

The strategies recommended in these phases are aimed at understanding 
the MCs and NMCs and knowing how to monitor them. This will allow the 
patient to adjust the activities in each period. If MCs or behavioral changes 
appear, the neurologist can be informed to assess the possibility of adjusting 
the drug. It is, therefore, important to learn to do the patient’s diary. This 
information will be crucial to optimize pharmacological treatment. 

Patients at these stages should continue to maintain an active life and 
perform MDT, such as physical exercise, occupational therapy, speech 
therapy, and cognitive stimulation, according to individual needs. It is also 
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recommended that patients continue doing things by themselves, for as long 
as possible. 


1.2.3 Severely affected patients 


Patients with PD, stage V, are severely affected. They are usually confined 
to a wheelchair or bedridden and require great assistance to make transfers. 
They are totally dependent to carry out ADLs and have a great limitation on 
a personal level. 

Difficulties in speech and voice are often accentuated: these patients 
are often difficult to understand due to their low volume and poor articulation 
of words. They may eventually develop contractures and present decubitus 
ulcers or recurrent urinary tract infections. 

Since the emergence of effective therapies for the treatment of this dis- 
ease, not all patients reach a state of total dependence. However, they are 
experiencing a progressive reduction in time spent in ON and an increase in 
dependency time. In the lasted stages of this disease, the presence of progres- 
sive dysphagia can cause recurrent aspiration pneumonia, which is a possi- 
ble cause of death. Other conditions that may contribute to this outcome are 
infections of pressure ulcers or urinary tract. 

Since a causal treatment of the disease is still not possible, the objective 
for an optimal treatment will be to obtain for the patient a good QoL and the 
maximum independence possible. In the advanced stages, it is recommended 
to follow extreme hygiene, take care of mobilization, adapt the feeding, and 
above all take care of communication. The Lee Silverman Voice Treatment 
(LSVT) method has demonstrated efficacy in the treatment of speech and 
speech disorders. However, in very severe situations, it is advisable to main- 
tain communication, even if external technical support is necessary. 

Possible behavioral disorders should be addressed, while enhancing the 
hobbies and pleasures that can still take place, such as listening to music, 
reading, or watching movies. Caregivers should make them feel their sup- 
port, while they should seek a replacement that allows them to have their 
own space and thus avoid the burden of care and better adaptation when the 
patient passes away. 


1.3 Impact on the Quality of Life 


PD is one of the chronic degenerative disorders with the most impact on 
patients’ lifestyles. Most patients survive many years after the first symp- 
toms. The mean survival rate of patients with this disease (when diagnosed 
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after age 50) is 26 years, not very different from the nonaffected population 
of PD. 

Quality of life (QoL) means well-being or satisfaction with aspects of 
life that are important to the person according to social standards and personal 
judgments. Because of this latter characteristic, each person understands the 
QoL in different ways and, therefore, it is difficult to define. The World Health 
Organization (1995) defines it as: “an individual perception of the position in 
a person's life, in the context of the culture and value system in which he lives, 
in relation to his goals, expectations, standards, and concerns.” 

When it is not possible to cure, maintaining the quality of life of the 
patient is a priority of medical care. Quality of Life, as related to Health 
(QoLRH), is the self-perception and assessment of the impact that the disease 
has on a patient’s life and what its consequences are [6]. This assessment 
is extremely important and includes physical aspects related to the ability 
to perform activities, mental aspects related to mood and cognition, social 
aspects, and economic aspects. Several studies have been done to assess 
QoLRH in PD [7]. The three most important factors determining QoLRH in 
PD were depression, the stage of the disease, and the time that has elapsed 
since the onset of the disease. 

In another study [8] performed with 100 patients, the most important 
predictor for poor QoL was depression, followed by motor complications. 
Motor complications, especially nocturnal akinesia, and dyskinesias, signifi- 
cantly decrease the QoL of Parkinson’s patients [9-11]. Dyskinesias can also 
increase health costs in patients with PD. This should be considered when 
planning treatment [12]. 

Despite the high impact of motor symptoms in PD, nonmotor symptoms 
seem to influence patients’ QoL even more. Nonmotor symptoms tend to accu- 
mulate. The average was 10 symptoms per patient in the populations studied 
and symptoms tend to intensify over time. Depression, anxiety, fatigue, sleep 
disorders, pain, orthostatic hypotension, and profuse sweating are some of 
those that have shown an individual relationship with loss of quality of life. 
In fact, any symptom that, due to its intensity, is installed as a central problem 
in the life of the patient has a direct and important impact on his/her quality 
of life. For example difficulty swallowing, persistent constipation, urinary 
urgency, night-time urination, delusions and hallucinations, memory prob- 
lems, or a sense of choking when breathing. At the global level, the main 
factors influencing the poor QoL of those affected by PD are (in order): 


1. Depression 


2. Overall disease intensity (stage) 
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3.  Dyskinesia 

4.  On-off fluctuations 
5. Age 

6. Insomnia 

7.  'Thetremor 

8. 


Cognitive dysfunction 


To assess, in a more global fashion, the impact of motor and nonmotor symp- 
toms in terms of QoL a new staging of the disease has been proposed. The 
combination of HY and Nonmotor symptoms score could reflect the severity 
of the disease more accurately [13]. 

Another element that must be considered is the QoL in caregivers. Forty 
percent of them indicate that their health suffers due to the care. Nearly half 
have increased depression, and two-thirds report that their social life has suf- 
fered. The caregiver becomes burned out more (burden of care) if the patient 
has more disability, affective problems, mental confusion, or falls. There is a 
correlation between those caregivers that are most affected and the degree of 
a patient's depression and one of the main determinants of QoL in caregivers 
is mood changes, especially depression [14]. 

The conclusion is that more attention should be given to caregivers’ 
care, particularly in advanced stages and/or with psychiatric and fall compli- 
cations. These findings demonstrate that the quality of life of both the patient 
and the caregiver depends, to a great extent, on the inclusion of the burden of 
care as one of the problems associated with PD [15]. 


1.4 State of the Art of the Current Trends in Illness 
Management 


As has been previously mentioned the current treatment of PD is symptom- 
atic and is applied through pharmacological and/or surgical treatment, asso- 
ciated with MDT. 

The pharmacological treatment of PD is focused on balancing the lack 
of dopamine and other neurotransmitters, and aims to alleviate the symptoms 
associated with the disease, by precise drug optimization. During the first 
years of treatment, dopaminergic drugs (levodopa and dopaminergic ago- 
nists) are usually very effective. At 2 years of levodopa treatment, 38% of 
patients had ON-OFF fluctuations [16]. 

When the ON-OFF phenomena are already present, the objective of 
the treatment will be essentially concentrated on reducing the time that the 
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ADVANCED PARKINSON’S DISEASE WITH MOTOR AND NON-MOTOR FLUCTUATIONS 
NOT OPTIMALLY CONTROLLED WITH ORAL/TRANSDERMIC TREATMENT 


< 70 y WITHOUT COGNITIVE 
< 70 y WITHOUT COGNITIVE IIMPAIRMENT, TROUBLESOME ANY AGE WITH MILD/MODERATE 
IMPAIRMENT DYSKINESIAS OR REFRACTORY COGNITIVE IMPAIRMENT 
TREMOR 


APOMORPHINE DEEP BRAIN 
INFUSION PUMP STIMULATION 


ADAPTED FROM VALLDEORIOLA SERRA ET AL. GUÍA OFICIAL DE RECOMENDACIONES CLÍNICAS EN LA ENFERMEDAD DE PARKINSON. 


ENTERAL LEVODOPA 
INFUSION 


Figure 1.2 Decision tree algorithm to manage advanced Parkinson's disease. 


patient spent in the OFF state. To determine the optimal and personalized 
treatment plan, gathering accurate information about a patient's condition 
throughout the day is essential. In clinical practice, the method currently 
available is based on clinical recall or diaries filled in by patients and their 
caregivers, recording hours of ON-OFF and the presence of dyskinesia. 
However, this method has limitations that make it unreliable in conditions 
of the real clinical setting, such as motor difficulties, failures in memory and 
in compliance, and subjective evaluation. It is necessary to know precisely 
and objectively the effect of drugs on the OFF stage reducing hours and 
increasing the ON hours in PD patients. Reliable and easy-to-use tools are 
therefore needed for detecting and monitoring the motor condition of 
the patients. 

When both, motor and nonmotor symptoms, are not adequately con- 
trolled with oral or transdermal treatment, patients may benefit from 
second-line or device-aided therapies (DAT). These therapies include con- 
tinuous infusions of apomorphine, enteral levodopa, and deep brain stimula- 
tion. Subcutaneous formulations of levodopa are likely to be available in the 
future. The main objective of these strategies is to provide continuous dopa- 
minergic stimulation (CDS) by different mechanisms to manage and con- 
trol both motor and nonmotor fluctuations. All of these therapies have shown 
significant efficacy in terms of increasing the quality of ON time (without 
troublesome dyskinesias), decreasing OFF time, and reducing the burden of 
nonmotor symptoms [17]. Figure 1.2 summarizes a decision tree considering 
the second-line therapy options [4]. 
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However, these techniques are expensive and often difficult to manage 
the patient. Well-designed clinical studies on these DATs provided evidence 
for the efficacy of DBS and CDS in advanced PD and currently, we have new 
perspectives for their use also in earlier disease stages. 

On the other hand, there is growing scientific evidence of the benefit of 
the application of MDT, such as physiotherapy, speech therapy (e.g., LSVT), 
occupational therapy, cognitive stimulation, and psychoeducation in the treat- 
ment of PD. Intensive and multidisciplinary rehabilitation slows the progres- 
sion of motor decay and slows the need to increase treatment with levodopa, 
which is postulated to have a neuroprotective effect [18]. Therefore, the appli- 
cation of MDT from the moment of diagnosis seems of great interest. There 
are several studies of multidisciplinary care in Parkinson's disease compar- 
ing outcomes before and after the intervention. Outpatient multidisciplinary 
care programs have reported short-term improvements in motor skills, gait 
speed and stride length, speech, depression, and health-related quality of life. 
Long-term improvements in motor function have also been reported, and the 
authors comment that a close collaboration among members of the multidis- 
ciplinary team was essential to obtain the best results. 

For the implementation of an effective multidisciplinary approach, there 
may be limitations, such as living far away, insufficient experience among 
health professionals, poor interdisciplinary collaboration, poor communica- 
tion, and lack of financial support for a multidisciplinary team approach. 

Regular face-to-face team meetings are important for the effective func- 
tioning of the team. These meetings allow sharing of accurate information 
and ensure the team is working toward shared goals for any given patient. 
The meetings can be a forum and stimulus for staff education, driving up the 
quality of care. This type of coordinated multidisciplinary approach is some- 
times referred to as interdisciplinary. 

Most hospitals in Europe do not have a multidisciplinary service for 
the care of people with PD. These types of therapies are expensive and in 
addition, their application requires patients to frequently go from one place 
to another. This entails a number of limitations, both economic and logistical, 
for those affected with PD before having access to these therapies. 


1.5 Challenges for the Best PD Management 


Current management of advanced PD is complicated and problems arising 
from poor quality of life affect many patients. In 2001, the Committee on 
Quality of Health Care in America Institute of Medicine provided an objec- 
tive analysis of healthcare. The report listed 6 aims, proposing that health 
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care should be: safe, effective, patient-centered, timely, efficient, and equi- 
table. However, current care for PD in the United States, Europe, and likely 
the majority of the world, frequently does not meet these six aims [19]. PD 
care is often not safe. Individuals with PD who are hospitalized are often 
subjected to delayed treatment, contraindicated medications, prolonged 
immobility, lengthy stays, and high mortality [20, 21]. There are some com- 
prehensive and distributed PD cares models that are quite effective, but only 
a few patients receive such care. Many PD-related hospitalizations are likely 
preventable. The patient-centered care that is timely has been rarely studied. 
Despite the limited evidence, focus groups and surveys suggest that individ- 
uals with PD want more personalized information from multiple disciplines 
that are delivered remotely in a timely manner [22]. PD care is very ineffi- 
cient. Patients and their caregivers spend hours traveling and waiting in the 
clinic for routine follow-up appointments or for the application of comple- 
mentary therapies. A recent technical publication from WHO underlines the 
importance of multidisciplinary teams in the holistic approach to the disease 
and lists a series of key actions to be implemented by health systems [2]. 

Finally, probably what may be most concerning, is that there exists 
inequity in current PD care. A primary determinant of the care that will 
be received is where you live. In the United States, 42% of individuals with 
PD older than 65 and up to 100% of individuals in some rural areas do not see 
a neurologist soon after diagnosis [23]. In Europe, the first right expressed in 
the European Parkinson’s Disease Association Charter is care from a physi- 
cian with a special interest in PD. However, 44% of Europeans do not see a 
PD specialist in the first 2 years after diagnosis. Beyond neurological care, 
access to specialist nurses, occupational therapists, and counselors is often 
more limited [24]. In less wealthy countries, the situation is even worse. 
China only has approximately 50 movement disorder specialists to care for 
more than 2 million individuals with PD. Bolivia only has 15 professionals. 
A door-to-door epidemiology study found that none of the individuals identi- 
fied with PD had ever seen a physician, much less received treatment. 

It is possible to make the treatment safer, effective, patient-centered, 
efficient, and equitable only if the following two conditions apply [25]: 


e The treatment is applied, mostly, at the patient's home. 
e Tools, based on new technologies, are used (sensors, communication 


platforms, and smartphones). 


These conditions will overcome economic barriers and physical distance. 
However, the potential digital gap and the population's access to such 
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technological resources should be considered when developing health pro- 
gram policies. 

The simple fact of detecting accurately and reliably the clinical condi- 
tion of the patient can mean a 360°-change in the QoL of the patient, as this 
will affect a much more accurate adjustment of medication. In addition, with 
the help of adequate platforms, many more patients, as well as their caregiv- 
ers, will receive more specialized medical care, complementary therapies, 
and psychoeducation as often as necessary, regardless of where they live. 

In addition, reliable detection of the motor status of PD patients 
throughout the day can drastically change the value of drug clinical tri- 
als. Finally, the careful selection of patients amenable to semi-invasive ther- 
apy options becomes more and more important and should be timely. An 
interdisciplinary setting is required to account for optimal patient information 
and awareness, selection of best individual treatment modality, training of 
relatives and caregivers, management of complications, and follow-up care. 

From a clinical point of view, the development of new technologies 
in the management of Parkinson's disease must be validated so that the 
improvement of the QoL related to health is the main objective. Symptoms’ 
monitoring tools should be based on the following premises [26]: 


e They provide a valid and accurate parameter of a clinically relevant 
characteristic of the disease. 


e The evidence that the parameter has an ecologically relevant effect on 
the specific clinical application is found. 


€ A target interval can be defined in which the parameter reflects the 
appropriate treatment response. 


e The implementation is simple to allow repetitive use. 


Remote monitoring from devices, such as wearable sensors, smartphones, 
platforms, disease management applications, smart beds, wall-mounted 
cameras, smart glasses, etc., can monitor a patient's symptoms and function 
objectively in their environment, facilitating the delivery of highly personal- 
ized care. 

Another aspect to improve PD care is that most of it must be done at 
home. Current care models frequently require caring for older people with 
mobility and cognition problems, with loss of the ability to drive, and need- 
ing to be transferred by overburdened caregivers, to large and complex urban 
medical centers. 

Moving care to the patients home would make PD care more 
patient-centered. Demographic factors, including aging populations, and 
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social factors, such as the splintering of the extended family, will increase the 
need for home-based care. 

Technological advances, especially the ability to assess and deliver 
care remotely, will enable the transition of care back to the home. However, 
despite its promise, this next generation of home-based care will have to 
overcome barriers, including outdated insurance models and a technologi- 
cal divide. Once these barriers are addressed, home-based care will increase 
access to high-quality care for the growing number of individuals with PD. 

Emerging care models will combine remote monitoring, self- 
monitoring, and multidisciplinary care to enable the provision of 
patient-centered care at home and decrease the need for in-clinic assess- 
ments. The demand for in-home care is likely to grow as a result of demo- 
graphic, economic, social, and technological factors. Both the absolute 
number and proportion of older individuals with PD will increase. 

A system for PD management will be necessary in the near future. It 
must be able to reliably assess the symptoms, facilitate patient disease man- 
agement, and give them independence and the best QoL. At the same time, 
the tools must help the patient to stay physically and mentally active as much 
as possible. Finally, they must provide the neurologist with disease manage- 
ment tools to optimize the treatment. 

Emerging available systems, like STAT-ON™, try to improve the effi- 
cacy of disease management and treatments, and detect the onset of motor 
complications, and monitor treatment response in the current clinical practice 
that presents the following major obstacles: 


e Barrier 1: Lack of accuracy and completeness when reporting about 
own symptoms. Due to the cognitive impairments, distress, or evasive 
nature of some of the symptoms caused by PD, the patients often find 
difficulties or lack sufficient ability to provide reliable/consistent clini- 
cally relevant information about the symptoms they experience in order 
to optimize the treatment. In particular, often the patients are not aware 
of the onset of dyskinesia and sometimes it is even difficult for them to 
distinguish between ON/OFF periods. However, these are key informa- 
tion items for the physician to adjust the treatments. 


e Barrier 2: Missing information about the PD symptoms and signs 
of disease progression at the clinical level. The currently available 
means to report and monitor the symptoms are modest compared to the 
huge challenge posed by the variety of PD symptoms and their fluctu- 
ations. The patient's visits and self-reporting may not throw reliable or 
complete evidence for the physician to cope with the entire picture and 
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overall phenomena surrounding their patients day-to-day. Most of the 
evidence used builds on reporting provided by the patients themselves 
and they often lack the ability to undertake this task. 


e Barrier 3: Compromised self-care and adherence to treatments. 
Treatment regimens (medications, times, and doses) and adherence to 
treatment are crucial for correct PD management and for the QoL of the 
patients. PD patients resort to prescribed regimes, but this seemingly 
simple commitment may represent a nontrivial feat since patients must 
add on top of the overall burden the challenge of self-care, which is 
often difficult to achieve due to the many impairments and distresses 
linked to the disease. Cognitive deficits such as attention, communi- 
cation, memory, and executive functions; depression and impulsive 
behaviors play a key role in the common lack of adherence and self- 
efficacy in co-management of the disease. 


e Barrier 4: Symptoms recognition in time to better administrate the 
medication dose. Another related barrier is the capability of the pro- 
fessional to properly assess the number of OFF hours the patient has 
experienced to judge, based on that information, the therapeutic effect 
of the administered therapy since it is based on diaries or patient recall. 
When an infusion pump therapy is used, the practitioner has difficulties 
adjusting the infusion rate, and parameters of stimulation, as well as 
controlling the administration of extra doses. 


e Barrier 5: Usability from the patient's point of view. Some patients 
with Parkinson's have OFF phases so severe that they cannot even 
self-administrate extra doses or medications. Patients with severe OFFs, 
which have no caregivers who can perform this task for them, often 
cannot choose the treatment with continuous infusion pumps. So, for 
these treatment modalities, it is important an accurate evaluation of 
socio-functional status and resources since support from others is often 
required. 


1.6 Conclusion 


As a concluding remark, it could be said that the current knowledge about 
PD is continually growing, opening the possibilities of new strategies. Many 
treatments are currently available, requiring a multidisciplinary approach to 
improve the QoL of the patients. In order to advance in a more personal and 
patient-centered treatment, the new technologies could help to address new 
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scenarios from a more global perspective, allowing closer and more objective 
monitoring in real time. 
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Abstract 


Considering that STAT-ON™ is the final result of some part of the research 
done in the REMPARK project, this chapter summarizes the contents of 
the book “Parkinson’s Disease Management through ICT: The REMPARK 
Approach,’ published by River Publishers in 2017, where the research and 
innovation performed and achieved in this project is described. 

Here, an analysis is done about the opportunity associated to the dif- 
ferent obtained and reported results. It is explained how a decision was 
taken on the redesign and additional work done on a wearable sensor for the 
measurement and detection of movement symptoms related to Parkinson’s 
disease. 

The chapter ends with a concrete reference to the initiative for orga- 
nizing the proposal of an SME Instrument (phases I and ID) action project 
that provided the convenient framework for the development and subse- 
quent launching to the market of a new medical device, commercialized by 
Sense4Care, with the name STAT-ON™. 


2.1 Summary of the REMPARK Project: Objectives, 
Development, and Findings 


It is very well known that Parkinson's disease (PD) is a progressive neuro- 
logical condition with no cure and only treatments addressed to the manage- 
ment and mitigation of the different symptoms are available to the patients. 
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In order to contribute to helping patients, the REMPARK project [1] was 
organized as a challenging initiative with four concrete objectives: 


1. The identification of the motor status in real-time conditions. This was 
supposed to be the identification of the associated relevant parameters 
and types of motor disorders, and the development of the minimum nec- 
essary system, mainly based on wearable inertial sensors and embedded 
intelligent algorithms. 


2. The development of a system for gait improvement, when necessary, 
based on auditory cueing. 


3. The design and implementation of a specific and adapted user interface 
in order to obtain feedback from the patient using a Smartphone. The 
application was mainly focused on the interaction with affected people 
for satisfactory answers to surveys, questionaries, and prompts gener- 
ated by the system. 


4. The specification and design of a service for the remote management 
of the disease. The service was planned and based on a server acting as 
the repository of the whole obtained ambulatory data, in combination 
with the Electronic Health Record of the patient and making easy the 
intercommunication between the professionals involved in the caring 
process and the patients and their relatives when required. 


REMPARK was a huge and complex project, with an intensive activity 
developed from 2011 until 2015, the participation of 11 partners, a well- 
organized management process, and the involvement of medical institutions 
and PD patients from four different countries (Spain, Ireland, Italy, and 
Israel). This was a crucial point for the obtention and construction of the 
necessary database for the implementation of the machine learning-based 
algorithms, embedded in the developed sensors for the positive consecution 
of Objective 1 (the ambulatory evaluation of the critical motor symptoms 
associated with the disease). 

REMPARK project, as can be seen in reference [1], obtained very good 
results and findings at the end of its execution (see a summary in Table 2.1). 
A short list of these results is the following: 


e A huge and very complete database was obtained. This database was 
designed according to the objectives of the project and the main interest 
was to obtain a specific labeled collection of data for the implementa- 
tion of a supervised learning process in order to get a set of intelligent 
algorithms to be embedded into the specified sensor prototype (see ref- 
erence [1], Chapter 4). 
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The database contains data from 92 patients, obtained from a free activity 
period at patients' homes, where video recording and annotations were 
done according to the approved protocol by the Ethical Committees at 
the participating hospitals from the above-mentioned countries. This 
activity was covered and done during the first year of the project. At the 
end of this first experience, REMPARK database contained more than 
30 hours of video recording and more than 140 hours of manual anno- 
tations of different motor disease symptoms (Dyskinesia, Bradykinesia, 
Freezing of Gait — FoG), synchronized and correlated to the correspond- 
ing tri-axial accelerometers' raw signals obtained from the movement 
sensor worn by the participating patients. 


e  Asetofalgorithmic developments, based on supervised learning meth- 
odology using the constructed database and able to identify the speci- 
fied disease symptoms: Dyskinesia, Bradykinesia, FoG, ON and OFF 
state estimation, Gait parameters, and fall detection. This algorithmic 
set (see reference [1], Chapter 4) was designed to be embedded into the 
sensor prototype (see reference [1], Chapter 5). 


e  Asensor subsystem prototype able to embed the developed set of intel- 
ligent algorithms and to operate in an autonomous way, in order to be 
used for the implementation of a pilot verification activity, during the 
last year of the project activity. 


e A very important piece for the REMPARK activity development was 
the patient's Smartphone. The Smartphone was used for interaction 
with the patients, covering a major part of the communication require- 
ments. It is obvious that the design of an improved and well-adapted 
user interface was an important task (see reference [1], Chapter 6). 


Apart from other interesting functionalities, the most interesting char- 
acteristics for REMPARK purposes were the auditory cueing system 
controller and the medical questionnaires administration. These ques- 
tionnaires were automatically sent to the patients, when necessary, after 
some condition detection not directly related to motor problems. 


e The auditory cueing was an actuator REMPARK subsystem able to 
generate a rhythmic auditory stimulus when some specific condition 
is detected (gait disturbances, FoG, or Bradykinesia). The details and 
fundamentals are explained in Reference [1], in Chapter 7. 


In this case, when the condition is correctly detected by the sensor, 
embedding the developed algorithms, activation of the application 
implemented on the Smartphone is done. This application is generating 
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a set of rhythmic sounds (auditory cueing) that are sent to an earphone 
pair worn by the patient. 


e Adisease management system (DMS) adapted to the specific Parkinson's 
disease management needs and constraints. Details of this implementa- 
tion can be found in reference [1], in Chapter 8, where a description of 
the main organization of the system and its different modules’ inter-re- 
lationship is done. 


In fact, the DMS system developed for the REMPARK project was an 
adaptation of an already existing, at that time, generic platform in the 
Maccabi hospital, in Tel-Aviv (Israel) for the management of other dis- 
eases, but with many equivalent needs (storage of data, easy manage- 
ment of the disease, making easy and effective the inter-relationship of 
the involved professionals, etc.). An important part of this platform was 
the included Rule Engine module, where knowledge, procedures, and 
generation of alarms, etc., were included. 


During the last year of the project, a validation pilot was organized and com- 
pletely executed, with the participation of 41 volunteers. The description of 
the pilot and the main obtained results are presented in Chapter 9 of reference 
[1]. Remarkable results that must be mentioned are related to the detection of 
ON and OFF states, as a combination of the also detected movement symp- 
toms. The obtained specificity was 89% and the sensitivity was 98%. The 
efficacy and effectiveness of the developed cueing system were also mea- 
sured. Table 2.1 presents a summary of the achieved results in the project, 
with some annotations and comments on their usefulness for further develop- 
ment and the obtained degree of satisfaction. 


2.2 Innovative Technology: Analysis of the Opportunity 
and Related Challenges 


The REMPARK consortium was very happy with the obtained results and 
findings since the project frame was the opportunity to put in value and 
take profit of the available technology for more advanced and close care of 
Parkinson’s disease, with the objective of improving the patients’ quality of 
life. Some relevant advances, as indicated in the precedent text, were: 


e A version of a wearable prototype able to measure and identify gait and 
related movement symptoms characterizing Parkinson's disease. Some 
of the related main advantages are: 


o Only one unique sensor is needed for the detection of all the collec- 
tion of symptoms. 


Table 2.1 Summary of the main REMPARK project results. 


Usefulness 
Satisfaction for further 
Results Completeness with the results development Comments 
Labeled database 100% according project NNN Good To be used for algorithmic 
specification refinement and new learning 
processes 
Algorithmic set for 100% according project NNN Good Should be embedded in future 
motor-related symptoms specification developments 
detection 
Sensor prototype A version was generated NN Good Obtained version arrived at RTL7, 
for its use in the validation and it is able to evolve toward a 
pilot competitive product 
ON and OFF states 100% according project NNN Good Should be embedded in future 
identification specification developments 
Cueing system Advanced state y Medium Ideas should be used for future 
generation development and experience 
would be useful for further 
implementation 
Disease management Medium state y To be discussed Not implemented after the project 
system - DMS for several reasons 
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o The wearable is worn at the waist since this is the most appropriate 
location for correct detection of all the movement-related character- 
istics in a person. 


o The wearable has a large autonomy for continuous use for several days. 


o The wearable integrates advanced sensor technology, mainly based 
on tri-axial accelerometry for gait characteristics measurement. 


o The embedded processing capability of the wearable is designed for 
the complete integration of the developed set of algorithms, convert- 
ing the device into a really autonomous one with a real-time and 
on-place processing capacity of the captured data. 


e Avery complete set of dedicated algorithms, based on AI and learning 
techniques, for the detection and identification of PD-related move- 
ment symptoms (mainly Bradykinesia, Dyskinesia, FoG, and ON/OFF 
states). 


e A very complete system based on a platform for the storage of the cap- 
tured and processed data, together with a recommender system (the 
DMS - disease management system) for the implementation of an effi- 
cient relationship between the different professionals taking care of the 
patient. This system was divided into several operative subsystems (the 
generation of auditive cueing when necessary, sending messages and 
interaction with the patients and caregivers, through a web-based appli- 
cation) and the most important part was the development of specific 
applications and interfaces adapted to persons suffering PD on a per- 
sonal Smartphone. 


A very interesting idea and concept was developed during the execution of 
REMPARK: the establishment of a double loop of interaction for the 
enhancement of the quality of life of persons with Parkinson [2]. A first 
level was considered and based on a set of wearables and actuators placed at 
the body's patient level (the worn sensor for the movement analysis and the 
auditory cueing system), with a high level of autonomy for processing and 
storing data. A Smartphone was integrated into this patient-level loop in order 
to facilitate interaction with the patient when necessary and to communicate 
with the established second-level loop (sending or receiving information). 
The second-level loop was considered around a server where data was 
stored and processed. The core part of this loop is the disease management 
system module, which should be able to generate recommendations and 
alerts when necessary, according to the stored and processed information. 
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A secondary functionality of the second loop of the system was planned 
as a communication tool between the different professionals taking care of 
the patients and with the patients or caregivers, when necessary. In fact, the 
established system is a precursor solution of some actual telehealth initiatives 
for PD management. 


2.2.1 Analysis of the opportunity 


REMPARK was a RIA (Research and Innovation Action) in the frame of 
the EU-WP7 and this means that results, in an optimum case, should arrive 
at a TRL 7, suggesting that, for real use and transfer of these results, some 
additional actions are required. Within this context, an exercise of analysis 
was done, trying to identify which of the findings and results should be good 
candidates for real development and starting away to the real applicability 
world and market, if appropriate. 

The results and final conclusions of the REMPARK Project were pre- 
sented in 2015. The incredible evolution of the necessary electronic and 
sensors” technology, together with the evolving ICT deployment was a good 
scenario for this analysis, opening the door to a very necessary application in 
the domain of PD treatment. 

As a good exercise, 1t is possible to follow some published references 
at that time, in connection with the needs of Parkinson’s disease management 
context and medicine and care, in general [3-5]. An excellent review, pub- 
lished in 2017, can be found in reference [6], giving an overview of the status 
of the research and the associated challenges in reference to the different 
symptoms and problems of PD. 

Principal ideas and thoughts considered at that moment are the 
following: 


e The wearable prototype developed for the project works and the final 
pilot deployment and activity was a good example of useful technol- 
ogy for Parkinson’s disease management when used for the detection 
and measurement of the associated disease motor symptoms. The main 
characteristics of the prototype were: 


o Only one wearable, worn at the waist, is necessary for the detection 
of movement-associated symptoms. 


o The wearable integrates the whole set of developed algorithms for 
this detection and measurement of symptoms when processing the 
related signals generated by the integrated tri-axial accelerometers. 
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o The processing of this information is done locally, and in real time, 
and no external connection with a server is necessary. 


o The wearable prototype was specially designed for its use at home, 
and in ambulatory conditions, and for this reason, the autonomy of 
the integrated batteries is enough for several days. 


o The prototype was able to determine the presence and duration of the 
main motor symptoms associated with the disease, except tremors: 
Dyskinesia, Bradykinesia, Freezing of Gait, ON and OFF states, gait 
characteristics, and falls. 


In conclusion, the wearable was considered as a main objective for 
further development activity and its transformation to a usable 
and, maybe, commercial medical device. 


The auditory cueing generation subsystem developed for REMPARK, as 
an actuator, applicable when gait problems and disturbances are detected, 
is another example of useful technology considered in this analysis con- 
text. The main characteristics of the developed subsystem are: 


o Auditory cueing is generated by an internal application of the asso- 
ciated user’s Smartphone. 


o There is a variety of sounds and frequencies available. 


o The application of the cueing can be automatic and decided by the 
system when gait problems are detected by the worn wearable. 


o Cueing associated sounds are received by the patient using Bluetooth 
earphones. 


The advantages and associated problems to the auditory cueing admin- 
istration and use for gait problems mitigation in PD are quite well 
known [7, 8] and are very interesting for further study and applicabil- 
ity problems consideration. Some of the important known and existing 
problems are: 


o The administration of cueing under voluntary activation by the 
patient could be not as efficient as necessary. 


o The most effective type of cueing greatly depends on the specific 
patient. Not all people are sensitive to the same sounds or frequencies. 


o An automatic generation of auditory cueing is complicated since the 
online and on-time detection of the associated gait problems is not 
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completely solved. The sensor developed in REMPARK could be 
a perfect first step, but the management of the cueing through the 
Smartphone can suppose a problem, due to the associated delays in 
the synchronization and application activation processes. 


In conclusion, the REMPARK subsystem is a good basis for looking for 
a correct context in order to advance and obtain further developments 
and improvements in auditory cueing generation. 


e According to Table 2.1, the third relevant result to be considered is the 
implementation of the disease management system — DMS, adapted to 
Parkinson's disease needs on a related server. This system is able to 
store all the information generated during the care process and facil- 
itates a loop of interaction between the different professionals, care- 
givers, and patients (when necessary). The DMS module, as described 
in Chapter 8 of reference [1], is able to relate personal data with the 
Electronic Health Record and to generate alarms, messages, and auto- 
matic appointments. 


The system, operated through a web interface application, could be 
considered a good initiative for the implementation of a convenient tele- 
health system, adapted to the requirements of PD. 


A telehealth system, including the necessary technology, can be a very 
good initiative to improve the quality of life of the patients affected by 
Parkinson. This kind of system can provide an adapted way to conve- 
niently follow the evolution of the patients at home when developing their 
current activities. It must be seen as a complementary tool to the more 
traditional visits to the hospital and doctor’s office. An interesting presen- 
tation of the real possibilities and discussion on the patients’ satisfaction is 
included in the reference [9]. A complementary actual view on that topic, 
considering the perspectives and advantages, but also the barriers and 
related problems, can be found in [10]. It is very clear that the implantation 
of the telehealth service is feasible from the technological point of view, 
but real barriers still exist, in relation to the required skills for patients and 
doctors, some existing privacy concerns, the restrictive regulations that 
are implanted in many countries, and the lack of reimbursement. 


Table 2.2 shows a summary of the conclusions obtained during the analysis 
of opportunities and their related problems. 

According to the above-presented text and the Table 2.2 conclusions, a 
very good opportunity, at the moment when the REMPARK project finished, 


Table 2.2 Conclusions of the analysis of opportunity after REMPARK. 


Technology Opportunity — advantages Related problems Comments Feasibility 
Sensor * A good and already e The sensor autonomy must + For its commercialization, High 
working prototype is be increased. the sensor must obtain the 
available. * User experience must be qualification of “medical 
e A complete algorithmic set improved. device” and the CE label, 
is embedded in the sensor. according to the European 
regulations. 
* Clinical evidence is necessary. 
Auditory e Necessary components are * Synchronization between œ Additional initiatives or new Medium 
cueing considered and included in the symptom's detection projects must be started for 
the prototype. and the launching of the satisfactory development and 
cues is not completely implementation. 
satisfactory. 
* Detection of the FoG must 
be improved for a better 
administration of the 
cueing. 
Server-based + Prototype specification e Inareal implementation, * Forareal introduction of Low 


platform — 
DMS 


and implementation were 
satisfactory at the project 
level. 


it must be improved 
communication, data 
privacy, and security 
aspects. 


telehealth in Parkinson's 
Disease management many 
aspects must be improved: 
technology adoption, patient 
empowerment, doctor's trust, 
etc. 
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was to concentrate efforts on the final development and possible industri- 
alization of a novel wearable sensor for the detection and measurement 
of the movement-related symptoms in the mid-stage of Parkinson’s dis- 
ease. The main ideas and the value analysis of this initiative can be found in 
the reference [11]. 

The additional identified technologies (auditory cueing and the serv- 
er-based platform) were initially discarded for immediate actions, waiting for 
new opportunities. Among others, the main reasons were: 


e For an innovative and effective auditory cueing system, it is necessary 
to have a good detection device (mainly, able to detect severe movement 
disturbances and FoG episodes in real time) and able to automatically 
launch the generation of the auditory cueing. 


e The server-based platform is, in essence, a very good idea. It is a solid 
step through the consolidation of the main eHealth ideas and initiatives. 
At that time, we considered that it was too early since the development 
of the necessary interoperability and sharing measures of personal data 
was still very country dependent. 


In this way, the REMPARK partners owning the IPR of the family of Al-based 
algorithms to be included in a possible manufacturable sensor device decided 
to go away and start a series of necessary actions for the materialization of 
this idea. 


2.2.2 Related challenges 


Once it was decided to progress for the obtention of a new wearable sensor 
device for helping the PD community in the detection, measurement, and 
following of the disease evolution, it was necessary to face some important 
points: 


e To determine the best development context. It seems that research or 
innovative action is not the correct environment to get a final product, 
ready to be launched to the market and society. 


e To decide which is the correct final product format, compatible with 
the above ideas. The initial thought was to go to the materialization of a 
medical device, but this must be refined. 


e To determine the most advantageous organization to correctly advance 
in these objectives. The main question is about the suitability of a 
Spanish university (Universitat Politécnica de Catalunya) as the main 
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owner of the IPR, for covering all the necessary stages to cover the 
objective in an agile way. 


e To obtain resources and enough funding to cover the complete initiative. 


After a complete analysis of the needs and opportunities, it was decided that 
the most efficient way to work was under the modality of SME (Small and 
Medium Enterprise), trying to get resources from the available EU actions at 
that moment (SME Instruments action). 

With this idea, Universitat Politécnica de Catalunya (UPC) was sign- 
ing a technology transfer contract, for the commercial exploitation of the 
IPR related to REMPARK results, with Sense4Care SL, an SME company 
created in 2012, and participated by the UPC. Part of the UPC researchers, 
taking part in REMPARK, were co-founders and owners of this company. 

Sense4Care was proposing the PARK-IT project (Unobtrusive, con- 
tinuous and quantitative assessment of Parkinson’s disease: hard evidence 
for optimal disease management with information technologies), which was 
granted with an SME Instruments — phase I action, under contract number 
672228 in 2015. With this funding, Sense4Care was able to study and take 
conclusions about the market opportunity, and associated business model for 
the presented initiative. 


2.3 The PARK-IT Project: Main Conclusions 


The aim of the phase 1 project, called PARK-IT, was to confirm the feasibility 
of a successful launching to the market of the future product. As the technical 
aspects of the sensor were verified during the REMPARK project, achieving 
over 90% sensitivity and over 90% specificity, the key for the phase 1 project 
was to confirm that there is sufficient market demand for the PARK-IT prod- 
uct. It was distributed into three different tasks: 


e Market and stakeholder analysis: in order to determine the key market 
and its size, market drivers, and routes to market and to identify the key 
stakeholders in order to establish possible partnerships with them. 


e Development of a detailed Plan for regulatory aspects and IP 
Management, including a CE medical device certification plan. 


e Drafting an elaborated business plan, including target and value prop- 
osition, possible distribution channels and price strategy, manufactur- 
ing cost, gross margin, marketing strategy, and the establishment of the 
company structure and organization... 
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Sense4Care was developing the PARK-IT work along the project’s scheduled 
time, analyzing the market opportunities and concrete needs, and identifying 
the possible users of the proposed solution. 

An important conclusion was that the PARK-IT product can be consid- 
ered a Class IIa medical device and a detailed plan for regulatory aspects 
and IP management was elaborated. As a final conclusion, what this feasibil- 
ity study was demonstrating is that, once the project is completed, PARK-IT 
should be the market-leading solution, with a significant target market and a 
clear business strategy to achieve a successful market launch. 

The conclusion of the action was that Sense4Care should submit an 
application to phase 2 of the SME Instrument action, in order to obtain the 
necessary budget for the required work to do. 


2.3.1 The following steps 


After the conclusions obtained from the PARK-IT project, it was time for the 
preparation, study, and edition of a new project proposal, with the same title 
and the PARK-IT2 acronym, that was submitted to the SME Instruments — 
phase 2 action. PARK-IT2 received the necessary support and funding, start- 
ing the associated works at the beginning of 2017, under contract number 
756861. This project, with a scheduled duration of 24 months, was organized 
around the following work packages: 


e WPI. Redesign of PARK-IT in order to obtain a version “ready-to-mar- 
ket.” The estimated duration was 14 months, starting at the beginning 
of the project. 


e — WP2. CE medical device certification. The estimated duration was 16 
months, starting when the redesign should be in an advanced state, and 
finishing at the end of the project. 


e — WP3. PARK-IT demonstration pilot. The estimated duration was 11 
months, to be started with the newly redesigned prototype would be 
available and finish at the end of the project. 


e WP4, WP5, and WP6 have a transversal character and were scheduled 
throughout the whole project duration. They must cover: the commu- 
nication and dissemination parts, the IPR and commercialization-busi- 
ness strategies, and the global management of the project. 


During the execution, it was decided to add a new and necessary WP7 on 
“Ethics requirements and protection of personal data.” Finally, after a 
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Figure 2.1 Redesigned PARK-IT wearable prototype. 


proposed and accepted Amendment to the contract, the duration of PARK-IT2 
was enlarged by 6 months, concluding in a satisfactory way on October 2019. 

The completely redesigned wearable sensor during the project 
PARK-IT2 project (shown in Figure 2.1) was the prototype originating the 
actual medical device, commercialized by Sense4Care, with the STAT-ONTM 
registered name. 


2.4 Conclusion 


A summary of the findings and technological advances found in the 
REMPARK project development are presented. An analysis of opportunity is 
done, motivating the proposal and work done in the frame of the PARK-IT2 
initiative, which generated the precursor of the current STAT-ON™ medical 
device. 
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Abstract 


After the technical verification of the REMPARK sensor for the detection 
and measurement of the motor symptoms associated with Parkinson's dis- 
ease (PD), a complete redesign process was necessary to obtain a version 
with feasible industrialization characteristics. 

The chapter presents the followed process, with many details about the 
established final requirements of the system, how the new internal architecture 
was organized, and how the necessary embedded firmware was implemented. 

Details on the mechanical design and the final packaging and labeling 
of the STAT-ON™ device are included. 


3.1 Introduction 


The industrialization of a medical device assumes the capacity to organize 
serial production of a specific device compliant with a list of required and 
specific standards. In our case, STAT-ON™ is based on the knowledge and 
technology generated in several Spanish and European-funded research proj- 
ects such as REMPARK [1,2] and PARK-IT phase I, among others, as has 
been mentioned in chapter 2. 

The industrialization of a medical device must be according to the stan- 
dard IEC60601-1 for medical electrical equipment. Thus, some requirements 
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must be defined and specific electrical circuits must be designed accordingly. 
Additionally, the elements that surround the device, such as the sealing strip, 
enclosure, packaging, and the accompanying documents, must be defined at 
the beginning of the project. 

In parallel, and as explained in Chapter 4, this process must be aligned 
with the complete certification process. In the present chapter, it will be 
described the industrialization process of STAT-ON™, from the prototype to 
the final product. 

The main achievement of the REMPARK project was the develop- 
ment of an algorithmic set capable of detecting Parkinson’s Disease (PD) 
motor symptoms with a sensitivity and specificity greater than 85% for all 
symptoms of interest. These algorithms, based on machine learning strat- 
egies combined with frequency and statistical analysis on inertial signals, 
also include adaptive techniques that allow to adapt the outcomes to the PD 
patient profile. 

As a continuation of the REMPARK project, a Feasibility Study 
(PARK-IT phase I) was carried out on the potential market for a medi- 
cal device to monitor patients with PD, to understand if there was enough 
demand. The conclusion of this study was positive and indicated, at the same 
time, that many changes would be necessary to the REMPARK prototype to 
adapt the device to the market demand. 

Originally, the REMPARK proposal assumed a connection between the 
sensor and a hospital platform, where the data was stored. Clinical profes- 
sionals could connect to the platform to analyze the data, monitor the patient 
and manage the concrete treatment. This architecture, at that time, was not 
feasible for a commercial solution, such as the one proposed, due to the exis- 
tent interoperability issues among the different hospital systems and the cer- 
tifications/specifications necessary to connect to them. 

For this reason, in the PARK-IT study, a stand-alone system architecture 
was proposed, where the clinical professional will manage the sensor through 
a portable device (Smartphone) and where the patient's data is always under 
the responsibility (in custody), either of the patient himself or of the clinician 
in charge of the patient care. 

After the REMPARK pilot experience and along the Phase I feasibility 
project, it was concluded that there were two essential aspects to improve 
on the original sensor: (1) the duration of the monitoring must expand from 
a few hours to a complete week and (2) the usability of the sensor and its 
charging system should be improved, when compared to the initial prototype, 
allowing the patient to wear it more comfortably. 
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As it is presented in Section 3.1 of Chapter 2, an industrialization pro- 
cess began (PARK-IT2 initiative) that included a general redesign of the 
initial research prototype towards a medical device, capable of sustaining a 
feasible business model. 


3.2 The Requirements of the STAT-ON™ System 


In the PARK-IT phase I feasibility study, the following sensor use scenario 
was proposed: the sensor will be under the responsibility and must be con- 
figured by the neurologist since the algorithms need a concrete number of 
clinical data from the patient to adjust the detection algorithms. Once the 
sensor is configured, it would be delivered to the patient, who would wear it 
for at least 4 days. 

Monitoring can be extended for as long as the neurologist considers 
necessary, taking into account that, if necessary, the patient could charge the 
battery of the sensor at home overnight. Once the monitoring will be finished, 
the patient or caregiver should send back the device to the neurologist’s office, 
where the sensor’s data would be downloaded and, automatically, a complete 
monitoring report would be generated using a developed Smartphone app. 

In this way, the sensor was conceived as a small portable device that, 
worn on the left side of the waist, is capable of continuously monitoring 
and evaluating the PD patient’s motor symptoms. The following require- 
ments are crucial for the presented device concept: 


e It must be based on inertial sensors and should have the ability to pro- 
cess data in real time. 


e It would include a rechargeable battery providing complete autonomy 
for several days. 


e The data, once processed, would be stored in the internal memory of 
the device. 


e  Inaddition, the sensor must have the ability to communicate wirelessly 
and safely with a Smartphone and transfer the stored data in a secure way. 


e The hardware device must include enough computing capability to 
embed the signal-processing algorithms and methods developed during 
the REMPARK project. 


The additional pillar of the system should be a mobile application for the gen- 
eration of complete reports and time distribution of the symptoms in a useful 
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Figure 3.1 STAT-ON™ data flow scheme (patient is wearing the sensor for a period of 7 
days while doing normal activities). 


format for neurologists. In fact, this application would act as the system’s 
user interface, allowing the neurologist to know the status of the sensor and 
download the reports generated from the patient’s monitoring. 

The presented scenario is sketched in Figure 3.1 and the more complete 
list of requirements is in Table 3.1. According to it, and from a technical per- 
spective, the more challenging aspect to be considered is the reduction of the 
global consumption of energy, since the original REMPARK prototype had 
a very high one, due to the main microprocessor used that was the response 
of many of the internal operations (control aspects and on-line running of the 
algorithmic set). 

The strategy for the consumption reduction was addressed with the 
use of two different microprocessors, sharing the execution of the different 
internal processes: the Nordic nRF51822 (nRF), a low-consumption device 
that will be used for the operational control part of the sensor [3], and the 
STM32F415 (ST), a high-performance microprocessor that will be responsi- 
ble for the execution of the algorithmic set in real time [4]. 

This strategy completely changed the functional scheme of the sensor, 
evolving towards a hierarchical structure of two different microprocessors. 
This architecture allowed, on the one hand, to stop the high-performance 
processor (ST) at convenience when no movement was detected or when 
the minimum operating conditions were not met. On the other hand, it also 
allowed the nRF processor to turn on the algorithmic execution, turning on 
the ST, when necessary. 

This scheme requires that each microprocessor must have an inde- 
pendent accelerometer connected. The accelerometer connected to the nRF 
would allow the data capture and analysis process to be started by turning 
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Table 3.1 Complete list of the sensor requirements. 


Requirements Type 


Sensor device requirement description 


Functional 


Power management 


Communication 


Human machine 
interface (HMI) 


Mechanical 


The DEVICE must wake up when “wake-up situation” is 
detected (trembling). 

The DEVICE must start collecting data after “wake-up 
situation” and save it in a Flash memory. 

The DEVICE must store the push button events. 

The DEVICE must have an autonomy of at least 7 days with 
normal use. 

The DEVICE’s battery must charge with wireless power 
system (Qi standard). 

The DEVICE must be fully charged in less than 6 hours. 
The DEVICE must be able to detect low battery status 
through a battery gauge. 

The DEVICE must be able to send and receive data using 
BLE (Bluetooth low Energy). 

The DEVICE must be able to send the saved data from the 
Flash memory to the APP (from last synchronized time stamp). 
The DEVICE must be configurable from the APP to 
synchronize key parameters and alarms. 

The DEVICE must have a RGB LED and a monochromatic 
ORANGE LED. 

The ORANGE LED will display information about the 
status of the charge of the battery (controlled by the charging 
circuit). 

The DEVICE will turn on RGB. BLUE LED when 
connected through Bluetooth. After it will return to GREEN 
or WHITE. 

The DEVICE will blink RGB_WHITE LED when it is not 
yet configured. After it will return to GREEN or OFF. 

The DEVICE must have a push button. After the button is 
pushed acoustic or vibration feedback will be activated. 

The DEVICE must have a buzzer. The buzzer may be replaced 
by a vibrator if space and the device’s autonomy is not affected. 
The DEVICE’s housing must be IP 65. 

The DEVICE’s housing must be ergonomic. 

The DEVICE is fixed onto a BELT. 

The BELT must secure the DEVICE to the hip. 


on the ST. The ST microprocessor would use its own accelerometers to 
capture data and perform the relevant analysis, executing the algorithmic 
core. When the ST detects a prolonged absence of movement, all internal 
processes will stop and a request will be sent to the nRF to cut off the power 


supply. 
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The complete development of the specified sensor device will suppose, 
at least, the implementation of the following components: 


€ = Anelectronic board containing and interconnecting all the required elec- 
tronic components, with the necessary firmware, to implement the sen- 
sor monitoring and the processing and communication functionalities. 


e  AnIP 65 housing to contain the mounted electronic board. 
€  Aresistive keyboard to implement the human-machine interface. 
€ A belt to attach the sensor device to the human body, in the waist. 


The following sections describe the development work done to achieve the 
mentioned components. Details can be found on hardware electronics, firm- 
ware, and mechanical design. 


3.3 The STAT-ON™ Hardware Electronics 


The application of the above-mentioned requirements in the STAT-ON™ 
redesign process resulted in a quite complex system with a mandatory 
reduction of consumption, the wireless battery charge possibility, the use 
of a microprocessor with enough capability to compute machine learning 
algorithms with a floating-point unit, the inclusion of a microprocessor with 
Bluetooth capabilities and low-power capacities to perform the operational 
control part, the implementation of the necessary human machine inter- 
face (HMI), that needed a series of communication buses for its efficient 
implementation... 

The present section describes the electronic circuitry of STAT-ON™, 
how it was industrialized, and how the design was performed to reduce 
electromagnetic compatibility problems. It includes a discussion on the 
main circuit architecture, including the power system as a crucial part of 
this redesign, the chosen inertial sensors, and how they are used, and the 
section will finish with the presentation of the designed printed circuit 
board (PCB). 


3.3.1 The main circuit 


The complete system is composed of three different subsystems (see 
Figure 3.2): 


€ One part, based on the ST microprocessor, is in charge of acquiring the 
main data and processing it in real time (in yellow). 
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Figure 3.2 Sensor device architecture. 


e The second part is based on the nRF microcontroller, in charge of con- 
trolling the complete system and sending the data through a Bluetooth 
communication link (in blue). 


e The third subsystem is the power management one to supply all parts of 
the circuit and the battery (in red). 


The chosen ST microprocessor for the online data processing was already 
used in the REMPARK prototype and this decision facilitated the migration 
of the developed algorithms to the new platform. This microprocessor will be 
in charge of reading the accelerometer sensor data, processing them by the 
embedded algorithmic core developed in REMPARK, storing them in the SD 
card, and sending them to the nRF microcontroller, when necessary. 

The ST microprocessor is part of the STM32F415xx family and is 
based on the high-performance ARM® Cortex®-M4 32-bit RISC core, 
operating at a frequency of up to 168 MHz. The Cortex-M4 core features 
a floating-point unit (FPU) single precision which supports all ARM sin- 
gle-precision data-processing instructions and data types. It also implements 
a full set of DSP instructions and a memory protection unit (MPU) which 
enhances application security. In concrete, the STM32F415RGT6 incorpo- 
rates high-speed embedded memories with 1 Mbyte of Flash and 192 Kbytes 
of SRAM, and an extensive range of enhanced I/O. This model offers three 
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12-bit ADCs, two DACs, a low-power RTC, 12 general-purpose 16-bit timers 
including two PWM timers for motor control, two general-purpose 32-bit 
timers, a true random number generator (RNG), and a cryptographic accel- 
eration cell. For our redesign, their included communication interfaces capa- 
bilities are of special interest: 


e upto three I2Cs, 
e three SPIs, 
e four USARTs plus two UARTs, 


e an USB OTG full-speed and a USB OTG high-speed with the full-speed 
capability, and 


e an SDIO/MMC interface (for SD card). 


From a more general point of view, this microprocessor's family operates in 
the temperature range —40 to +105 °C, from a 1.8 to 3.6 V power supply. The 
supply voltage can drop to 1.7 V when the device operates in the 0 to 70°C 
temperature range. A comprehensive set of power-saving modes allows the 
design of low-power applications. 

The chosen microprocessor to manage the whole system and establish a 
connection to external devices (using Bluetooth 4 protocol) is an nRF51822 
from Nordic [3]. This microcontroller is a powerful multiprotocol single-chip 
solution for Ultra Low Power (ULP) wireless applications. It incorporates 
Nordic's latest best-in-class performance radio transceiver, a 32-bit ARM? 
Cortex™ MO CPU, and 256kB/128kB flash and 32kB RAM memory. The 
nRF51822 supports Bluetooth® low energy (formerly known as Bluetooth 
Smart) and 2.4 GHz protocol stacks. 

The Programmable Peripheral Interconnect (PPI) system provides 
a 16-channel bus for direct and autonomous system peripheral communi- 
cation without CPU intervention. This brings predictable latency times for 
peripheral-to-peripheral interaction and power-saving benefits when the CPU 
is in an idle state. 

It is interesting to note that the nRF microcontroller has two global 
power modes ON/OFF, but permitting individual power management and 
control for all the internal blocks and peripherals. This allows the designer to 
switch RUN/IDLE the system blocks based on specific requirements derived 
from particular tasks. These characteristics' set is the basic reason for choos- 
ing this microcontroller for the redesign process. 

In relation to the power management part (the red part of Figure 3.2), 
a 3.3V constant voltage is used to supply the nRF through Low Dropout 
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Regulators (LDO). A second LDO is used as a power switch to supply the ST 
microprocessor and implement an active low-power strategy (the ST micro- 
processor is only supplied when necessary). 

The Nordic nRF sub-system is composed of the following devices (blue 
part of Figure 3.2): 


e A wake-up accelerometer so the nRF (and complete system) is awoken 
when movement is detected in the device. 


e Flash memory to store all the required data received from the ST or the 
external App. 


e A battery gauge to monitor the battery level. 

e  Aconditioning input circuit to detect when an external button is pushed. 
e An enabling circuit to activate the buzzer and vibrator. 

€ A circuit to control the LEDs. 


The nRF microcontroller communicates with the ST microprocessor through 
a UART port along with two signals that allow proper implementation of an 
interruption-based communication. Finally, the ST sub-system is composed 
of the (yellow part in Figure 3.2): 


e An accelerometer to read all movements detected by the sensor, when 
it is awake. 


€ A slot for flash memory to store all the generated data from the algo- 
rithms implemented and executed in the microprocessor. This memory 
has an additional debugging purpose. 


3.3.2 The power system 


As mentioned before, the power system is a critical part of the STAT-ONTM 
redesign. It has been designed considering that it must supply three different 
parts, with different characteristics: the digital and analog parts correspond- 
ing to both microcontrollers (nRF and ST) and the power supply system. 

The three systems are separated by ferrite beads to prevent electromag- 
netic interferences (EMI) and the voltage level is established by means of 
LDO. Additional ferrite beads have been included between the regulators and 
the different loads as a preventive measure. 

The control and stabilization of the voltage in the inputs and outputs of 
the included regulators is done, as usual, by capacitors. These controls are 
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Figure 3.3 The power system and regulator management scheme. 


very useful for highly demanding components, like the used microcontrol- 
lers, flash memory, or SD Card. 

Figure 3.3 shows the main scheme of the STAT-ON™ power system, 
separated by the different zones. 

As shown in Table 3.1, the STAT-ON™ must be a wirelessly charged 
device according to the Qi standard, and more concretely, with WPC v1.1 
Qi Industry Standard. Following the strict requirements of this standard, the 
redesign must guarantee that the device will work correctly and will not have 
problems with electromagnetic emissions or other external agents. 

As the wireless power charger, the BQ51050BRHLR from Texas 
Instruments was chosen due to its integrated dual functionality: Qi-receiver 
and battery charger (integrates the digital controller required to comply with 
Qi v1.2 communication protocol, and provides all necessary control algo- 
rithms needed for efficient and safe Li-Ion and Li-Pol battery charging). The 
wireless charger system is completely autonomous, starts a charging cycle if 
the battery voltage is above a threshold, and detects if the device is placed on 
a charging platform. 

For the design of load modulation capacitors, which are in charge of 
the correct communication between the emitter and receiver, the instructions 
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provided by Texas Instruments were strictly followed. A specific design was 
done for STAT-ON™ system to test and adjust the correct values for the 
capacitors and resistors as it is shown in Figure 3.4. 

The battery is a fundamental internal element of the sensor redesign. 
It should be selected maintaining a balance between two essential design 
restrictions: 


e On the one hand, its capacity must be maximum, to increase the auton- 
omy of the sensor. 


e On the other hand, the size of the global system must be restrained as 
much as possible to increase user comfort. 


A lithium polymer battery was selected, according to the specifications in 
Table 3.2. 

The selected battery is a lithium polymer battery with a size of 50 x 34 x 
6.5 mm? and a weight of 24 g, which guarantees safety, it is compliant with 
all the related regulations, and its size is correct for the designed enclosure. 
This battery is certified with different standards, specially IEC62133 which 
1s specific for medical device purposes. It includes a short-circuit protection 
circuit and power is cut under 2.7 V to avoid malfunctioning of the battery 
and dangerous conditions. The working temperature range and the charging 
mode must be carefully considered since there exist some strict limitations: 
from 10 to 45°C when in charging mode and from 10 to 60°C when in dis- 
charging mode. 

The battery gauge is a device included in the system (see Figure 3.2) to 
provide information about the battery capacity and its state of charge, using 
internal processing algorithms. The device will send the information to the 
nRF microcontroller. 

The chosen battery gauge is the BQ27441DRZR-G1 from Texas 
Instruments. This device includes a patented embedded algorithm to estimate 
the battery capacity. This device has an 12C bus for configuration and infor- 
mation purposes. 

The temperature control of the battery is essential and mandatory for a 
medical device. Modes of charge not only depend on the phase of charge but 
also directly depend on the temperature. The used power charger (BQ51050B) 
is JEITA standard compliant and this implies a series of rules to charge the 
battery in a safe way: current and voltage limitations depending on the tem- 
perature (details are in Figure 3.5). Nevertheless, the battery manufacturer 
strongly recommends not to charge the battery over 45°C, and this is the 
reason why, in the redesign process, we do not allow the battery to charge 
over 45°C. 
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Table 3.2 Battery specifications. 


Name Lithium-ion polymer battery 

Voltage 3.7 V 

Capacity 1150 mAh 

Dimensions (L x W x T) mm 50 x 34 x 6.0 

Standard charge current 0.2/0.5C 

Maximum charge current 1A 

Open circuit voltage 3.7-3.9 V 

Cut off voltage 2.75/4.2 V 

Cycle life 500 times 

Appearance Without scratch, distortion, contamination , and 
leakage 

Certifications CE, RoHS Directive-compliant, UL, SGS, BIS, 


CB, IEC 62133 


Upper-Limit Charge Current 


Charge 
Current 


Upper-Limit Voltage: 4.25 V 
(4.2 V Typical) 


Charge 

Voltage 

No Charge No Charge 

' IL E M E o T4 i 
(10°C) Temperature (45°C) 


Figure 3.5 JEITA guidelines for charging Li-ion batteries (notebook applications). 


To implement the control of the battery temperature and according to 
the BQ51050B datasheet, the circuit of Figure 3.6 is used. It is necessary to 
calculate resistors R1 and R3 according to a specific range of temperatures 
and regarding a specific NTC. 

Following the equations on the BQ51050B datasheet, a thermistor 
with R, = 6.8 KQ and K = 4480, and using the application provided by the 
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Figure 3.6 Circuit to control the battery's temperature. Source: Texas Instruments. 


Table 3.3 LDO’s dropout voltage specification. 


Output current, T,= —40°C to 125°C Dropout voltage 
l mA 5 mV 

200 mA 133 mV 

300 mA 200 mV 


manufacturer to compute R, and R, (BQ5105XB NTC Calculator Tool, 
(SLUS629)), we determined the following values: R, = 400 and R, = 
10M Q. This way, the device allows the charge of the battery process from 
—0.58?C to 45.4°C, being the used thermistor an NT, Serie B57371V2, which 
is compatible with the Qi charger and the used battery. 

The chosen LDO is an LP3981IMM-3.3/NOPB from Texas Instruments, 
able to provide a maximum output current of 300 mA. This LDO has been 
chosen due to its ultra-low voltage dropout (to maximize battery capacity) 
(see Table 3.3). 

From current consumption measurements, it is possible to observe that 
the maximum current will be 200 mA and the voltage dropout will be around 
130 mV. This LDO has an Enable pin to turn the LDO regulator off. This pin 
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1s used to disconnect the ST microprocessor during some operation modes 
when the nRF performs the control and management of the system. 


3.3.3 The inertial sensors 


According to the specifications, the system will use two accelerometers: one 
connected to the nRF and the other to the ST. 

The chosen accelerometer is a LIS3DHTR from an STMicroelectronics 
manufacturer. This accelerometer has dynamically user-selectable full 
scales of +2G/+4G/+8G/+16G and is capable of measuring accelerations 
with output data rates from 1 Hz to 5.3 kHz. The self-test capability allows 
the user to check the functioning of the sensor in the final application. The 
device may be configured to generate interrupt signals using two indepen- 
dent inertial wake-up/free-fall events as well as by the position of the device 
itself. 

The LIS3DH has an integrated 32-level “first-in-first-out” (FIFO) buf- 
fer, allowing the user to store data to limit the intervention of the host pro- 
cessor. The LIS3DH is available in a small thin plastic land grid array (LGA) 
package and has a guaranteed operation over an extended temperature range 
(from -40°C to +85 °C). The internal embedded registers may be accessed 
through both the I2C and SPI serial interfaces. 

This flexibility and the rest of exhibited characteristics motivated the 
selection of this accelerometer for its use in this redesign: 


e The automatic detection of events and the ability to generate interrupts 
make it an ideal option for the functionality associated with the nRF 
microcontroller. 


e  Theoption of using a FIFO to store data autonomously, the great variety 
of selectable full scales, and the possible sampling frequencies make it 
an ideal option for the continuous data capture to be processed by the 
ST microprocessor. 


In addition, the possibility of using two different serial communication inter- 
faces (PC or SPI), allows us to use the most convenient one, depending on 
the data transfer requirements. 


3.3.4 The printed circuit board (PCB) 


The final version of the PCB is based on the design done for the REMPARK 
prototype. Several modifications were introduced to guarantee the correct 
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Figure 3.7 Antenna connection and isolation using vias connected to ground. 


functionality, reduce the production cost by setting a strict “design rules” 
requirement, and delete redundant or unused components. Some of the most 
relevant characteristics of the final industrialized PCB version are: 


e The board has two layers, top and bottom. All the components have 
been included in the top layer to cheapen the manufacturing process in 
series production. 


e All the power lines must have a width of 0.5 mm maximum and 0.2 mm 
minimum, while the signal lines cannot be wider than 0.3 mm and the 
preferred width is 0.2 mm. 


e Vias must be 0.55 mm width in diameter with a hole of 0.2 mm 
minimum. 


e Clearance between tracks must be 0.15 mm minimum. 


e Vias have a direct connection to obtain a better distribution of the cur- 
rent between the top and bottom layers. 


e The antenna must be isolated by a line of vias connected to the ground 
as the Bluetooth BLE requirements suggest (see Figure 3.7). 


Another aspect to take into consideration is the isolation of the critical and 
vulnerable zones in the PCB, such as the crystal clocks, which oscillate to 
several Mhz, since the design must secure the electromagnetic isolation to 
not interfere the general clocks of the microcontrollers. A specific ring has 
been included for the improvement of the clocks' performance, as can be seen 
in the Figure 3.8. 

The final PCB, as mentioned, has been organized into two layers, 
with all the components mounted in the top layer for making the assem- 
bly process cheaper. The shape of the PCB has been designed to cor- 
rectly fit and adapt to the enclosure, also providing enough space for 
the battery. Short connection wires are used between the PCB and the 
battery, the coil of the charger, and the membrane button. See the final 
aspect in Figure 3.9. 
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Figure 3.9 3D circuit model views. 


3.4 The STAT-ON™ Firmware 


As specified above, the STAT-ON™ architecture includes two different 
processors: 


e the nRF microcontroller for the general system control and wireless 
communication with the external user’s Smartphone device, and 


€ the ST microprocessor for acquiring data from the accelerometer and 
processing them in real-time for obtaining relevant information about 
the PD symptoms. 


The present section describes the implemented firmware for both processors, 
including, the implemented protocol for data transfer between both, when required. 


3.4.1 Firmware for the Nordic nRF51822 


The concrete Nordic microcontroller used is the nRF51822 (nRF). To imple- 
ment the required and scheduled functionality, it must manage a number of 
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modules (the human interface with the machine (HMI), the internal intercon- 
nection with the ST microprocessor, and the management of the Flash mem- 
ory...). An overview of the nRF-related modules is shown in Figure 3.10. 

A brief explanation of the purpose of each module is following: 


e RF: It is the block to manage wireless communication, which in this 
case it is Bluetooth low energy (BLE). 


e Buzzer: The buzzer is used for notifications and/or alarms to the user. 
e Vibrator: The vibrator is used for notifications and/or alarms to the user. 


e ST power management: The nRF is able to switch ON/OFF the ST 
microprocessor. This module is very useful for minimizing power 
consumption. 


e  STcommunication: À protocol for serial communication, using UART, 
between the two microcontrollers was developed from scratch. 


e  LIS3DH: For the management of the used accelerometer. 


e  Fuel-Gauge: This module provides the possibility to be aware of the 
battery level in a very precise way. 
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Figure 3.11 nRF firmware structure FSM. 


e Button: Provides the management of the mounted button. 
e RGB LED: Provides the management of an RGB LED. 
e FLASH: For the management of the Flash memory. 


3.4.1.1 Main structure of the nRF firmware 

The nRF firmware is implemented following the structure and organization 
of a typical Finite State Machine (FSM), as indicated in Figure 3.11, and 
according to the following functionality: 


Initialization Tasks Block 

This block is in charge of the correct initialization of all the peripherals in the 
system and the correct assignment of the initial values to the variables used 
in the program. The different tasks executed are: 


e Clock: It is to notify the nRF that a 32 MHz crystal is being 
used, start the external high-frequency crystal and wait for its 
stabilization. 
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Alarms: Selection of the default mode of the alarms (vibrator and two 
beeps). The counter’s variable for the number of beeps within an alarm 
is reset. 


GPIOs: Configuration of all the general-purpose input/output pins used 
in this application that are not configured on the particular initializa- 
tions’ blocks. 


ST interrupt pins: Interrupt and handling capabilities configuration of 
the pins used by the ST microprocessor to notify the nRF about new 
data or no more data. The interrupt is set every time one of these pins 
changes its state from low to high. 


Flags: Clear all the used flags. 


Data management: It resets the circular buffer used in the serial com- 
munication between ST and nRF microcontrollers. 


Timers create: Three different timers for the correct management of 
the Real Time Counter (RTC), the timeout of the serial communication, 
and the alarms are created. 


Buttons and LEDs: Initialization of the button and the RGB LED. 


BLE functions: All this functionality is provided by the manufacturer 
and the purpose of this task is to initialize the GATT table, the stack, 
and other parameters regarding the Bluetooth LE protocol and connec- 
tion parameters/states. 


Timer starts: Only the RTC timer is started. 


LIS3DH: Configuration, via the serial port I2C, of the accelerometer to 
generate an interrupt when movement is detected. 


Fuel-gauge: Configuration, via I2C, of the fuel-gauge device BQ24771 
for the used battery. 


FLASH: Initialization of the flash memory. 


Start advertising block 
Once the initialization process is finished, the device starts advertising via 
Bluetooth. This makes the device discoverable and connectable. 


Test mode block 
The program checks whether the device is in test mode (for technical issues) 
or in normal operation mode. 
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Pending tasks block 

This block is especially useful to avoid timeouts (mainly, during BLE con- 
nection or serial communication) while executing actions that may take a 
significant amount of time. The tasks that may be executed inside this block 
or function are discussed in the following points: 


Erase all data task 

When a “deleting all data” request is received from Bluetooth, the pend- 
ing tasks block waits until the entire Flash memory is completely erased. 
Therefore, no other task within this block is performed. If any other action 
is requested on the BLE service, the device notifies that is busy erasing the 
Flash and discards any request. While this task is being executed, the RGB 
LED is in blue color (without blinking). 


RTC interrupt task 

Several actions are systematically done every certain time and for correct 
synchronization, an RTC is used. This counter is incremented every second 
and is used for: 


e The correct management of the alarms: it checks whether the alarms 
have been configured via Bluetooth or if any alarm should trigger or is 
ongoing. 


e Battery level checking: Every 10 seconds the battery level is read from 
the fuel gauge. 


e Average current test: Every 10 seconds the current value is read from 
the fuel gauge. This value is used to know whether the device is in 
charging state or not. 


Additionally, every second the following conditions are checked: 
e LED blinking: 


o [f the device is connected to the Smartphone, the blue LED blinks 
every second. 


o [f the device is assessing symptoms, the green LED blinks every 
second. 


o If the battery is beyond 20%, the pink LED blinks every second. 


o [f the device doesn't have all the configuration parameters, the LED 
blinks white every second. Otherwise, the LED does not blink. 
Indicating that the device is in battery-saving mode. 
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Serial communication blocked: When movement has been detected and 
the ST has been powered, the nRF microcontroller expects new data 
every minute or the indication that it has no more data. If the ST is 
woken up but there hasn’t been any communication for 90 seconds, the 
ST is switched off. This feature has been implemented to avoid a limbo 
state. 


Data request — BLE task 
When the external Smartphone requests new data, the nRF transfers all the 
data from the Flash memory minute by minute. 


Serial communication messages task 

This task is responsible for the serial communications in the system. There are 
communications between the system and the App installed in the Smartphone 
for configuration purposes and internal communications between both 
microcontrollers. 


The date and time are sent to the device once the App is connected. Then, 
the flag indicating that there is a valid timestamp is set. Nevertheless, 
the timestamp will be sent only when the ST is switched on, and this 
happens only when movement is detected. It can be updated at any time 
and can be read by the App via BLE. 


The patient configuration parameters are sent after the date and time 
message. Some patient-specific parameters are required for the correct 
running of the algorithms. This information is sent and can be updated 
and read at any time by the App. 


The communication between both processors is very important and 
messages via the UART communication channel are shared: 


o Start recording data: The nRF microcontroller will transfer all the 
configuration parameters to the ST to start recording movement data 
and executing the algorithms. This is also used for checking that both 
microcontrollers have their timestamp correctly synchronized. 


o Transfer results: every minute, the ST will transfer the recoded data 
and results to the nRF, which is in charge of storing them in the inter- 
nal memory. 


o Other data transfers for debugging purposes (Error logs, time syn- 
chronization checking). 
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Save FLASH information task 

It is triggered every time new data has been received from the ST micropro- 
cessor and must be stored. This task updates also the Flash memory general 
information. 


Power management block 
When executing this block, the nRF microcontroller is entering in low power 
mode and waits for certain events to wake up. This functionality is provided 
by the manufacturer. 

The possible events for the wake-up condition are: 


e BLE events (message received, disconnection, timeout, etc.). 
e  LIS3DH's interrupt pin for movement detection. 

e Button pressed. 

e ST pin activation to notify that there's new data. 


e ST pin activation to notify that there's no more data to be stored and it 
is ready to be switched off. 


e  RTC timer interrupts, occurring every second. 


3.4.1.2 The Flash memory 

The Flash memory is used to store all the data provided by the ST micro- 
processor to the nRF microcontroller and, afterward, deliver it to the 
mobile App. The Flash memory has been mapped in several sectors as 
follows: 


e Sector 0: It contains general information (the address of the first empty 
slot to store new data and the address of the slot that will be delivered 
to the App when it would request it). Once data is requested, this last 
address is incremented. It also contains the current patient-specific con- 
figuration parameters. 


e Sector 1: License-related information. 


e Sectors 2-253: Data. This space is able to store data for nearly 1 year 
in a continuously saving data regime. 


e Sector 254: Alarms information. 


e Sector 255: Sector reserved for error logging and debugging 
purposes. 
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Once the nRF is powered up, it initializes the data structure on the Flash 
memory. This initialization involves: 


e Read and check the manufacturer ID, device ID memory interface type, 
and device ID density. 


e Read the first sector to update the patient-related information. 


3.4.1.3 The LIS3DH accelerometer 
Two specific layers (lis3dh_driver and nrf_LIS3DH) provide the program- 
ming and the proper interface with the LIS3DH accelerometer: 


The lis3dh_driver 

The manufacturer of this accelerometer provides a nearly complete driver. 
The programmer has to implement two functions: LIS3DH ReadReg and 
LIS3DH_WriteReg. These are microcontroller dependent and are imple- 
mented in the following nrf_LIS3DH file. The functions allowing the setting 
of the internal registers ACT_THS and ACT_DUR have been specifically 
implemented since they were not included in the driver. 


The nrf_LIS3DH file 

This file provides the initialization, configuration of the LIS3DH, and inter- 
face pins. Given that the purpose of this accelerometer is to detect movement 
and notify the nRF, it is set in low-power mode and low-frequency measure- 
ments (10 Hz). Regarding the full scale, it is set at 8G. 

Detecting movement is the main function of this accelerometer. To 
decide if there is movement or not, a threshold of 0.04G has been established 
with a duration of two consecutive readings. When movement is detected, the 
INTI pin is set. 

This driver also contains the functions that will be used in the test 
of the accelerometer, involving a new configuration and reading of new 
measurements. 


3.4.1.4 The management of the ST microprocessor 

The nRF microcontroller is in charge of the ST microprocessor management. 
Given the complexity, the communication between both processors is dif- 
ferent from other peripherals. The management is done through two specific 
functions: ST power management and ST serial communication. 


ST power management 
The nRF can enable the pin in the LDO that supplies the power to the ST 
(see Figure 3.3). Since the ST is switched off by default, to reduce power 
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consumption, it is only awakened whenever the nRF-associated accelerome- 
ter detects movement. 

Once awaken, it starts the communication between the ST and the nRF. 
After a while, when the ST sets a certain pin high to indicate that there is no 
more movement, the nRF cuts the supply of the ST. If by, any chance, the 
communication gets stuck for over 90 seconds, the ST is switched off. 


ST communication management 

A module that implements the protocol designed for this application has been 
developed from scratch. To avoid unnecessary data, the ST will not be awak- 
ened until the device has had the timestamp updated at least once and the 
patient leg length’s value is set. In addition, if the device is being synchro- 
nized or charged, it will stop assessing symptoms. 


3.4.1.5 Alarms 
The alarms module allows the user to implement an alarm using three 
parameters: 


e Mode: Use the buzzer, the vibrator, or both. 
€ Beeps: Select the number of beeps. 
e  Millis: Duration of the beeps and the silent period in between the beeps. 


The alarm configuration by default is Buzzer, two beeps, and a duration of 
150 ms. The alarms are triggered once an alarm matches the timestamp and 
only are executed once. 


3.4.1.6 Fuel gauge 

To control the battery status, the BQ27441 fuel gauge has been used, and the 
necessary interface software has been developed (files bq27441 driver and 
bq27441_fuelgauge). The first contains the functions that deploy the com- 
mands, protocol, and timings necessary to interface the BQ27441 and the 
other one contains the initialization of the BQ27441 and its configuration 
according to the battery used. 

To track the battery level, it is requested by the BQ27441 every 10 sec- 
onds. If the battery level has changed, the Smartphone (if it is connected and 
notifications are enabled) is notified. On the other hand, every 10 seconds the 
average current is read from the BQ27441. This value is used to be aware that 
the device is being charged and therefore the ST can be switched off. 


3.4.1.7 Bluetooth protocol 
This device has four services implemented for the correct management of 
Bluetooth BLE: the Generic Access Service (generic information about the 
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Figure 3.12 ST firmware code architecture. 


device), the Generic Attribute Service (defines the GATT hierarchical data 
structure, the one used on BLE devices), the BAS service (the battery service 
to monitor its status) and the H4P (holter-for-parkinson) service, designed 
from scratch to accommodate the nRF to the needs of the new sensor. 


3.4.2 Firmware for the STM32F415RGT6 


The firmware for the ST microprocessor includes many of the algorithms 
already developed for the prototype obtained in the REMPARK project and 
have been refined according to the new structure. So, the main objective was 
to adapt them to the newly redesigned hardware and allow them to share 
algorithm results with the rest of the system (nRF microcontroller). 

The firmware updating consists of adding a serial communication port 
to transmit processed data to the nRF and developing a driver for the newly 
used accelerometer (LISD3H). 


3.4.2.1 Firmware code architecture 
The ST firmware code architecture is organized into three different layers, as 
it is presented in Figure 3.12. 


e  Theapplication layer is responsible for the execution of the final user 
actions. All of the actions executed in this layer shall not depend on 
peripheral configuration or data adaptation. 
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e The abstraction layer is used to adapt the information from low-level 
layers to the application layer. In this layer, a specific device setup and 
data adaptation are performed. 


e The low-level layer is very dependent on the specific hardware used. 
Each action relies directly on the different peripherals used. 


3.4.2.2 Code modules 

A code module is a piece of source code focused on the implementation of 
certain defined functionalities. The ST firmware includes a number of them. 
Some modules were designed from scratch, but some others were adapted 
from the manufacturer’s library: 


e Driver I2C: it handles the I2C peripheral in the system, allowing 
access to the accelerometer device lis3dh. 


e Driver serial: it provides communication with the nRF microcontrol- 
ler using the USART peripheral. 


e Serial fsm: this module implements the defined communication proto- 
col between ST and nRF processors. 


e lis3dh user: this module abstracts the use of the vendor accelerometer 
library to the application. 


e User functions: this is a set of functions used at the application level 
to handle all the actions that interact with the lower layers. These func- 
tions involve, for example, the SD read/write actions, the serial commu- 
nication, or the accelerometer data acquisition. 


3.5 Device Mechanical Design 


The enclosure of the product is one of the most important elements and 
requires careful consideration of its design. Some generally considered char- 
acteristics are: it must offer a friendly image, must have a discreet color, and 
must be usable. 

Additionally, it must guarantee robustness against shocks, the enclosure 
must protect the internal circuitry against dust and water to comply with the 
IP65 standard. Moreover, as it has been discussed, it must offer solutions to 
be able to interact with the user by means of a button. 

The sensor will have two multicolor LEDs to indicate the device's 
state. The main specifications defined for the STAT-ON™ case are 
described in Table 3.4. In these specifications, the characteristics of the 
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Table 3.4 Electromechanical requirements. 


Casing 
TAG Component Requirements definition Required design 
1 Case Overall dimension - 90 x 63 x 
Depth x width x heigh 21.5 mm 
IP 65 65 
Material — ABS 
IK 07 09 
2 Battery Load/charge 1 Ah 
Overall dimensions 53x35x5 
3 Push button Usage Resistive 
keypad 
6 Buzzer Overall dimensions (mm) @10 x 3 OK 
7 Vibrator Overall dimensions (mm) 10x10x 12 OK 
8 Coil Overall dimensions (mm) 30 x 30x 1 OK 
9 PCB board Overall dimensions (mm) 73 x 51,25 x 1.65 OK 
10 Intermediate Ensure IP IP 65 
ring 
11 Threaded Ensure well joint 
insert 


electromechanical components, assembled in the custom plastic casing, are 
defined. 

One of the main items to consider in the mechanical design of the plas- 
tic casing is the degree of protection against dust and water intrusion. For 
STAT-ON™: the level is IP65 (see Table 3.5). 


3.5.1 Components selection 


According to the already defined requirements, the electromechanical com- 
ponents were defined as part of the redesign process. In concrete, the resistive 
keypad, the sealing strip, the ironmongery/inserts, and the complete housing 
were specified. 


3.5.1.1 The resistive keypad 

For the resistive keypad selection, a test with different users was carried out. 
Finally, the keypad with 230 um of the gap was selected. For the adhesive 
paste, a stronger material has been used to guarantee the tightness of the 
enclosure according to the IP65 regulation. The membrane is done from 
polyester (0.15 mm) and the size is 80 x 13 mm’. Figure 3.13 shows the 
details and the shape. 
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Table3.5 The IP code for STAT-ON™ is IP65. 


IP 65 First digit — Protection against solids IP Second digit — Protection against water 


A round body, 1.0 360° A water jet directed 
ae Eg = 
mm in diameter, (| at the enclosure from 
must not be able duy 360° any direction must 
to penetrate. not have any harmful 
effects. 


Polyester Autotex FINE 150u 


Polyester HT - 5 1254 


with adhesive backing 


Adhesive 7956 1501 


Figure 3.13 View of resistive keypad. 


3.5.1.2 The sealing strip 

The sealing strip must guarantee that the device is waterproof. The design 
of the sealing strip must fit the groove constructed in the enclosure for this 
purpose. 

A total of five materials were tested for massive production. Two of 
them were made of tough silicone and were directly rejected since the enclo- 
sure was deformed when screws were inserted. The remaining three materi- 
als were: Bisco BF-1000 (white), Bisco HT-800 (black), and Bisco HT-840 
(grey). The last one was also tested with glue on one of the sides for better 
fixation. Technicians found out that the assembly of the sealing strip with 
glue was uncomfortable and several times had to remove it from the enclo- 
sure since it stuck to the walls of the enclosure. 


66 The STAT-ON™ Industrialization Pathway 


BxRI. 


Figure 3.14 Sealing strip shape and dimensions. 


Different waterproof tests were performed. Although the three mate- 
rials worked fine, the most reliable was Bisco HT-840. See Figure 3.14 for 
shape details. 


3.5.1.3 Ironmongery - Inserts 

A heat installation insert was selected due to the fact that it ensures a longer 
useful life than the press insertion models. The selected model is used to 
increase resistance to torque. See Figure 3.15 for insert performance details 
and Table 3.6 for the details on inserts. 


3.5.1.4 Housing design 
With all the selected components, the housing was designed, consisting of 
two parts. See the initial design idea in Figure 3.16. 

The main component of the enclosure is the thermoplastic polymer, 
called Acrylonitrile Butadiene Styrene (ABS) since it has good mechanical 
and impact strength, combined with ease of processing (reducing the injec- 
tion costs). 

This material is operable with a wide range of temperatures (-20*C until 
80°C), more than enough for the purpose of this case. The wall thickness 
that is possible to obtain, depending on the manufacturing process finally 
decided, has been taken into consideration (» 1 mm if a silicone mold is used 
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Resistance to Torque Illustration 


. Torque 
— ux Bolt ø 


u = Coefficient of Friction = 0.2 


Figure 3.15 Insert performance. 


Table 3.6 Inserts parameters. 


INSERTS Heat Installation 


Manufacturer/Supplier Spirol 
Model INS 29/M2,5 
Reference 150924 


Metric size (mm) 2.5 
A (mm) 4.7 
P (mm) 3.9 
Recommended hole (mm) 4 


L (mm) 33 
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Figure 3.16 Designed housing. Initial design. 


or between 1.143 and 3.556 mm if we decide on the option of injected 
ABS). 

The final industrial design of the housing is shown in Figures 3.17 and 
3.18. The surface of the device enclosure was designed, in one of its first 
prototypes, totally smooth. However, it has been proved that this surface type 
caused scratches very easily. In addition, the continuous use of the device 
fouled the surface in contrast to the white color resulting in a degraded image 
of the sensor. For that reason, a matt surface and a darker white color were 
finally decided. 


3.5.2 Enclosure industrialization 


In the previous section, the complete design of the STAT-ON™ enclosure 
has been presented, and is ready for industrial production. The plan was to 
produce several series in an aluminum mold. 

Adjusting of the thickness of the plastic walls is very important to avoid 
problems coming from the extraction of the enclosure from the mold and the 
possible sudden and aggressive changes of temperatures that could severely 
affect the shape of the case. 

Figure 3.19 shows the final enclosure, ready for its industrialization, 
with the final measurements. It is interesting to note that the final shape of the 
enclosure was maintained after the satisfactory results obtained in a usability 
test. 

The thickness of the wall must be as uniform as possible. The part of the 
screws had a solid area of plastic that had to be redesigned from the original 
design, to remove the plastic without affecting the structure of the enclosure. 
Figure 3.20 shows the details of the parts allocating the screws. 
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Figure 3.17 Housing overall dimensions. 


It has also been selected key points to eject the plastic of the mold with 
the aim of not generating irregularities on the shape of the case in the ejection 
phase. Figure 3.21 shows the points of ejection of the case. 

Figure 3.22 shows the final industrialized enclosure for STAT-ON™ 
commercialized device. 


3.5.3 The belt 


A belt is necessary to fix the STAT-ON™ in its correct position, in the waist, 
and slightly displaced to the left. The belt must have a pocket for an easy 
insertion of the device giving access to the top bouton for its pressing, when 
necessary, with a velcro tap for easy fixation. 

The belt is made of Polyester (94%) and elastane (6%). Its fabric allows 
a complete adjustment to the body while being comfortable. A hook and loop 
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Figure 3.18 View of the different parts forming the complete housing. 


Figure 3.19 General measurements of the box. 
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Figure 3.20 Bottom view of the enclosure showing the part of the screws. 


Figure 3.21 Ejection points. 
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Figure 3.22 Final industrialized enclosure of the STAT-ON™ device. 


fastener is used to fasten the belt securely. The belt has passed the Oeko- 
Tex& Standard 100 tests, guaranteeing the safety of the textile and the per- 
fect compatibility with the skin. The belt can be worn directly on the skin or 
above a t-shirt. Figure 3.23 shows the final industrialized belt. 


3.5.4 Packaging and labeling 


To commercialize and ship correctly the STAT-ON'M, a specific package, 
containing the sensor, has been designed. The accompanying belt is pack- 
aged in a specific separated bag, since in this way, is easier to serve a sensor 
accompanied by several belts to a given customer. 

The package has been specifically designed to fit the sensor and be 
optimal with the space for shipping. The design consists of three pieces 
(Figure 3.24): 


e Base: one model open size 25.5 x 32 cm in Inverkote Mat paper of 350 g 
in 440 inks. Matte laminate on one side. Self-assembling die cut. 
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Figure 3.23 The belt. 


e Band: one model open size 29.5 x 12.4 cm in Inverkote Mat paper of 
300 g in 4+0 inks. Matte laminate on one side. Split + apply adhesive 
tape to one end and close. 


e Nest: one model open size 19 x 16.8 cm in Inverkote Mat paper of 350 g 
in 4+0 inks. Matte laminate on one side. Die-cut with hole for sensor (to 
be inclined) and adhesive inside the base. 


Figure 3.25 shows the aspect of the assembled packaging, ready for distribu- 
tion. The package’s total weight is 330 g and it has an eco-solvent print with 
matte polypropylene. 

The sensor labeling must be according to the medical device regulation 
and contain the required data. Figure 3.26 shows the label for the STAT-ON™ 
in the left side and the device with its label on the right. 


3.5.5 Battery charging system 


The charge of the STAT-ON™ battery is done wirelessly and for this opera- 
tion, a standard wireless base charger was selected, with the following main 
features (Figure 3.27): 


€  Qiccertified charging pad, 

e stylish and portable design 

e compatible with any Qi-enabled smartphone or device 
e including Micro-USB to USB-A cable, and 

e requires 2A. 


The accompanying AC charger is the GSM12E05-USB, a medical AC char- 
ger that is compatible with any charger base with the presented features. 
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Figure 3.24 The STAT-ON™ packaging. 
The AC charger can be used at home since it is compliant with the EN/ 


EN60601-1/ EN/EN60601-1-11. 


3.6 Certification and Characteristics 


The industrialized and produced final device is presented with the features 
specified in Table 3.7, and is certified under the standards indicated in Table 3.8: 
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Figure 3.25 Assembled packaging ready to go. 


STAT-ON 


Device aimed to the register the activity and 
motor symptoms in patients with Parkinson's 
Disease. 


SENSEACARE, S.L. MMYYYY 


C/ Tirso de Molina 36, Office 18, 08940, Cornellá 
del Llobregat, Barcelona (Spain) 


A ua E C€ 


NB0051 


Figure 3.26 The STAT-ON™ labeling. 
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4.6" [Ti.6cm 


Figure 3.27 Charging pad aspect and dimensions. 


3.7 Conclusions 


The present chapter presented the complete redesign and industrialization 
process of the prototype developed in the frame of the REMPARK project 
[1]. enabling the embedding of the complete developed algorithmic set, based 
on machine learning techniques. 

The achieved product is STAT-ON™, a medical device Class IIa, able 
to act as a Holter for Parkinson's Disease, detecting and measuring, in real 
time, the motor symptoms associated with PD [5,6]. 

The redesign process of the device was based on the knowledge achieved 
on the REMPARK’s prototype, but also considering that the device has to be 
assembled by a third party and must be manufactured in a series of hundreds 
of units when commercialized. 

The cost of the manufacturing process and compliance with the regula- 
tory standards are crucial challenges. In concrete, the mentioned PARK-IT2 
project had a whole work package focused on industrialization, covering the 
certification and the redesign process of the device. 

Very demanding specifications were raised from the redesign of the 
hardware to the mechanical design with the objective that the REMPARK 
prototype could reach the market. The change in data flow and the new user 
interface were major technical challenges. Throughout the process, efforts 
were made to follow the highest quality standards, and multiple tests were 
carried out, which in many cases forced long redesign processes. For these 
reasons, the industrialization stage of the sensor lasted for a long time of 
work in the different lines of the design. But all this work was worth it and 
STAT-ON™ was born, a sensor that, from a technical point of view, repre- 
sented a great advance compared to previous models and the competitive 
landscape surrounding STAT-ON™, both in performance and in reliability 
and hardness. 
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Table 3.7 STAT-ON™ characteristics. 


Communications 


TI 


Bluetooth specification 
Bluetooth bandwidth 
Wireless charging standard 
Wireless charging bandwidth 
Electrical features 

Power supply (charger) 


Bluetooth 4.0 (Bluetooth Low Energy) 
2,4 GHz 

WPC v1.1 Qi Industry Standard 
100-205 kHz 


100-240 Vac, 0.3-0.6 A, 50-60 Hz 


Battery: type Lithium polymer 
Battery: capacity 1100 mAh 
Battery: charging time «6h 
Battery: maximum charging current 500 mA 
Battery: maximum discharge current (peak) 135 mA 
Average consumption (normal use) 2.5 mA 
Physical features 

Height 62,5 mm 
Width 90 mm 
Depth 21,20 mm 
Weight 86g 


Enclosure material 


ABS-FR(17) UL94, UV Protection White 
- Matte 


Environment specifications 


Temperature operation range 
Temperature in charging conditions 
Storing conditions 


Atmospheric pressure conditions 


From 0°C to 40°C 

From 0°C to 40°C 

The system must be stored at a temperature 
close to 20°C and with batteries charged 
about 30% to 50% of capacity. 

We recommend relative humidity storage 
from 45 to 85%. 

We recommend that batteries be charged 
about every half year to prevent over 
discharge. 


Directly heat cell body is strictly prohibited. 


Battery may be damaged by heat above 
100*C. 
700 hPa to 1060 hPa 


Certification 


Protection against and dust and water 
Battery in medical use 

Design, fabrication, and commercialization 
of industrial electronic controls. 

Medical quality management system 

and medical devices sales, development, 
manufacturing, delivery and maintenance 


including related services 
Medical device certification 


IP65 
IEC62133 
ISO 9001:2015 


ISO 13485:2016 


CE Marked number: 0051 


Table 3.8 Standards affecting STAT-ON™. 


Standard 


Harmonized Application 


EN 1041:2008 

Information supplied by the manufacturer of medical 
devices 

EN 15223-1:2016 

Symbols for use in the labelling of medical devices 

EN ISO 60601-1:2006/A1:2013 

Medical electrical equipment. Part 1: General 
requirements for basic safety and essential performance. 
EN ISO 60601-1-2:2015 

Medical electrical equipment. Parts 1-2: General 
requirements for basic safety and essential performance. 
Collateral standard: Electromagnetic compatibility. 
Requirements and tests. 

EN 60601-1-6:2010 

Medical electrical equipment. Parts 1-6: General 
requirements for basic safety and essential performance. 
Collateral standard: Usability 

EN 60601-1-11:2010 

Medical electrical equipment. Parts 1-11: General 
requirements for basic safety and essential performance. 
Collateral Standard: Requirements for medical electrical 
equipment and medical electrical systems used in the 
home healthcare environment 

EN 62304:2006+/AC:2008 

Medical device software. Software life cycle processes. 
EN ISO 14971:2012 

Medical devices. Application of risk management to 
medical devices 

EN 80002-1:2009 

Medical devices software. Guidance on application of 
ISO 14971 to medical device software 


YES 


YES 


YES 


YES 


YES 


NO 


YES 


YES 


NO 


Used to establish the information needed for product use and 
general aspects of the presentation of information 


Used to set the appearance of graphical symbols included in 
the labelling of our product. 

Used for establishing the basic safety and essential 
performance. Date of cessation of conformity for previous ed. 


31.12.2017 
Used for establishing the safety and functionality EMC 
requirements 


Used for establishing usability requirements for medical 
electrical equipment 


Se utiliza para establecer los requisitos y las pruebas para el 
dispositivo como equipo eléctrico médico y sistemas médicos 
eléctricos utilizados en el entorno de atención médica 
domiciliaria. 


Used for establishing the life-cycle of software 


Used for establishing the risk management process for the 
product 


Used for establishing the risk management process for the 
software 


ÁDMYIDA UONDZDLLISNPUT wiNO-LVLS PUL 8L 


10 


11 


12 


13 


14 


15 


16 


17 


18 


19 


20 


EN ISO 62366:2008 

Medical devices. Application of usability engineering to 
medical devices 

MEDDEV 2.7.1 (2016) 

Clinical Evaluation Clinical Evaluation — A guide for 
manufacturers and notified bodies 

EN ISO 14155:2011 

Clinical investigation of medical devices for human 
subjects. General requirements 

EN 62353:2014 

Medical electrical equipment — Recurrent test and test 
after repair of medical electrical equipment. 

RED 2014/53/EU 

The Radio Equipment Directive 

ETSI EN 300 328 V2.1.1 

Harmonized Standard covering the essential requirements 
of article 3.2 of Directive 2014/53/EU 

ETSI EN 301 489-1 V2.2.0 

Article 3.1b Directive 2014/53/EU - RED 

ETSI EN 301 489-3 V2.1.1 

Article 3.1b Directive 2014/53/EU - RED 


ETSI EN 301 489-17 V3.2.0 
Article 3.1b Directive 2014/53/EU - RED 


ETSI EN 303 417 V1.1.1 

Wireless power transmission systems 

Harmonized Standard covering the essential requirements 
of article 3.2 of Directive 2014/53/EU 

EN 60601-1-11:2015 

Medical electrical equipment. Parts 1-11: General 
requirements for basic safety and essential performance. 
Collateral Standard: Requirements for medical electrical 
equipment and medical electrical systems used in the 
home healthcare environment 


YES 


NO 


YES 


NO 


YES 


YES 


NO 


NO 


NO 


NO 


NO 


Used to minimize use-errors 


Guidance for device Clinical Evaluation 


Applies only Chapter 4 and recommendations for the review 
of data and medical and scientific information published/ 
available as Annex A. 

Used for establishing the test after repair and preventive 
maintenance plans 


Used for establishing the radio Equipment requirements 


Wide Band Data Transmission equipment standard. 


ElectroMagnetic Compatibility (EMC) standard for radio 
equipment and services; Part 1: Common technical requirements; 
ElectroMagnetic Compatibility (EMC) standard for radio 
equipment and services; Part 3: Specific conditions for Short- 
Range Devices (SRD) 

ElectroMagnetic Compatibility (EMC) standard for radio 
equipment and services; Part 17: Specific conditions for 
Broadband Data Transmission Systems; 

Wireless power transmission systems, using technologies 
other than radio frequency beam, in the 19-21 kHz, 59-61 
kHz, 79-90 kHz, 100-300 kHz, 6765-6795 kHz ranges; 


It is used to establish the requirements and tests for the device 
such as medical electrical equipment and electrical medical 
systems used in home environments. 


suoisnjouo? /'£ 
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Abstract 


This chapter describes the complete regulatory process followed by STAT-ON™ 
product to comply with the actual European regulation. A complete idea of 
the steps to be followed, the associated estimated timing, and the material to 
be considered and prepared are presented. A complete discussion about the 
Quality Management System of the manufacturing company is also discussed. 


4.1 Introduction 


The regulatory process is one of the most important challenges that a manu- 
facturer of medical devices must face. This process, which is costly and long, 
is essential and mandatory for maintaining the safety of patients whatsoever 
the field is being treated. In this chapter, we treat the main points and the 
pathway for achieving a medical device certificate for the European market 
based on the experience obtained in STAT-ON'M, 


4.1.1 Definition of a medical device 


According to the Official Journal of the European Union (OJEU), where the 
regulations about medical devices are published, a medical device is defined as: 


“...any instrument, apparatus, appliance, software, implant, 
reagent, material or other article intended by the manufacturer 
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to be used, alone or in combination, for human beings for one or 
more of the following specific medical purposes: 


e diagnosis, prevention, monitoring, prediction, prognosis, 
treatment or alleviation of disease, 


e diagnosis, monitoring, treatment, alleviation of, or com- 
pensation for, an injury or disability, 


e investigation, replacement or modification of the anatomy 
or of a physiological or pathological process or State, 


e providing information by means of in vitro examination of 
specimens derived from the human body, including organ, 
blood and tissue donations, 


and which does not achieve its principal intended action by phar- 
macological, immunological or metabolic means, in or on the 
human body, but which may be assisted in its function by such 
means." 


Given the importance ofthis statement, medical devices need to be controlled 
and regulated by strict rules in order to provide rigorous measurements that 
are applied in the field of health for several purposes. 

Medical devices can be classified depending on the risk concerning the 
patient in several classes: class I (low risk), class IIa (medium risk), class IIb 
(medium/high risk), and ending with class III (high risk). Usually, the spe- 
cific classification of a medical device must be done by an externally certified 
notified body, except for class I devices. 


4.1.2 Directive MDD93/42 and the regulation MDR2017/745 


In the recent past, since 1993, medical devices have been regulated under 
the Council Directive 93/42/EEC of June 14, 1993 (MDD93/42). This direc- 
tive intended to harmonize the laws relating to medical devices within the 
European Union. However, medical devices have changed and progressed 
significantly, and several manufacturers demanded new regulations, notified 
bodies, and users of medical devices. 

Since 2017, the new regulation MDR 2017/745 [1] on medical devices 
has prevailed in Europe, which derogates the MDD93/42/EEC. At the same 
time, the regulation set a 3-year moratorium after the date of entry into 
force, during which those devices certified under the previous regulation 
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continued to be valid. Due to the pandemic, this moratorium was extended 
until May 2021, the date from which a mandatory adaptation to the new reg- 
ulatory framework is required. 

According to the Legislative Act, the new regulation (MDR2017/745): 


“...aims to ensure the smooth functioning of the internal market 
as regards medical devices, taking as a base a high level of pro- 
tection of health for patients and users, and taking into account 
the small- and medium-sized enterprises that are active in this 
sector. At the same time, this Regulation sets high standards of 
quality and safety for medical devices in order to meet common 
safety concerns as regards such products. Both objectives are 
being pursued simultaneously and are inseparably linked whilst 
one not being secondary to the other. As regards Article 114 of the 
Treaty on the Functioning of the European Union (TFEU), this 
Regulation harmonises the rules for the placing on the market and 
putting into service of medical devices and their accessories on 
the Union market thus allowing them to benefit from the principle 
of free movement of goods.” 


In other words, the new regulation improves the EU market functioning, 
ensuring safety for users and patients, and sets standards for the new qual- 
ity management system, which empowers the companies to work with their 
products in the market. 

Due to the moratorium application, Europe is living in a curious and 
exceptional situation since all manufacturers must adapt their medical 
devices. This has complicated the processes and logistics of the European 
Notified Bodies and manufacturers to accommodate their devices to the 
MDR 2017/745. 

This, along with the Brexit situation, has made the manufacturers to 
also adapt their medical devices to the British authorities’ requirements 
for obtaining the new UKCA certificate. This scenario has provoked a 
serious saturation in the notified bodies’ activity, prolonging the periods 
to achieve a medical device certificate. Due to this situation, the period to 
certify a medical device can easily be | to 2 years. 

It must be noted that STAT-ON™ is a medical device, class IIa, certi- 
fied according to directive 93/42/EEC, that requires an adaptation to the new 
regulation. This process must be done before May 2024 to comply with the 
MDR 2017/745. 
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Figure 4.1 Main processes and steps for achieving the EC certificate. 


4.1.3 The regulation processes 


The regulation processes involved in the regulatory frame (for both the 
directive 93/42/EEC and the MDR 2017/745) are, in essence, very similar 
and are described hereafter. It must be noted that these processes affect the 
STAT-ON™ certification. 

In order to achieve the EC Certificate and the Declaration of Conformity 
of the product, there are three main steps that any manufacturer has to follow: 


e the manufacturer's license. 
e  thetechnical documentation. 
e the quality management system. 


The manufacturer’s license is provided by the National Agency of Medicines 
and Medical Devices, after an audit that includes the procedures, the man- 
ufacturing process, and the people that are in charge of each process. This 
manufacturer’s license is essential given that it enables the manufacturer to 
manufacture the medical device through an official agency and is also man- 
datory for the documentary audit to be done by the notified body. 

The technical documentation and the quality management system are 
documents that gather all the necessary references for the preparatory inter- 
nal audit permitting the audit done by the notified body. All these documents 
refer to the product and the company that manufactures and places the device 
in the market. A scheme of the processes and steps is shown in Figure 4.1. 

The generation of all the mentioned documentation can take a long time 
(sometimes from 6 to 9 months), and the audit for the manufacturer’s license 
done by the national agency of medical devices can take time as well (around 
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STAT-ON™ manufactured by Sense4Care 


2 months 


3-4 months 


9 months 


2 months 


6-9 months 


Figure 4.2 Whole detailed diagram process for achieving the EC Certificate. 


two months since this is requested could be a good estimation). The audit 
to be done by the notified body can take extra time (one year is a good esti- 
mation, given that there are many documents to prepare). Finally, a review 
and a face-to-face audit process are required. These estimated times can be 
extended given the crowded scenario that notified bodies are facing. The 
European Commission has considered extending the adaptation of the medi- 
cal devices from May 2024 to the year 2028 with conditions for manufactur- 
ers such as a rigorous commitment to adapt the medical device to the MDR. 

In the case of the STAT-ON™, two days and a half were needed for 
the notified body audit. Before this process, a regulatory expert company 
also performed an internal audit of the manufacturer and the company that 
places the device in the market. It must be considered that the manufacturer 
can subcontract a specialized company in soldering, board production, and 
assembly procedures, which is the case of STAT-ON™. This company is also 
under strict rules and quality requirements. In this specific case, the company 
must comply with ISO13485 for manufacturing medical devices. 

The complete process is depicted in Figure 4.2, where the presented 
timing is estimated. The time and delay strongly depend on the notified 
body’s activity saturation and the manufacturer’s ability to generate the com- 
plete requested documentation. 
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Figure 4.3 Manufacturer's license documentation. 


Each one of the procedures is described in the next sections. In Section 2, 
it is summarized the manufacturer’s license process. In Section 3, it is briefly 
described the content of the technical documentation, and in Section 4, the 
quality management system is presented. 


4.2 The Manufacturer’s License 


The manufacturer’s license is the necessary first step in the certification pro- 
cess that enables a manufacturer to place a medical device in the market. The 
manufacture’s license is provided by each country’s national agency of med- 
icines and medical devices. In the case of Spain, it is driven by the Spanish 
Agency of Medicines and Medical Devices (AEMPS). 

The complete list of the documentation to be prepared by the manu- 
facturer company is in Figure 4.3, and some additional details are given in 
the following text. The requested documents are some of the documents that 
must be included in the quality management system (QMS) (see Section 4). 
Thus, when the QMS is performed, the manufacturer’s license documents are 
implicit within the QMS. 
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The preliminary action to be performed is to request the national agency 
to start the manufacturer's license process, and it is necessary to elaborate 
and prepare a list of documents that are mainly related to the description of 
the manufacturer company: the description of the involved personnel, details 
about the contracts and agreements with subcontractors, information about 
the plants, the description of the procedures and controls in the company, 
details on the manufacturing processes, the complete organization and organ- 
igram of the company, etc. 

The national agency (the AEMPS in the case of Spain) performs a doc- 
umentary audit of these documents and also a face-to-face audit in the facili- 
ties of the manufacturer or in the facilities of the manufacturing process. 

The manufacturer's license is valid for 5 years and must be renewed and 
audited once the expiration date arrives. Usually, the face-to-face audit takes 
no more than one day. It consists of an initial meeting, a visit to the subcon- 
tractor facilities (1f any), a documentary review (related to the manufacturer 
and the subcontractor) of aspects related to the subcontractor, and the final 
reading and signing of the inspection report. 

During the meeting, many points and aspects are checked and reviewed. 
Among them: 


e Some specific aspects of the software (installation, validation proto- 
col, etc.). 


e Surveillance system, notification, and evaluation of adverse events. 


e Work instructions in case of incidents and nonconformities treatment 
procedures. 


e Procedures in case of a market product withdrawal. 
e Company organigram and technical manager responsibilities. 


e Manufacturing procedure, installation, and maintenance. Risk analysis 
management report. 


e Design and control change procedure. 


e Identification, traceability, and inspection state of the products 
procedure. 


e Documents file system procedure (contract with subcontractors, fabri- 
cation order, product label model, providers follow-up, etc.) 


An inspection is also performed on the subcontractor to check if they 
comply with ISO13485 (for manufacturing medical devices). However, 
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this inspection is not mandatory 1f the subcontractor owns the ISO 13485 
certification. 

If this inspection must be done, all the manufacturing processes are 
inspected and all the documents assigned to each manufacturing machinery 
are checked, as the ISO13485 indicates. The auditor can request additional 
documents from the subcontractor (packaging methods and instructions, cal- 
ibration of the equipment, calibration plan, calibration certificates, machines” 
maintenance, etc.) 

The estimated required timing is indicated in Figure 4.2; the generation 
of all the documents and the final audit can take from 8 to 12 months (6-9 
months to generate the documents and 2-3 months to perform the audit pro- 
cess). If the procedure is successful, the certification, with a validity of five 
years, is provided to the company at the end of the audit. This certification is 
mandatory in the final audit performed by the notified body. 


4.3 The Technical Documentation 


The technical documentation is an important part of the regulatory process. 
In essence, it is a complete set of technical information about the medical 
device, comprising: 


e The specification of its components: all the schemes, graphics, manu- 
als, industrial design plans, codes, etc. 


e The laboratory tests performed and succeeded, including their 
certification. 


The technical documentation also includes the risk management file, the label- 
ing, the required user manual of the device, and the clinical evaluation, including 
usability, endorsement by experts, and state-of-the-art. Finally, a commercial 
part for surveillance of the device after commercializing is also incorporated, 
along with the declaration of conformity and the final certification. 

This block of documents is very extensive but provides all the details 
of the device aligned with the main technical standard IEC60601-1 for med- 
ical devices. The technical documentation structure can be divided into three 
main blocks: summary, detailed documentation, device modifications, and 
follow-up (see Figure 4.4). 


4.3.1 Part A: The summary 


Part A of the technical documentation contains the main information of the 
medical device, synthesized in a single document for a better and quicker 


4.3 The Technical Documentation 89 


Part A. The summary. 


Part B. Detailed documentation 


Schematics and layouts. 
Mechanical design 

Manuals and datasheet 
IEC60601-1 laboratory tests 
Validation of software and 
firmware 

Risk management 

Evaluation (clinical, usability...) 
Others 


Part C. Device modifications and 
updates. 


Figure 4.4 Structure of the technical documentation. 


understanding (its classification, the purpose of use, contact information, the 
brief information of the manufacturing process and subcontractors, and how 
the company will deal with postmarketing surveillance). 

This document is a guide for the auditors and is crucial for the manu- 
facturer. The document is structured according to the detailed documentation 
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(part B) listed in Figure 4.4. Additionally, it must contain information about 
the manufacturer, a scope and device description, a product specification, and 
an analysis of similar devices on the market. The complete list of documents 
is in the next section when Part B is presented. 


4.3.2 Part B: The detailed documentation 


Part B of the technical documentation contains detailed information in the 
summary document. Part B is structured in different folders or subparts: 


Device description and specification, including variants and accessories 
with reference to previous versions of the device. 


Information supplied by the manufacturer (labeling, serial number, 
instructions of use and manuals, declaration of conformity, etc.) 


Design and manufacturing information. It must include: 


o 


The device design and specifications (technical description of the 
device and accessories, schematics and drawings, the necessary 
materials, calculations and critical design elements, the design and 
specification of the related software, and the finished device specifi- 
cations, etc.). 


Manufacturing details (manufacturing facilities, suppliers, processes 
and conditions, packaging and sterilization, traceability and batch 
records, etc.). 


General safety and performance requirements (checklist and list of 
applicable standards). 


Risk/benefit analysis and risk management (methodology, risk manage- 
ment summary of results, and final statement). 


Product verification and validation, with safety tests: 


o 


Safety of Electromedical Equipment — Tests performed and sum- 
mary report as per EN 60601-1. 


Electromagnetic Compatibility — Tests performed and summary 
report following EN 60601-1-2. 


Biocompatibility of applied parts. 
Functionality and efficacy tests. 


Device lifetime. Stability/aging tests. 
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o Usability — tests performed and summary report following EN 62366. 


e Clinical data. It must include a clinical evaluation report with conclu- 
sions concerning risk/benefit and a plan for postmarket clinical fol- 
low-up (PMCFU). 


e — Additional information must be provided in some specific cases: 
o Devices containing medicinal substances. 


o Devices or derivatives manufactured utilizing tissues or cells of 
human or animal origin. 


o Devices are composed of substances that are absorbed or locally dis- 
persed in the human body. 


o Devices placed on the market are sterile or in a defined microbiolog- 
ical condition. 


o Devices with a measuring function. 


o Devices are to be connected to other devices in order to operate as 
intended. 


e  Finalconclusionand Declaration of Conformity, with the EC Conformity 
Evaluation Procedure (done by the notified body). 


The following section presents the concrete case of the STAT-ON™ medi- 
cal device, and some related documents in its technical documentation are 
described. 


4.3.2.1 STAT-ON™. The device description and specifications 
This set of documents gathers the main description of the device, explaining 
the different parts and briefly describing how the system works. The mechan- 
ical and electrical diagrams accompany this documentation. The mechanical 
diagrams show the plans of the enclosure, the sealing strip, and the button 
membrane of the device. The electrical diagrams are composed of the sche- 
matics and layout of the electronic circuits. It is also necessary to include all 
the billing of the materials, their provider, and their cost. 

The mechanical enclosure details have already been presented and dis- 
cussed in Chapter 3, and the different figures included there show the enclo- 
sure design, its dimensions, the different parts, and the final aspect of the 
commercial device. 

Furthermore, the document informs about the classification of the med- 
ical device, compliance with 93/42/EEC, and the category of the device. 


92 The EU Medical Device Regulatory Process 


The product pertains to the following devices’ category: 04 
Electromedical/mechanical. 


The product pertains to the following subcategories: 05 MD1301 
Monitoring devices of nonvital physiological parameters. 


It also reported data about the notified body: 


IMQ ISTITUTO ITALIANO DEL MARCHIO DI QUALITÀ S.P.A. - 
NB 0051 

Via Quintiliano, 43 20138 — Milano. Italy 

Tel: +39 02 50731 

Email: info@imq.it 


The complete electrical diagrams are also part of the technical documen- 
tation. A complete description of the hardware electronics is contained in 
Section 3 of Chapter 3, where the final architecture and details of the redesign 
are conveniently detailed. Figure 4.5 shows, as an example, the schematics 
corresponding to the related Nordic nRF51822 processor circuitry. 


4.3.2.2 STAT-ON™. The information supplied by the 
manufacturer 

This document includes all the information provided by the manufacturer 

(Sense4Care SL, in this case) to the customer. This documentation must also 

include the labeling (per the regulation) and the user manual. 


Fulfillment of labeling requirements 

The content of product labeling (label unit, packaging labels, and instructions 
for the use) has been established per regulatory requirements of directive 
93/42/EEC, Annex 1.13 and with the requirements of the EN 15223-1:2016, 
EN 1041:2008 (it is necessary to remember that STAT-ON™ is a medical 
device under the directive 93/42/EEC, in adaptation process to the MDR 
2017/745). 


Product markings: Serial number label 

Figure 4.6 shows the produced labeling for STAT-ON™, which contains 
the product lot number and some graphic symbols (following standard EN 
15223-1). The serial number can have several combinations, but the lot and 
the serial number are mandatory. In the STAT-ON™ case, it comprises three- 
part codes: month and year of fabrication, lot number, and the serial number 
(SN). At its turn, the SN is composed of the fabrication date (zzzzz), the lot 
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Figure 4.5 The schematics example corresponds to the nRF51822 processor. 
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Figure 4.6 STAT-ON™ labeling 


number (xxx), and the order number of the concrete device in the lot (yyyyy). 
Some more details are in Section 5.4 of Chapter 3. 


Declaration of conformity 
The declaration of conformity is an official document approved by the noti- 
fied body, which is sent to the customer to confirm the compliance of the 
device with the set of rules and standards declared in the document. The doc- 
ument has to be dated, signed by the main responsible for the company, and 
accepted and validated by the notified body. 

In concrete, this document establishes the following items: 


e Description of the product family, indications, and intended use. 
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Figure 4.7 Sensor's interface. 


e The drawings and specifications of the product and its components. 
e Manufacturing requirements and procedures. 
e Labeling and instructions for use. 


e Design verification and validation, as well as chemical, biological, and 
functional testing, are performed according to applicable standards. 


e Risk management report per EN ISO 14971. 


e Clinical evaluation of the product following Annex X of directive 93/42/ 
EEC and MEDDEV 2.7.1. 


e  Theessential requirements checklist is in Annex I of directive 93/42/EEC. 


Instructions for use 

The user manual is a guide for the use ofthe sensor focused on the neurologist 
or the operator. It begins with a quick guide to installing the app and how to 
initialize the system, but it also explains the conditions of use, describes the 
parts of the system, the application, the outcomes of the sensor, and finally, it 
explains all the regulatory issues. 

This document is extremely reviewed by the laboratories that certify 
the device. Thus, it is important that includes points such as the warnings, 
care and use instructions, indicating all the important information (who can 
use the device, its purpose, electrical isolation, contraindications, disposal 
instructions, and secondary or side effects, etc.). 

The instructions for use document has to be readable, and a quick start 
1s recommended. 

In the STAT-ON™ case, the physical interface (Figure 4.7) is intro- 
duced, and the report is generated by the app when required, according to 
the registered and stored data (Figure 4.8 for details). In addition, a whole 
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Figure 4.8 Weekly motor state report. The button pressed can indicate an intake of the 
medication. 


section is included to explain the report to help professionals interpret it 
correctly. 

A statement about data protection is also included, stating that in com- 
pliance with the general data protection regulation (GDPR), the company 
Sense4Care S.L. guarantees that collected data is uniquely stored within the 
device and that only the user is responsible for the use of these data. 

In its present form, STAT-ON™ cannot share the collected data with 
a third party without the user’s consent. Therefore, sense4Care S.L. will 
only access data under the express consent of the user and the owner of the 
STAT-ON™ device. Furthermore, shared data to Sense4Care S.L. will always 
be pseudo-anonymized and kept under the strictest security and confidenti- 
ality measures. 

The technical documentation must include the complete list of the 
STAT-ON™ technical specifications and the ordered list of all the related 
standards and regulations affecting the device. This information was already 
included in Tables 3.7 and 3.8 of chapter 3. 
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4.3.2.3 STAT-ON™. Design and manufacturing information 

This section of the technical documentation specifies the set of the necessary 
material to manufacture the STAT-ON™ device. Again, some electrical sche- 
matics and diagrams are included in this document as an annex. Moreover, 
specifications and regulatory tests must also be included. 

The documentation includes the datasheets of the used devices. The 
datasheet of the used battery is particularly important in accordance with 
the IEC622133. The corresponding test report IEC62133-2 must also be 
included since this report guarantees the safety conditions of the battery and 
its use. 

Another important document is the bill of the material, which is divided 
into two documents, the internal bill of material of the circuit, and the bill of 
material of the device. 

Next, the production and final verification essays procedure must be 
attached, where the procedure is described, which the manufacturer must 
strictly follow. Finally, the batch file comprises the manufacturer procedures 
documents, including design and change controls, program elaboration, con- 
struction, replication, and installation procedures. Moreover, the fabrication 
orders, registers, and storage registers are also included. 

The entitled “Manufacturing and Verification & Final Tests” document 
contains all the aforementioned information. It also contains all the manufac- 
turing processes, including the following steps: 


1. Fabrication order requested by the manufacturer. 
2. Purchase of material. 

3. Manufacturing order (subcontractor). 

4 


Phases of manufacturing (the SMD mounting and the assembly of the 
electronic elements in the enclosure of the equipment). 


Review by the Responsible Technician (manufacturer). 
Registration in the warehouse (subcontractor). 


Shipment to the customer (subcontractor). 
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If it is in the subcontractor's warehouse for more than 1 month, it is sent 
to Sense4Care and stored in a locked cabinet at the Sense4Care offices. 


9. Shipping to the customer (Sense4Care). 


It is necessary to describe the inspection process. During the manufactur- 
ing process, the production personnel inspects the performed work (all the 
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specific checks and inspections to be carried out are specified in the work 
instructions). 

At the end of the operations of a job, the completion of the work per- 
formed and its verification will be recorded in the production records of the 
manufacturing order in process. In addition, in cases of incidents or defects, 
the losses caused are indicated in the same record. 

Manufacturing records allow to the establishment of the quantities 
manufactured. The final inspections of the products are intended to determine 
if the product is suitable for marketing. To do this, a check is made with the 
model’s specifications indicated in the manufacturing order. 

In the event of noncompliant results of the inspections/checks, the 
entire manufacturing order will be rejected and will be treated according to 
the established nonconformity treatment procedure. 

After reviewing and verifying the closure of the manufacturing order 
by the production manager and checking all the manufacturing and control 
records (batch file), in the event of favorable results, the technical manager 
releases the batch of products authorizing their placement, being available 
to commercial/sales. Otherwise, the technical manager retains the product, 
treated as a nonconforming product. 

All records relating to manufacturing and release are filed together in 
the batch file to maintain the traceability of manufactured and distributed 
products. 

The traceability and batch records are important and will be included 
in the quality system folder when the manufacturing process is executed 
every time. These files will control the number of units, purchase orders, 
and the number of nonconformities and will provide important information 
to the technical responsible for taking future decisions in the manufacturing 
process. 


4.3.2.4 STAT-ON™. General safety and performance 
requirements 

A systematic review of the fulfillment of the general safety and performance 
requirements/essential requirements set out in annex I of Directive 93/42/ 
EEC must be provided in the technical documentation. The checklist indi- 
cates the applicability of each requirement, applied technical standards, and 
a pointer to the relevant sections of the technical documentation that support 
fulfillment. 

A list of applicable/applied standards with the publication year is pro- 
vided in the technical documentation. In addition, the list indicates whether 
or not the standards are harmonized with Directive 93/42/EEC. 
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Table 4.1 Risk management list for STAT-ONTM, 


Life-cycle phase Risk management activity to be performed 


Design Identification of hazards and preliminary evaluation 
Risk control measures — selection and implementation 
Control measures — verification 
Preliminary Risks Management Report. 
Transfer to Revision of the applicability and correct implementation 
production of all the control measures that imply materials control, 
suppliers, subcontractors and/or process controls. 
Any unexpected risk or modified control measure will be 
documented and entered into the risk control records. 
Routine production Any abnormal tendency regarding the product safety 
characteristics will be analyzed to determine whether a 
corrective/preventive action is to be taken. 
The impact of the corrective/preventive measures taken to 
maintain or to increase product safety will be analyzed and 
entered into the risk management records. 
Commercialization/ Any customer complaint that originates changes/ 
postproduction corrections to the product will be analyzed to determine its 
impact on the existing risk evaluations. 
Feedback from the market will be monitored to determine 
whether it is convenient to implement corrective/preventive 


action. 
End of useful life/ A device lifetime of 10 years (shelf-life) is scheduled for 
end of validity this product. However, product manufacturing samples will 
period be kept in order to be able to confirm their functionality, 


even at the end of the specified device lifetime. 

Upon discontinuing product commercialization, this risks 
management plan will be closed, and all the documentation 
in the risks management file will be kept for a minimum of 
10 years. 


4.3.2.5 STAT-ON™. Risk management 

Risk management is performed in each product life-cycle phase, following 
the requirements and activities set out in EN ISO 14971[3]. Generally, the 
life cycle defined for the product (for the case of STAT-ON™) is as indicated 
in Table 4.1. 

The documentation that must be generated for the product and kept 
in the risk management file includes the definition of the risk manage- 
ment plan, the report of the initial risk management (with the risk assess- 
ment in the design phase and transfer to production), and the reports of the 
Product Review (including the continuous assessment of risks and including 
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information feedback from the different stages of production and marketing 
routine/postproduction). 


The methodology used for risk management activities is as indicated in 


the general procedure of “risk management,” stated in EN ISO 14971, and 
includes the following items apply to all products: 


Establish the risk management policy and qualification of the team 
engaged in risk management. 


Definition of a scale of probability of occurrence of hazards and a range 
of levels of severity of the consequences if the hazard occurs. 


It establishes a general framework for risk acceptability criteria based 
on the combination of likelihood and severity levels. 


For a given medical product, the following characteristics must be specified: 


Intended use and the features related to safety. 


Identification of hazards under normal and fault conditions based on the 
experience and the applicable regulations. 


Risk assessment (estimation of probability) associated with each hazard 
to determine initial acceptability. 


In the case of unacceptable risks, the analysis of possible causes or 
sources of hazards and the options available for controlling and/or mit- 
igating the risk. 


Selection and implementation of the available options for controlling 
and/or mitigating the risk. 


Re-evaluation, after the implementation of risk control options and/or 
mitigation, to determine if there are residual risks. 


The risk management report must include the following: 


The list of hazards is considered under both normal and fault conditions. 


Possible consequences for patients, users, and third parties and the pos- 
sible causes. 


Estimating the initial risk (before control/mitigation), defining the 
implemented control measures/mitigation. 


Final risk estimates (after control/mitigation), including the determina- 
tion of the acceptability of the final risk. 
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e Review the possible generation of new risks following implementing 
control measures/mitigation. 


All the conclusions drawn regarding the effectiveness of the adopted mea- 
sures and risk/benefit balance are set out in the final declaration of the report 
signed by the team responsible for risk management. As indicated in the EN 
ISO 14971, the following list of documentation is required: 


e Risk management plan. 

e Record of personnel qualification. 

e Qualitative and quantitative characteristics. 

e Dangers identification — risks preliminary estimate. 

e Control methods/risk mitigation. 

e Residual risk evaluation. 

e Warnings to include in the label and instructions for use (IFU). 
e Usability protocol. 

e X Validation of usability. 


e Usability study report. 


4.3.2.6 STAT-ON™. Product verification 

In this part of the technical documentation, a set of documents must be 
included, according to directive EC 60601-1 [4], with the different published 
corrigendum and amendments, and the directives EN 300330V2.1.1 and EN 
300328V2.1 [5, 6]: the obtained certificates, the performed laboratory tests, 
and others such as the transport test certificates. It must also include the clini- 
cal evaluation report, signed by experts, and the software validation, which is 
a set test performed on the app under the EN62304 regulation [7]. 


Software validation 

The software validation part must include a series of documents that aims to 
test the firmware and the software associated with the medical device under 
EN62304. The tests carried out and validated by the manufacturer are also 
tested and validated by the notified body. This validation is carried out in 
order to provide documented evidence of the confirmation that the software 
app product gives correct and reliable functionality as per the legal and user's 
established requirements. 
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The identification of the person responsible for the performance of the 
validation process must be done and kept in the validation archive, along with 
the following documentation: 


e Software validation plan records (validating personnel, source of the 
programs, flow diagrams, intended use, etc.) 


e  Therelated publications and reference standards and the applicable leg- 
islation and rules. 


Since the STAT-ON™ product has two associated parts of the software (the 
Firmware and the user app), it is necessary to generate two separate software 
validation processes. 


Clinical evaluation 

The clinical evaluation report is a mandatory part of the product verification 
in the technical documentation of the medical device product. For the case of 
STAT-ON'M, the followed methodology is according to directive 93/42/EEC 
(Annexes I.6a, 11.3.1 and 11.3.2. (c)) [8]. Furthermore, it must be considered 
that the evaluation of the clinical data is performed per Annex X, Section 1.1.1 
of directive 93/42/EEC taking into account the guidelines set out in the guide 
“EU Medical Devices Documents” (MEDDEV 2.7.1 (rev. 4 of June 2016)). 

The main objectives of the clinical evaluation are the following: 


e Establish that the device requirements on safety (applied standards, 
etc.) are properly analyzed and that all the hazards, information on risk 
mitigation, and other clinically relevant information were identified and 
included in the information supplied by the manufacturer. 


e Establish that the balance clinical benefit/risk ratio is positive when the 
system is used according to the established indications and purposes. 


o Any risks identified in the risk analysis are minimized and acceptable. 


o The intended purpose of the STAT-ON™ is supported by clinical 
evidence. 


o Warnings of residual risks included in the IFU are supported by suf- 
ficient clinical evidence. 


o Establish that the clinical benefits of the STAT-ON™ device are suit- 
able within the widely accepted, given the current state-of-the-art, the 
intended use of the product, and the established clinical indications. 


e Establish that undesirable side effects are acceptable. 
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e Establish provisions for proactive updating of the clinical evaluation to 
reflect changes in state-of-the-art through the application of postmarket 
surveillance (PMS) and postmarket clinical follow-up (PMCFU). 


Considering the experience gained by the manufacturer along the redesign 
and development cycle of STAT-ON™, as well as relevant information from 
other similar products, the following actions have been taken in order to 
gather relevant information: 


1. Searches of reference literature to establish the scientific basis widely 
established and technical needs that must be covered. 


2. Search and review of the background and clinical experience, both pub- 
lished and unpublished, including comparison with similar or equiva- 
lent products already on the market. 


3. Specific search of published relevant scientific literature and clinical 
research results focused on analyzing the possible benefits, safety, and 
injuries made by STAT-ON™. 


In the case of STAT-ON'M, strategies 1) and 2) have been used to establish the 
aspects and characteristics of the product for which the manufacturer believes 
that there is already sufficient scientific, technical and/or clinical data. 

Strategy 3) has been used to study the clinical data related to the most 
relevant information to establish whether there is sufficient data concerning 
clinical safety and performance to ensure compliance with applicable regu- 
latory requirements. 


4.3.3 Part C: Updates/device modifications 


This last part of the technical documentation is composed of documents that 
must be updated every year or 2 years depending on the requirement of the 
document in particular. This part is composed of the following: 


e Change orders 

e Technical documentation on postmarket surveillance 
o Postmarket surveillance plan (PMS plan) 
o PMS reports 
o Periodic safety update reports 


o Postmarket surveillance reports 
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The changes orders affect the STAT-ON™ device, for example, updates 
on the software app or modifications of the user manual, quality system, 
mechanical changes, or even electrical changes. 

All these changes must be reported in the technical documentation and 
the quality system. 

The technical documentation on postmarket surveillance must include 
information about sales, nonconformities, productions, planned actions, 
administrative information, and customers. 

These PMS documents are filled out yearly or every 2 years with the 
information provided by the sales team and quality department. The objective 
is to establish a control on the number of sales for the management review 
and set the company plans for next year. 


4.4 Quality Management System 


This section describes the quality management system (QMS) of the com- 
pany, which is based on the standard EN ISO 13485: 2016 [9]. The QMS 
is crucial for a company since it manages the quality of all processes and 
the products commercialized. Furthermore, the QMS documents the struc- 
ture, procedures, responsibilities, and processes needed for effective quality 
management. 

The QMS aims to manage all the processes that take part in the pro- 
duction and commercialization of a medical device, passing from the manu- 
facturing of the device and the purchase of components to the sales control, 
customer satisfaction surveillance, human resources of the company, prob- 
lems arisen, audits, company facilities, company structure, etc. 

The major benefits of the QMS include the following: 


e Enhancement of customer satisfaction by meeting their needs and 
requirements. 


e Providing the right direction to achieve the company's objectives, goals, 
and mission. 


e Maintaining and controlling documents and records. 

e Helping in business expansion and growth. 

e Identifying risks and generating opportunities to mitigate them. 
e Improving the product and the process quality. 


e Reducing cost and increasing productivity. 
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Figure 4.9 PDCA approach to the QMS. 


e Engaging employees to achieve functional objectives and the organiza- 
tion’s goals. 


e Identifying and reducing process variations. 
e Detecting and preventing defects or mistakes. 
e Facilitating and identifying training needs of workers and staff. 


Figure 4.9 shows a PDCA (plan-do-check-act) approach to the relationship 
between the main actors, processes, and expected outputs and results in the 
QMS of the company. 

From a practical point of view, the most important document of the 
QMS is the quality manual, a real summary of the whole QMS. In this doc- 
ument, it is possible to find all the information about the company, the team, 
the facilities, the location, the aim and business of the company, the context 
in which it was created, the competitors, the scope and scope, and the relation 
with customers. 

The QMS is established to implement the quality policy, to make the 
achievement of the quality objectives easy, and to ensure compliance with 
applicable regulatory requirements and with customer requirements. The 
QMS includes the policies, processes, and procedures to which reference is 
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made, the organizational structure of the company, and the precise respon- 
sibilities for the implementation of the activities to achieve the objectives 
set based on a focused approach in the process risk management document 
procedure. 

The quality manual and the associated documentation establishes how 
to apply and maintain the QMS. Likewise, it identifies the criteria and meth- 
ods required to guarantee the effective operation and control ofthe system. It 
identifies the measurements, monitoring, analysis, information, and actions 
necessary to achieve the planned results, conserve the system’s effectiveness 
and improve it continuously. 

Figure 4.10 shows the main processes necessary to implement the qual- 
ity system for the manufacturing and supply of medical devices. The different 
interrelationships are also indicated. 

As it is indicated, there exist an important set of processes related to the 
operative parts: determination of the customer requirements, the design, and 
development of the product, the production and manufacturing process, the 
conformity of the product with the regulation, the specific release and deliv- 
ery process of the medical device, the postsales service, etc. 

These processes must be planned (planification of the involved opera- 
tions, how the risks are managed, and the objectives must be planned, etc.). 
There is a specific part for the evaluation of the processes with concrete mea- 
suring and monitoring processes, together with the required audits to be pre- 
pared periodically. 
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Additional processes for support are required: organization, purchases, 
information systems, and the necessary infrastructure. The processes for the 
improvement of the processes are also a very important part. 

The quality system requires a very well-organized and structured set of 
documents. This is an important part of the work to be done and includes the 
following list: 


Quality manual 
It is a description of the quality system of the company. It contains ref- 
erences to the used documented procedures, the description of the QS 
processes, their interaction, and the critical reviews of the documenta- 
tion structure. 


Quality politics 
It contains the mission statement of the organization as well as its inten- 
tions in relation to quality, risk management, and compliance with reg- 
ulatory requirements. 


Process map 
It contains a diagram indicating the different relevant processes of the 
organization, the sequence, and their interaction. 


Procedures 
Describe the activities carried out in the framework of the QS to meet 
the requirements established in accordance with the reference regula- 
tions. Here, are also included the work instructions, the control guide- 
lines / analytical methods, the manufacturing guidelines... 


Quality records 
They keep the results obtained along the quality process and show that 
the activities are carried out according to the applicable regulations and 
comply with applicable regulatory requirements. 


Plans 
They establish the necessary planning and programming to establish the 
time schedule to carry out the required actions to maintain compliance 
of the QS (audit plan, calibration plan, training plan, etc.). 


Quality objectives 
It contains the declaration of the concrete quantitative aspirations of 
the organization derived from the quality policy and related to qual- 
ity processes, risk management, and compliance with regulatory 
requirements. 
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File of health product (medical device file) 
It is necessary to maintain a file for each type of health product or fam- 
ily of medical devices, containing all the generated documents that are 
necessary to demonstrate compliance with the applicable regulatory 
requirements. 


Process risk management file 
This file contains all the reports and tests related to process risk 
management 


Regulatory submissions 
The file contains the documentation related to the regulatory presenta- 
tions, such as the manufacturer license (to be presented to the AEMPS 
in Spain, the Register & Listing (to be submitted to the FDA in United 
States, etc. 


Communications notified bodies 
The file contains the documentation related to the notified bodies 
involved in the conformity assessment of the product (applications, cer- 
tificates, audit reports, etc.). 


Batch file/manufacturing records 
These verified and approved record sets provide traceability of each 
product or many products. They also identify the quantities of manufac- 
tured and released products for commercialization. 


External documentation 
This is a set of reference documents. For example, the international 
technical standards and the legal requirements applicable to the prod- 
ucts (regulation, standards/guides, contracts, agreements, etc.) 


The different types of documents integrated into the structure of the QMS 
are described in the procedure structure and minimum contents of the quality 
system documents. 

In the case of products manufactured by the company, the technical 
documentation of the product, according to the procedure preparation and 
control of technical product documentation, must be included (technical doc- 
umentation already described in the above text). 

In the case of imported/distributed products, the documentation will 
include the certificates, product documentation, and regulatory records 
according to the procedure file of imported/distributed health products. 
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It is important to note that: 


e Maintaining registers/records of data is mandatory to provide evi- 
dence of the effective operation of the QS compliance with regulatory 
requirements and product and service conformity with the established 
customer and regulatory requirements. The registration forms must be 
included as annexes in the procedures that explain their use. 


e The identification, storage, recovery, protection, retention time, and final 
disposition of the records are defined in the procedure of records control. 


e The records can be both in paper and electronic format. Backup copies 
of the records are made in computer support. Records containing per- 
sonal or confidential health data are duly protected per the applicable 
regulatory requirements. 


e The records of the quality system shall be kept on file during the min- 
imum period established in the QMS. This period will be longer than 
the product's useful life and at least 10 years (15 years in the case of 
implantable products) after the last product has been manufactured. 


The documents listed above must be generated according to the correspond- 
ing procedures and instructions described in the QMS. In the case of a med- 
ical device, like the STAT-ON™ device, 60 items can be found, giving an 
idea of the work to be done and its complexity. Additionally, many of them 
include instructions and registers to be filled in regularly. 

Since the complete list of the involved processes should be excessive, 
along with the rest of this section, a summary of the most representative pro- 
cesses will be presented according to the scheme of Figure 4.10. 


e Quality manual folder 

This is the most important part of the QMS, where the quality manual is 
included, and the structure of the company is described. It also includes: the 
list of documents, the involved processes and their relationship, the respon- 
sible for each of them, the quality policy, and the designation by the board 
of management of the different charges and roles, etc. Figure 4.11 shows the 
typical structure of a company manufacturing medical devices. 


e Description and procedure management 

In this procedure, the main objective is to establish the necessary information 
for the planning, management, and monitoring of the processes used by the 
company to carry out its activities in the frame of the QMS. 
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Figure 4.11 Company's structure as described in the quality manual. 


e Manage outsourced processes 

In the case of Sense4Care (the company manufacturing STAT-ON™) a great 
part of the production is subcontracted. The management outsourced pro- 
cesses are very important since it describes the relevant processes of the com- 
pany that are outsourced or subcontracted as established in the process map 
(operating processes part). The processes establish their control and mainte- 
nance to confirm their continuous suitability for the company. It also includes 
the treatment of interactions with crucial suppliers/suppliers (suppliers that 
provide materials or services that may have a critical and direct impact on the 
conformity of the final marketed product). 

Those involved in the control of the process and the owner of the pro- 
cess will maintain the control of the process monitoring, alerting about the 
quality by opening a corrective/preventive action, in case of observing an 
anomalous trend. 


e Process risk management 

The management of risks is a crucial aspect of the QS, and it is implemented 
as part of the QMS. The risks associated with the procedures can affect 
the activities of the company, coming from any internal or external source. 
They can also come from outsourced processes. Additionally, all the applied 
changes in current practices may also have an impact, generating a risk. 

For this reason, managing risks is not an activity limited to certain peo- 
ple or areas of the company, and it is generally applicable in all areas. 

This procedure, as part of the planning processes, establishes a method- 
ology by which all types of risks must be proactively detected and managed 
to try to minimize their impact and the actual or potential damage they may 
cause according to EN ISO 31000. 
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e Software quality validation 
Embedded software or necessarily related applications are important parts of 
the actual medical devices. Therefore, the procedure's main objective for the 
software validation is to establish the methodology used for the validation 
before initial use and the subsequent periodic revalidation of the software 
through the preparation and execution of master validation plans. 

This procedure applies to all computer applications (software) used in 
the quality management system and in the product being the software app 
and the internal firmware of the microcontroller in the case of STAT-ON™. 


e  PSfile- preparation and control of technical documentation 

The medical device file, also called technical file under the MDD or technical 
documentation under the MDR, must follow some structure, rules, and control 
of the documents. The structure is described in Section 3 of this document. 
This procedure determines the methodology and systematics for preparing 
the medical devices' technical documentation (the technical documentation — 
TD). In the case of STAT-ON™, this file is important and according to the 
specification given in the technical documentation above. 


e Documentary file-Fab 

This procedure is an important piece of the Operating processes since it 
defines the system that allows tracing the materials used in the manufacturing 
process of the marketed products, both internally and by our subcontractors, 
as well as the destination of all the medical devices manufactured by the 
company and the period of conservation of the records associated with these 
said activities. 

In order to maintain the company’s activity within the quality standards 
and according to the regulations, it is fundamental to organize the review and 
planification objectives. The following processes must be implemented with 
this objective: 


e  QMS planning (yearly definition of improvements) 


e  QMS review (definition of the necessary information for the periodic 
review of the quality system) 


e Risk management product (development of the risk management pol- 
icy adopted by management to guarantee the supply of medical devices 
that are safe, effective, and fit for their purpose, keeping the potential 
risks associated with their use acceptable in relation to the benefit for 
the patient and compatible with a high level of safety and protection of 
health, considering the general current knowledge) 
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Design and change control (all medical devices could be affected by 
some changes, in the app, in the hardware, or even in the QMS. It is 
important to notify and follow a set of rules such as the procedures to 
identify the problem, the modification performed, and the gravity of the 
modification, and notify the NB if this is relevant for the MD) 


Internal audits (determination of the conformity or nonconformity 
of the quality management system with the planned and documented 
provisions, with the requirements preestablished by the company and 
the applicable regulations. Analysis of the effectiveness of the quality 
system. Satisfaction of the regulatory requirements of surveillance and 
prevention of nonconformities) 


STAT-ON™ is a medical device Class IIa with the EC mark. The QMS of the 
manufacturing company (Sense4Care) must implement and follow a set of 
processes to comply with the applicable regulation and legislation. The most 
important processes are: 


Determination and monitoring of requirements (established strategy 
for regulatory compliance and regulatory requirements applicable to 
products). It includes: 


o the steps to be taken to determine and periodically review the appli- 
cable regulatory and normative requirements. 


o description of the steps to follow to check the regulatory require- 
ments applicable to the product in the countries and jurisdictions 
where it will be placed on the market and how to proceed with the 
conformity assessment. 


o description of the steps to follow for the registration of new products 
(in Europe, in Spain, etc.) 


Qualification and classification of products (establish a method to 
determine ifa product falls within the scope of the regulation applicable 
to medical devices. If this is the case, establish a method of determining 
the risk classification of the product according to the applicable regula- 
tion. It also defines a method to determine the category and subcategory 
of the product, and a method to determine the naming code applicable 
to the product, etc.). 


Product registrations - EUDAMED (EUDAMED is the main data- 
base ofthe European Union concerning medical devices. The procedure 
defines the nomenclature of the product and the process of product reg- 
istrations in EUDAMED). 
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Clinical evaluation and postmarketing clinical follow-up (PMCF) 
(establishment of the procedure for systematic searching, appraisal, and 
analysis of relevant clinical data, including the review of the postmarket 
surveillance (PMS) clinical experience and the postmarket clinical fol- 
low-up (PMCF) of medical devices, by planning, conducting and docu- 
menting a clinical evaluation according to the requirements established 
in Article 61 and Annex XIV of regulation (EU) 2017/745). 


Conformity assessment (it documents how to proceed with the 
Conformity Evaluation of the devices with intervention of a noti- 
fied body, specifically in the stages of precommercialization and 
postmarket). 


Software (SW) manufacturing and installation (definition of the 
actions taken to carry out the construction, copies, installation and 
maintenance of the final version of a medical device (medical software). 
Establishes the mechanisms used in the production of a computer pro- 
gram that runs on a Smartphone or tablets). 


Distribution of medical devices (defines the protocol for the medical 
device distribution: contracts, agreements, requirements for each coun- 


try, etc.) 
Identification — UDI (establishes the process of treatment for the UDI 


for Europe. The UDI is the unique device identifier for the medical 
devices registered in Europe). 


As STAT-ON™ is a medical device mainly sold in Europe, and for this rea- 
son, it is necessary to define a set of processes to define and ensure the quality 
of the postmarketing and the relationship with the customers: 


After-sales service and technical assistance (establishes an after-sales 
service that ensures the customers the correct installation and mainte- 
nance of the products sold). 


Customer feedback (postmarket surveillance) (definition of a proac- 
tive and systematic postmarket surveillance system that includes: anal- 
ysis of production information of the product, product tracking, early 
detection of observed adverse events, detection of opportunities for 
product and safety improvement, etc.) 


Compliance with regulatory requirements (establishment of com- 
pliance with the product’s applicable market requirements, including 
those established by customers and those established by regulations). 
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Customer satisfaction (establishment of the process for obtaining and 
using information related to the client’s perception, regarding compli- 
ance with the established requirements. Each manufacturer must decide 
which is the correct customer contact channel). 


Claims treatment (definition of the mechanism to treat any claim done 
by the customer. The main goal is to ensure that all claims received are 
dealt with in a diligent and expeditious manner and ensure that claims 
are analyzed to determine if an incident must be reported to the compe- 
tent authorities. The following types of claims are contemplated: prod- 
uct operation and features, product safety, reliability and duration of 
the product, identification and/or appearance of the product, packaging, 
labeling defects, etc.) 


Regulatory audits and inspections (within the yearly performed 
audit, it is necessary to establish the QMS for receiving regulatory 
audits/inspections from notified bodies and/or sanitary/competent 
authorities). 


Treatment of noncompliant product (establishment of the method- 
ology to try to solve appearing problems and nonconformities with the 
product. The company must ensure the identification and control of any 
material, component, process, or product/service that does not comply 
with the applicable requirements and prevent its unintentional use or 
delivery. Finally, it is determined the registers that must be kept to indi- 
cate the nature of the nonconformities found and the actions are taken 
to correct them). 


In order to ensure success in the implementation of the company's QMS, 
it is very important to have the active involvement of the staff and diverse 
personnel. Therefore, among others, the following processes must be 
implemented: 


Human resources and competence (definition of the competences of 
each one of the managers and staff of the company. Establishment of 
the responsibilities and authorities associated with the different jobs. It 
is also established how the necessary competency for people perform- 
ing work that may affect product quality is defined and reviewed). 


Staff training and education (definition of how staff training needs are 
identified, how training actions are planned, and the information to be 
recorded for the training actions that are carried out). 
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4.5 Conclusions 


The regulatory process of a medical device is a complete and complex pro- 
cess that involves several players. The immensity of the file structure and the 
rigorous surveillance performed by authorities make this process very expen- 
sive, time-consuming, and exhausting. On the other hand, this process's rig- 
orousness is the reason why medical devices are safe for patients, reliable for 
medical healthcare professionals, ensuring that no cheap, easy, or dangerous 
device could affect the integrity of any patient. 

As shown in the present chapter, there are three main important parts 
in a regulatory process: the manufacturer’s license, the technical documen- 
tation, and the quality management system. Different authorities audit all 
these parts and the final outcome is a single certificate called EC certificate. 
The complete process can take a long time (around two years, according to 
the personal authors” experience), highly depending on the saturation of the 
regulatory system and the available notified bodies. 

Currently, Europe is living in a period of several changes with the intro- 
duction of the new MDR, which is valid from May 2021, the Brexit process 
that obligates the manufacturers to achieve a new certificate called UKCA, 
and the global crisis scenario given by several factors are affecting the plans 
of the companies. Furthermore, this whole situation is saturating the notified 
bodies” activity, enlarging the time for auditing, and being dangerous for the 
roadmaps of companies to meet the time requirements of customers and proj- 
ect deadlines. 

Apart from the required time, the related costs might vary depending on 
the laboratory tests a medical device requires. After this, the quality manager 
and technical manager are responsible for keeping the system notifying the 
notified bodies and authorities when necessary. The QMS is audited yearly 
and requires a systematic expense that is difficult to keep. 

STAT-ON™ was certified in June 2019, and so far, successive yearly 
surveillance audits have been done. The QMS has already been adapted to the 
MDR; now, the technical documentation must be adapted to the requirements 
of the European Commission in the coming future. It must also be considered 
that the EC certificate achieved by Sense4Care expires five years after the 
date it was achieved, as well as the manufacturer’s license. The main advan- 
tage is that since the technical documentation is audited every year, only a 
few changes will be required for the renewal. 

The chapter presented details on the process to be followed in Europe. 
Similar steps must be done in territories such as Japan or United States with 
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the PMDA and FDA, respectively. The process practically begins from the 
beginning, although the QMS and technical documentation are similar. The 
TGA in Australia is another certificate, but as European Union and Australia 
have some agreements, the process is easier. Other territories are of interest, 
but the company must establish a trade-off between the expenses of the team 
in the regulatory process and the benefits achieved in each territory, making 
it a challenge for the company to reach new territories. 

Sense4Care roadmap is to completely adapt the sensor to the new MDR, 
achieving as well the UKCA, the TGA, and jumping to the United States and 
Japanese territories by achieving FDA and PMDA certificates, respectively. 
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Abstract 


STAT-ON™ is a medical device capable of detecting and measuring the most 
relevant motor symptoms of Parkinson’s disease. This device must be easy to 
use, both by the patient who must wear it during his normal activity, during 
the period prescribed by their neurologists, and also by themselves who, 
based on their interpretation of the measurements provided, will be able to 
know much better the state and evolution of the disease, in the treated patient. 

In order to facilitate the use, an accurate conception and design of the 
appropriate user interface were done. This interface is based on a physical 
part (which allows direct interaction with the sensor), and a software part 
(in the form of an app that must be installed on a smartphone) that allows a 
series of interactions to get, at the end of the monitoring process, a report on 
the patient’s condition. This chapter describes the details of the STAT-ON™ 
user interface. 


5.1 Introduction 


The complete STAT-ON™ system comprises a monitoring device, its base 
charger, a belt, and a mobile application. The system provides numerical and 
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graphical information on the motor symptoms associated with Parkinson's 
disease. Furthermore, data related to the general motor activity of the patient 
are calculated. 

The device continuously collects the inertial signals associated to the 
patient’s movement, processes them in real-time using artificial intelligence 
algorithms, and stores the results in its internal memory. The sensor must 
be only managed in clinical environments, and only health staff can operate 
the app and the device. Therefore, the patient should wear the sensor in their 
daily activities to provide relevant information to health professionals. 

The available smartphone application (the app) connects to the 
STAT-ON™ device via bluetooth (BLE). The app is used both for configur- 
ing the system and downloading the data previously generated by the sensor. 
In addition, the mobile application can send the data enclosed in a report by 
e-mail or digital support to any user, caregiver, therapist, or neurologist. 

In previous chapters, it is possible to get all the details concerning the 
internal electronic and processing structure of the device, how it operates, 
and how the required regulatory process has been followed to obtain the CE 
marking as a medical device Class Ila. Along this process, it has been already 
introduced the necessity for a specific software (the app) that will be the nec- 
essary interface with the user. Through this software, it is possible to config- 
ure the STAT-ON™ correctly and, later, when required by the user to get the 
results stored in the device’s internal memory, which will be processed under 
the format of a useful and understandable report. 

The following sections present the requirements of the implemented 
software, the details about the functionality and related interface for an easy 
user experience, details about the generated report, and some hints on how to 
correctly interpret the contained information. 


5.2 Requirements, Interface Description, and Different 
Modes of the Device 


STAT-ON™ is a device designed to be very useful and easy to use. The 
patients must wear the device, and some interaction could be required from 
them by the neurologist (be aware of the correct position, to check the battery 
life of the sensor, to indicate the moment of the medication intake by pushing 
the device’s button, etc.). From their side, the neurologists and healthcare 
professionals are the main users of STAT-ON™ and should enter the config- 
uration according to the patient to be monitored, and at the end of the testing 
period, they should obtain the detected and registered information in relation 
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Table 5.1 Description of the main user requirements. 


User 

requirement Description 

1 The interface must be easy to use and understand. 

2 The app must run on Android and IOS smartphones and tablets. 
3 The user must to obtain the app by downloading it from the 


official channels (Google and Apple stores). 

The interface must be available in different languages. 

The connection with the STAT-ON™ will be via bluetooth low 

energy (BLE). This connection must provide access to the results 

of the monitorization and to the status data. 

6 The app must supply error messages to the user whenever needed 
and will always inform the user of the current status of the 
connected sensor. 

7 The app will be responsible for the generation of a useful report 
containing all the organized information detected during the 
testing period. The user (health professional) is only responsible 
for managing and sending this information. 


Un 


to the motor symptoms of the patient. This information should be useful and 
correctly structured for a correct understanding of the information captured 
by the sensor. Thus, the device's user interface 1s a very important part and 
must be carefully designed. 

STAT-ON™ is equipped with a physical interface responding to the 
already discussed electronics presented in Chapter 3 (a press-button and a 
set of LEDs are part of this human-machine interface — HMI, permitting 
obtaining internal information about the operation modes and the state of the 
battery, and/or to enter a signal by pressing the button that indicates an event, 
like the moment of the medicine intake). Accompanying this physical part, 
a software interface has been included for the rest of the functionality and a 
correct interaction with the device. A very important component is the app to 
be installed in a smartphone, providing a complete human-computer inter- 
face (HCI). This software interface should permit the configuration of the 
device, according to the patients” characteristics, and give information about 
the state of STAT-ON™ (battery level, connection, etc.). When required 
by the neurologist, the HCI must be able to present, in an organized and 
useful way, all the information about the detected and measured PD motor 
symptoms. 

Table 5.1 shows a minimum user requirement list that the implemented 
user interface must accomplish. 
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Figure 5.1 Physical interface. 


5.2.1 The physical interface (HMI) 


The sensor device has a button, and two led indicators next to the STAT-ONTM 
logo. The device is also equipped with a small vibrator motor and a buzzer 
(see Figure 5.1 for details). 


The button: The functionality of the available button is just for three 
specific cases: 


o Turn on the sensor when it is in shutdown mode. 
o Stop an alarm after it triggers. 


o Mark user events when specified by the professional (medication 
intake, sleep, meals, etc.). 


The state LED indicator: The color pattern of the State LED speci- 
fies the current status of the device. Through a sequence of different 
blinking colors (black, white, blue, magenta, green, and red), the LED 
shows the different states of STAT-ON™ (see reference [1] for com- 
plete details). The main possible states of the device are the following: 


Connected and low battery indication 

The sensor will indicate that it has an active Bluetooth connection or a low 
battery level by blinking the led in blue or magenta color, respectively. These 
indications will be combined with the sensor”s current main state. 


Shutdown 
The sensor will come in this state initially. While in this state, the sensor will do 
nothing until its button is pressed. To power it up, place the sensor on its charging 


5.2 Requirements, Interface Description, and Different Modes of the Device 121 


pad and make sure the charging process starts (the orange led must switch on), then 
wait until the battery is fully charged (the orange led switches off). Then, press the 
sensor’s button, and it should enter CONFIGURATION PENDING state. 

In addition, the sensor will automatically enter this state if the battery 
level is too low, to power it up, the button should be pressed after charging 
the sensor. 


Configuration pending 
When the device is in this state, its status LED will blink in white color. The 
device will not record data nor execute algorithms while in this state. In order 
to leave this state and start monitoring, the user should configure the follow- 
ing parameters: patient ID, age, leg length, and Hoehn and Yahr value. These 
should be configured through the STAT-ON™ app via Bluetooth. 

Once the sensor is configured, it will alternate SLEEP and MONITORING 
states, which are the normal operation states. 


Monitoring, sleep, and standby 

When the sensor is correctly configured and has detected some movement, it 
enters the MONITORING state. The patient’s movement is monitored in this 
state, and the algorithms are executed. In addition, the status LED will blink 
in green color. This normal operation state implies that the sensor is running 
correctly. However, if no movement is detected for some minutes or the sen- 
sor is charging, the device may enter SLEEP state in order to save power. The 
device will resume monitoring after detecting any movement. 

Given that the power save mode is enabled and disabled automatically; 
the user does not need to power the device on or off. 

The STANDBY state is an optional state that can be enabled once the 
sensor is correctly configured. It can be enabled using the <Standby> button 
in the configuration area in the app. This option forces the sensor to pause 
monitoring without losing its configuration. Once the sensor’s button is 
pressed, the sensor will resume monitoring. 


Full memory 

If the internal memory of the device fills up, its status led will blink in red 
color. Since there is no space in memory, the sensor will not record any new 
data. It is therefore recommended to synchronize the device data using the 
STAT-ON™ app. After the data is sent, the device memory will be automat- 
ically cleared, and the sensor can monitor again. Formatting (clearing the 
sensor’s memory) can also be done, but in this case, the stored data not yet 
synchronized will be completely lost. 
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Synchronization 

The synchronization process involves transferring the stored data from the 
sensor to the smartphone. This can only be done by using the STAT-ON™ 
app. While this process is ongoing, the status led will quickly blink in blue, 
and the app will show a progress bar. After receiving all the data from the sen- 
sor, the app will automatically generate the corresponding files and reports 
(see the following sections for details). 


Format 

The format process completely clears the device memory. Formatting the 
sensor is only recommended if the device will not be used for a long time. 
Synchronizing the data contained in the sensor is recommended before start- 
ing the format process; otherwise, all the stored data not yet transferred 
to the smartphone will be lost. After formatting the device, its previous 
configuration will also be lost; thus, the sensor must be configured again to 
re-enable. The format sequence can be started by using the app and pressing 
the <DELETE> button. 


Error 

If the sensor detects an internal system malfunction, it will enter ERROR 
state. The status led will stay in red color. Most processes and operations, 
like monitoring or executing algorithms, are interrupted if an error happens. 
When the sensor connects with the app while in an error state, it will transfer 
the error code to the app, and the app will offer to perform a sensor reset. 


e  Thecharging LED: This LED indicates when the device is in the correct 
charging process, if the process had a problem, and when the charging 
process has finished. See reference [1] for more details. Figure 5.2 
shows the correct use of the charging platform. 


5.2.2 The sensor modes 


The STAT-ON™ has different operational modes: shutdown, configuration, 
off, on, and sleep. After unpacking the system, the sensor device will stand in 
shutdown mode. Before using the sensor for first time, it is necessary to fully 
charge the battery and press the sensor’s button to switch it on. 

Once the button is pressed, the system will enter the configuration 
mode, from which the user can configure the sensor with the app. Then, the 
system will work autonomously. That means the user will not have to switch 
it on or off. 
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Figure 5.2 Device correctly placed on the charging platform (LED always orange while 
charging and always off when the charge is completed). 


The system will enter sleep mode if there is no movement for some 
minutes. Then, it will automatically exit this mode and start monitoring after 
movement is detected. This work mode enables saving energy, thus extending 
the autonomy of the sensor. 

If the user expects not to use the sensor for long, keeping it in shutdown 
mode is recommended. Shutdown mode is activated after formatting the device 
using the STAT-ON™ app. It is recommended to synchronize all the data 
before formatting in order not to lose all the data stored in the sensor perma- 
nently. Charging the device’s battery before switching it off is also important. 

In the regular use regime, the system works autonomously, that is, the 
patient does not need to interact with the device. The health professional will 
provide the sensor to the user correctly configured, and the user will wear 
the sensor for registering the symptoms of PD during the days of the study 
proposed by the health professional. 

The healthcare staff can ask the caregiver to press the button at a certain 
time, such as lunch, dinner, medicine intake, etc. 

The patient should use the system (worn on the waist) for a minimum 
of 5 days and 24 h within these 5 days to generate enough inertial data to 
personalize the algorithms. 

It is recommended to use the sensor for 7 days. From this moment, a report 
can be generated at any time (see next sections). The doctor will download to 
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Figure 5.3 Software architecture. 


his/her mobile phone the information generated by the sensor at the doctor’s 
office with the STAT-ON™ application, which will automatically generate a 
report of the motor state and symptoms during the days of study. 

After this step, the sensor will enter the initial state, configuring the 
required parameters to start a new study period with a new patient. 


5.2.3 The software interface (HCI) 


The software interface is provided through a specifically designed app to be 
downloaded and installed in a smartphone. This app must follow the concrete 
user requirements described in Table 5.1 and should respond to the structure 
shown in Figure 5.3. 

The app was designed to have a home screen from which it is possible 
to do the following actions: 


e  Synchronize with the sensors. 

e Generate graphics for visualization. 
e Send data. 

e Configure the device. 
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The configuration menu is used to set up all required parameters for the 
proper function of the app and consists of four screens: 


e User screen to introduce the user parameters configuration. 

e Receiver, to set up the information of the receiver of the generated data. 
e Alarms to set up the alarms of the device. 

e Settings, for the configuration of the sensor's parameters. 


In order to create a multi-platform and multi-device app, the graphic ele- 
ments must accomplish different requisites. Image quality and resolutions 
must be well designed and defined to achieve the best quality and good app 
performance without memory leaks. Appropriate tools have been used for 
these purposes. The app design was directly implemented by XML in both 
IDEs (Android Studio layouts and XCode interface builder), accomplishing 
different screen dimensions and devices. Some elements were also adapted 
to new design rules by Google in Android (Material Design) and 1OS limita- 
tions or suggestions by Apple. 


5.3 The Application (App) and Its Management 


The STAT-ON™ app can be installed on any smartphone or tablet running 
Android 5 or higher, and the device must support bluetooth low energy (BLE) 
and have a IGB RAM minimum. It also works in iOS for Apple devices. It 
Is required to use 1OS 10.2 or higher. The app can be downloaded at Google 
Play (Android) or the App Store (iOS), it must be searched for “STAT-ON,” 
and make sure its developer is Sense4Care. 

The STAT-ON™ device is suitable for evaluating the motor state of a 
patient with PD. The value of the “patient ID" item, which can be set through 
the app's Configuration Area, is used to associate all the data related to each 
user. There is no limit to the number of patients registered by the smartphone 
at the same time, it depends on the memory of the smartphone; however, it is 
recommended to use no more than six patients. 

The patient ID number must be changed each time a sensor is given 
to a different patient. 

In order to simplify the situation where a single user (usually a health- 
care professional) handles various sensors and multiple patients, the results 
and reports are obtained solely from the data transferred during the cur- 
rent synchronization event. Therefore, no historical record is kept inside the 
app's database (the data monitored is used for generating the reports and then 
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discarded and not used anymore). However, in the Android version, the 
app does store all the generated reports (.pdf and .csv) inside the STAT- 
ON-specific directory in the smartphone memory. Given that the generated 
reports are tagged using the patient ID number, it is still important to keep a 
value for each user and configure the sensor accordingly. 


5.3.1 HOME: Main screen 


After opening, the app shows the main screen, which enables access to all 
the areas and features of the STAT-ON™ app (see Figure 5.4). It also indi- 
cates whether there is an active connection with a sensor and shows its bat- 
tery level. While on the main screen, the app connects automatically to the 
paired STAT-ON™ sensor. When a device is connected, it is announced by 
Bluetooth and battery indicators (see the top of Figure 5.4). “Connected” 
appears under the Bluetooth logo, and the battery level is also shown. 

From this home screen, the professional (user) is able to perform and 
organize the basic functionalities: 


e Bluetooth: Establish the correct Bluetooth pairing with a given device. 


The Bluetooth area manages the paired devices and chooses the sensor 
to connect to. Bluetooth has to be enabled for the app to connect with 
the sensor. 


Below the Bluetooth switch, the currently connected sensor is dis- 
played, if any. Only one STAT-ON™ sensor should be connected at the 
same time. In order to search for the connectable sensors, the scan but- 
ton should be pressed. Then all the available sensors will appear inside 
the area below. The device’s Bluetooth name starts with Stat-On and 
then contains the two last digits of its serial number (e.g., “StatOn00”). 


It is necessary to press on the STAT-ON™ device we wish to pair to, 
and a PIN/Passkey request may pop up. Each device has a six-digit 
numerical PIN/Passkey, which is provided with the sensor packaging. 


e Configuration: Properly configure the device according to the patient 
data. 


The values inside the configuration area are stored inside the sensor. 
Thus, an active Bluetooth connection is required for its use. Once the 
user configures all the parameters, the user has to push the <SAVE> 
button. 
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Figure 5.4 Main screen aspect. 
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Figure 5.5 Configuration menu. 


If the sensor has any results from previously stored monitorizations (1.e., 
not synchronized), changing some parameters from this area will not 
be possible. Synchronizing or deleting the pending results is required 
before changing the parameters. In reference to Figure 5.5, it can be 
mentioned: 


o The patient ID value identifies the patient that wears the sensor. 
Patient ID is key for keeping the record of each patient correctly 
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related and must be modified each time the sensor changes from 
patient to patient. 


o The age, the Hoehn and Yahr value, and the leg length of the patient 
must be introduced. 


o The SAVE button must be pressed after the introduction of the 
above parameters. This way, the configuration parameters are sent 
to the device and start the monitoring process. A green blinking light 
appears in the sensor Status LED. 


o The STANDBY button is available only when the device is correctly 
configured and permits to pause the monitoring process of the sensor. 


o The DELETE button permits clearing all the data currently stored in 
the sensor, whether it has been sent to the app by synchronizing or not. 


o The RESET button resets the sensor. This option is used in case the 
sensor blocks or has an error. It does not lose any data. 


o TURN OFF the sensor switches OFF totally. The timestamp is lost, 
but the internal data is not lost. It might be used when STAT-ON™ is 
not used for a long time. 


Synchronization: This option enables downloading the information 
that has been computed in real-time in STAT-ON™. With this option, 
once downloaded, the app generates the report and the CSV file (see 
Figure 5.6). 


This option can only be used when connected to a sensor. The menu gen- 
erates a basic five-page or extended report with all the daily information. 


There is also an option to adjust the date and time of the desired moni- 
toring period. This is used, for example, to delete data at the beginning 
or at the end of the monitoring period, which is not useful (i.e., the 
sensor has been sent through the post office, and there are 2 days of 
useless data). This way, the report generated only contains important 
information. 


The synchronization button enables the download of all the sensor’s 
data. 


When synchronizing, all the results from the sensor are transferred to 
the smartphone using Bluetooth. This screen also shows the last time a 
synchronization had been performed. 
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Figure 5.6 Synchronization menu, 


e Send: Establish the sending functionality of the app. 


When the user synchronizes the device and downloads all the data, 
the app directly allows sending the information to a digital platform. 
However, if the user desires to send this information to another user later, 
then the “Send” option must be used. It acts like the common “Share but- 
tons,” so the user can choose any other communication app (like e-mail) 
for transferring the documents. A copy of the generated documents is 
also stored inside the mobile device’s storage, under the <STAT-ON> 
folder. At the bottom of the screen, the <SEND> button will open a stan- 
dard “share” dialog. Any mailing or file share method can be used. 


e Alarms: It permits the optional configuration of alarms to be received 
on the device. The alarms will be stored and will trigger on the 
STAT-ON™, not the smartphone. When an alarm triggers, the sensor 
will vibrate until the sensor’s button is pressed. If the “Sound” switch 
is enabled using the app, the sensor will beep, too. For example, alarms 
can be used to remember the patient’s medication intake. 


5.3 The Application (App) and Its Management 131 


5.3.2 The reports 


5.3.2.1 Introduction 

When required by the professional, it is possible the generate a complete 
report about the patient's status. The application offers the possibility of gen- 
erating two kinds of reports: 


e A Basic report of the patient's condition and some graphics that con- 
dense the behavior of the symptoms and some gait parameters. The 
purpose of this first kind of report is of ordinary use for conventional 
clinical practice. 


e An Extended report includes a large part of the parameters extracted 
from the algorithms and the information contained in the first type of 
report. The main purpose of this second mode of reports is its use in the 
field of research or for a more accurate analysis of the condition. 


In order to ease the use and the correct understanding of these reports by pro- 
fessionals, graphic representations are extensively used. Therefore, the data 
are presented in four sections. 


e Summary page 
e Distribution and severity summaries 
e Weekly summaries 


e Daily information 


The information provided in the report is the following: 


e ON state 
e OFF state 
e INT state 


e  Dyskinesia 

e Number of freezing of Gait (FoG) episodes 
e Duration of FoG episodes 

e  Stnde fluidity (bradykinesia index, BI) 

e SMA (quantity of movement) 

e Falls 


132 STAT-ON™ 


e Events (indicated by pressing the button) 
e Number of steps 
e Step length 


e Cadence 


5.3.2.2 Summary of the STAT-ONTM measurements 

Various symptoms associated with the patient's motor states can be differen- 
tiated in PD. One of the most common clinical practices is visually analyzing 
how patients walk in order to evaluate bradykinesia. In the activity of walk- 
ing, several symptoms converge with different origins within the neurophysi- 
ology of PD. In gait, two movements of different natures are coordinated. On 
the one hand, automatic movements are classically associated with symptom- 
atology related to hypokinesia, and on the other hand, voluntary movements 
that are associated with bradykinesia. It should not be forgotten that the 
pathophysiology of bradykinesia is the cardinal symptom per excellence of 
PD. Furthermore, this symptom has a greater degree of correlation with the 
level of dopamine deficiency and, therefore, with the fluctuations between 
motor states in PD. Peak-dose dyskinesia is a side effect of the medication 
that clearly indicates the patient's motor status associated with the ON state. 

FoG is another symptom that is of special interest because it is one of 
the most disabling symptoms of PD. In addition, FoG has different charac- 
teristics from other Parkinsonian symptoms; for example, it has not been 
possible to clearly correlate the frequency of FoG episodes with other motor 
symptoms of PD, such as stiffness and bradykinesia. Although, in many 
cases, it is not a particularly useful symptom to assess the patient's motor 
status, it is useful to evaluate the evolution of this symptom and the mobility 
difficulties of the patient. 

The detection method of ON/OFF states in patients with PD depends 
on the characterization of the motor symptoms that the patient presents in 
each state. In this sense, two specific detectors are used, which analyze the 
presence of dyskinesia and the bradykinetic gait. The outputs of the detectors 
are merged into a global classifier that estimates the motor state. 

The bradykinesia detector is based on the analysis of patients? gait and 
has been validated in several studies that can be found in [2]- [5]. Since this 
detector is self-adaptive, it must have a minimum data period of three days. 
From this analysis, an important index is shown in the reports called stride 
fluidity or bradykinesia index, which is correlated with subscales of the 
UPDRS concerning bradykinesia and gait [6, 7]. 
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The detector of choreic dyskinesia is mainly based on detecting the 
frequencies of dyskinesia maintained during prolonged periods of time. The 
outputs of these algorithms are combined through a decision tree, which per- 
forms the detection of the motor states. The detail of these algorithms can be 
found in [8]. 

The presented architecture has implications for interpreting the data 
presented in the graph. The most relevant is that the sensor emits an OFF ver- 
dict when the patient walks. In other words, in those patients with very deep 
OFF states in which they cannot move, STAT-ON™ will not be able to issue a 
verdict. On the other hand, ON states are associated with prolonged physical 
dyskinesias in time, in addition to the bradykinesia level. 

As presented in [3], since the bradykinesia algorithm is self-adaptive, 
another implication is that the system will only show this information if a 
minimum of 3 days of data has been captured. 

The FoG detector is based on the analysis of windows of 1.6 s; therefore, 
this is the minimum temporal resolution. This means that although freezing 
episodes lasting less than 1.6 s are detected, all of them will be reported as 
1.6 s long. Another example can be that two episodes of 1.8 and 3.1 s will 
be notified as episodes of 3.2 s. This means that when STAT-ON™ reports a 
FoG episode of 1.6 s, it will last from 0 to 1.6 seconds, whereas when a 3.2 s 
episode is reported, it will result in a duration between 1.6 and 3.2 s. For more 
details on this detector, go to [9]. 

It must be noted that the total number of reported falls might be con- 
fused since the system also analyses the movements when the patient removes 
the sensor belt or puts it on. These moments involve movements that could 
be similar to a fall and the system could generate a false positive. The detec- 
tion of activities, and more specifically, the length and speed of the step, are 
algorithms specifically developed and adjusted with data from patients of 
PD. Details of this group can be found in [10]. Below, a detailed descrip- 
tion of each of the graphs and data generated by the STAT-ON™ system is 
presented. 

In the following sections, the different parts of the basic and extended 
report are presented and discussed. Every section title announces the content, 
also mentioning if corresponds to the basic or extended reports. 


5.3.2.3 The summary page (basic and extended report) 

The report's summary page presents a series of numerical data as a summary 
of the physical activity of the patient and the prevalence of symptoms that 
the patient has presented during the monitored period (see an example in 
Figure 5.7). 


134 STAT-ON™ 


— | 
STAT:ON 


21/02/2022 
01/03/2022 


Days monitored: 9 


Time Monitored: 97 hours 


N° FoG Episodes: 28 
Average FoG Episodes/day: 3.112.3 | 
Average minutes walking/day: 87.4438 


Average number of steps/day: 9783.614389.1 
Motor inactivity (% time monitored): 20.5 hours (21.1 %) 


Total Time in OFF (% time monitored): 35.5 hours (36.6 %) 


Total Time in Intermediate (% time monitored): 16.5 hours (17 %) 


Total Time in ON (% time monitored): 24.5 hours (25.3 %) 


Total Time with dyskinesias (% time monitored): 27.5 hours (28.4 %) 


Bradykinesia index (Stride fluidity) >8.5 optimal; <6.5 suboptimal 


Figure 5.7 Summary page example. 


In the first table, the specific data from the patient and the monitored 
period is shown: 


e User ID: Numeric identifier of the patient, introduced through the app 
by the professional. 


e Age: Age of the patient. 

e Hoehn and Yarh: PD stage evaluation. 

e Study start date: Day and Hour of the start of the monitored phase. 
e Study ending date: Day and Hour of the end of the monitored phase. 


e Total days monitored: Total number of days the patient has been 
monitored. 


In the second table, a summary of the symptoms and physical activity during 
the monitored period is shown: 
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Total FoG episodes: Total number of FoG episodes that have been mea- 
sured during the monitored period. 


Average FoG episodes per day: It is a comparable relative measure 
between patients or separate monitoring periods. Standard deviation is 
also provided, which gives evidences as to whether the patient has FoG 
episodes consistently every day or whether there are days that show 
more than others. 


Average minutes walking per day: It is a good indicator of the physical 
activity presented by the patient. 


Average number of steps per day: In patients without gait disorders, it 
provides very similar information to walking minutes, but in the case 
of presenting gait disorders, this parameter is significant to assess the 
disease. 


Time in OFF (96 regarding total time monitored): Percentage of time 
monitored in which the patient presents OFF state. 


Time in intermediate (96 regarding total time monitored): Percentage 
of time monitored in which the patient presents an INTERMEDIATE 
state. 


Time in ON (96 regarding total time monitored): Percentage of time 
monitored in which the patient presents ON state. 


Time with dyskinesia (96 regarding total time monitored): Percentage of 
time monitored in which the patient has evidenced dyskinesia episodes. 


Bradykinesia index (stride fluidity): this index represents the patient's 
state after the monitored period. It is considered that an index below 6.5 
is considered a patient in a suboptimal state. Conversely, a patient who 
is over 8.5 is considered a patient in an optimal state. 


5.3.2.4 Symptoms distribution graph 


(basic and extended report) 


One of the most relevant graphs presented in the report is the weekly represen- 
tation of the patient's motor symptoms. An example is shown in Figure 5.8. 


The daily time is included on the horizontal axis, while the monitored 


days are indicated on the vertical axis. The colors in the graph represent the 
different states of the patient according to the following code: 


Green: The patient is in ON state. 
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Figure 5.8 Weekly motor state. The presence of FoG is indicated. In this case, the button 
was pressed at medication intake. 


e Red: The patient is in OFF state. 

e Yellow: The patient is in an intermediate state. 

e Magenta: It has been detected as choreic dyskinesias. 

e Gray: No state has been detected (no dyskinesias, no walking detection). 
e FoG circle: Detection of FoG episode. 

e Blue vertical line: indicates a possible fall. 


e Black vertical line: indicates an event. The patient pressed the but- 
ton in that moment. It might indicate that the patient has taken the 
medication. The clinician might suggest the patient do so to see the 
correlation between the symptoms and the medication effect. It can 
be used for other purposes such as eating, feeling bad, falling, or 
sleeping. 
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Figure 5.9 Time in OFF state. 


5.3.2.5 Graph of the weekly time in OFF state (basic and 
extended report) 

This graph (see an example in Figure 5.9) shows the daily-accumulated time 

in OFF every day and the percentage of OFF time regarding the total time 

monitored every day. 

On the horizontal axis, the days monitored (maximum 1 week) are 
shown, and on the vertical axis is the percentage of monitored time that the 
patient has been in OFF state. Although the bars are based on the percent- 
age of monitored time detected as OFF state, information is added about 
the number of hours the patient has been in this state. Whenever this graph 
is analyzed, three factors must be taken into account: the total monitoring 
time, the sum of hours in OFF state, and the total time with any motor state 
verdict. Analyzing this graph jointly with the weekly motor state is highly 
recommended. 


5.3.2.6 Graph of the weekly FoG episodes 

(basic and extended report) 
On the horizontal axis (see Figure 5.10), the days monitored (maximum 1 
week) and the number of episodes detected per day can be observed on the 
vertical axis. 
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Figure 5.10 Weekly FoG episode detection. 


This graph shows the number of episodes detected per day, the average 
length (as explained above in a resolution of 1.6 s), and the maximum dura- 
tion of an episode of FoG per day. 


5.3.2.7 Graph of the weekly stride fluidity 
(basic and extended report) 

The graph presents the weekly evolution of the median stride fluidity that the 
monitored patient presents. The arrows represent the best and worst fluctu- 
ations of the patient throughout the day. The personalized thresholds for the 
ON and OFF are also indicated with a red and green line. The average of 
these two numbers is the bradykinesia index parameter found on the sum- 
mary page. The red and green zone indicates the mentioned optimal and sub- 
optimal zone. When the patient is over 8.5, it is considered an optimal motor 
state. However, when the patient is below 6.5, the patient is considered to be 
in a suboptimal zone. This graph is very useful for seeing the patient's daily 
fluctuations and severity. It permits comparing with other patients and the 
same patient after a medication adjustment. 

The stride fluidity is a measure of acceleration obtained as an inter- 
mediate result of the bradykinesia detector (ranging from 2 to 25), which is 
related to the fluidity of the patient’s movement when walking. This way, this 
evaluates the evolution of the patient’s difficulty when walking as an average 
per day (the greater the value, the greater the fluidity). 
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Figure 5.11 Weekly bradykinesia index (stride fluidity). 


This value is correlated with the so-called factor 1 of UPDRS-III (see 
[2]). Figure 5.11 shows the days monitored (maximum 1 week) on the hori- 
zontal axis and on the vertical axis the measure of fluidity. 


5.3.2.8 Clinical interpretation guideline 

(basic and extended report) 
At the end of each report, basic or extended, a quick guideline is presented 
that indicates some of the ranges for considering the warnings of the sum- 
mary page (see Figure 5.12). Given that some graphs might provide a lot of 
information, this guideline is useful as support for the clinician to interpret 
the patient’s state with more quality. 


5.3.2.9 Graph of physical activity (extended report) 

In the extended report, the sensor also gives data about the physical activity 
that the patient has performed during the entire monitoring period. The mea- 
sured variables shown are: 


e Step length 
e  Stride speed 


e Cadence 
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Figure 5.12 
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Motor inactivity: 


OFF time (26 monitored time): 


Total time with Dysk (Y monitored time): 


ON time (26 monitored time]: 


Bradykinesia index (stride fluidity): 


Green: ON state 

Red: OFF state 

Yellow: Intermediate motor state 
Purple: Dyskinesia 


Clinical evaluation guideline 


0-3: Nor significant 
E 3-5: Could be false positives 
B 5:FoG presence 


<30% = Significant activity 
E 30-50% = Moderate inactivity 
E 350% = High inactivity 
<15% = Not significant 
E 15-25% = Moderate OFF 
WB >25% = Significant OFF 
<10% = Not significant 
10-35% = Moderate Dysk. 
>35% = Significant Dysk. 
>35% significant 


>8.5 = Optimal. Good gait quality 
© 6.5-8.5 = Between optimal and 
suboptimal values. Moderate gait. 
E <6.5 = Suboptimal. Poor gait quality 


Srey: The patient has not moved (motor inactivity) 


Black circle: Freezing of Gait episode 
Blue line: Possible fall 


Black line: Event. The button has been pressed. 


* The ‘white’ zone meons thot the potient has removed the 


sensor, which switches off automatically. 


Freezing of Gait 


This graph shows the number of FoG episodes 
detected per doy, the average and the standard 
deviation duration of these episodes. 


The Stride fluidity is highly correlated with Bradykinesia severity. 

Median of Stride Fluidity (Brady. Index) per day. The arrows indicate Max/Min 
fluctuations per day (90% / 10% percentiles). 

The personalized ON and OFF threshold is indicated with green /red line. 
Green and Red Zones indicate optimal and suboptimal zones. 

* Values > 8.5: Optimal. Good quality of gait 


* Values € 6.5: 


uboptimal. Poor quality of gait 


Clinical evaluation guideline. 
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Weekly Summary of Cadence of the patient 52 
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Figure 5.13 Weekly average cadence. 


e Quantity of movement 
e Number of steps 


In each of the related graphs, it is shown, on the horizontal axis, all the mon- 
Itored days, and on the vertical axis, the average per day of the units corre- 
sponding to each one of the measurements. For example, Figures 5.13 and 
5.14 show a couple of examples. 


5.3.2.10 Graph of daily motor symptoms (extended report) 
STAT-ON'M generates a graph of motor symptoms per monitored day where 
It can be seen, in addition to the motor status, the dyskinesia occurrence, and 
the number of FoG episodes the patient has suffered, informing the hours of 
appearance. The resolution in all the daily charts corresponds to half an hour. 
Figure 5.15 shows an example. 

On the horizontal axis, it is shown the hours of the day, and on the ver- 
tical axis, a series of labels that describe the corresponding row: 


e Time Monitored: Time at which the sensor is running. 


e — ON/OFF/INT state: representation of the motor state detected in the 
patient. Red corresponds to OFF state, Green to ON state, and yellow 
to the intermediate state. 
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Weekly Summary of Stride speed of the patient 52 
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Saturday Sunday Monday Tuesday Wednesday Thursday Friday 
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Figure 5.14 Weekly average of stride speed. 


e  Dyskinesia: periods in which choreic dyskinesias have been detected in 
the patient. 


e  FoG episodes: The number of FoG episodes is represented in this row. 
If an FoG episode is detected, a box with the number of episodes is 
drawn. 


5.3.2.11 Graph of daily stride fluidity (extended report) 

The system generates a graph of the stride fluidity when the patient is walk- 
ing, where the daily evolution of the stride fluidity of the patient's gait can 
be assessed. 

In addition, in the background of the graph, the detected motor state is 
also drawn (red for OFF, green for ON, and yellow for INT). Finally, note 
that the thresholds calculated (by a self-adaptive algorithm), upper (green) 
or lower (red), are also drawn. These thresholds indicate when the patient 1s 
in its OFF zone or ON zone. The threshold changes between patients, given 
that the sensor learns how the patient walks. The thresholds are set based on 
machine learning methods and establish the patient’s ON and OFF zones. 
This graphic is very interesting in understanding how the patient fluctuates 
and how much fluctuates. 

On the horizontal axis, it can be observed the hours of the day and on 
the vertical axis, the units correspond to the stride fluidity (m/s). 
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Figure 5.15 Daily motor states, including information about FoG episodes. 


5.3.2.12 Graph of daily physical activity (extended report) 

This group of indicators provides detailed information about the physical 
activity the patient has performed throughout the day and during the days 
they have been monitored. These variables are: 


e Step length 

e Cadence 

e Energy expenditure 
e Number of steps 


In each of the graphs, the hours of the day are shown on the horizontal axis, 
and the units corresponding to each measurement are shown on the vertical 
axis. Figure 5.17 shows the daily energy expenditure as an example. 

As it was also introduced above, the system can produce a reduced ver- 
sion of this complete report. The reduced report is just a selection of the 
information and graphs contained in the extended report. 

Information with special interest in order to help the clinical profes- 
sionals to have a more complete and objective view of the state of the PD 
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Stride fluidity of the patient 3 day 16-03-2021 
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Figure 5.16 Daily stride fluidity and motor states. 


Energy expenditure of the patient 51 day 25-01-2019 
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Figure 5.17 Daily energy expenditure and the motor states in the background. 


patient, was selected. In concrete: the Summary page (Section 5.2.2.3), the 
weekly motor state (Section 5.2.2.4), the weekly time in OFF state (Section 
5.2.2.5), the weekly FoG episodes (Section 5.2.2.6), and the bradykinesia 
index weekly graphic (Section 5.2.2.7). 


5.4 Report Hints and Interpretation 145 


5.4 Report Hints and Interpretation 


As a part of the user (mainly the health professional) interface of the 
STAT-ON'M device, the contents of the extended report have been presented 
in previous sections. This report and the graphical representation of the cap- 
tured and measured data was determined according to the list of the users” 
requirement, shown in Table 5.1, and after many discussions and professional 
opinions from several cooperating neurologists. 

The measured data of the different relevant motor PD symptoms and 
the calculations and algorithms applied to them, in order to be stored in the 
device, and represented under the form of a report when required from the 
app, is explained and presented in [9]. 

The objective of this section is to try to clarify some of the contents of 
the report to make their correct interpretation easier for the proper use of this 
information (and the contained data) for the correct management of the PD 
patient. 

The following text presents some hints and comments on the interpreta- 
tion of some parts of the report. This is not a complete list, but some specific 
aspects have been identified: 


5.4.1 Some interpretations on the weekly summary of 
motor state graph 


We refer to the graph presented in Section 5.2.2.4. Itis necessary to remember 
that green color corresponds to the ON state, red to OFF, yellow corresponds 
to the intermediate state and gray means that the period is not applicable 
since the patient is not walking. The magenta line represents the presence of 
dyskinesia, the black line corresponds to pressing the button, and the blue 
line indicates the occurrence of a fall. 

Figure 5.18 corresponds to a couple of days of the complete monitored 
period of a patient presenting some interesting particularities: 


e [|t can be seen how the patient has presented dyskinesias at some 
moments of the monitoring, but that he presents an OFF-motor state 
during a great part of it. 


e On the other hand, it presents some isolated FoG episodes, which means 
that, during the half-hour of resolution that the graph has, at least 1 FoG 
episode has been detected. 


e In this representation, several conditions must be taken into account. 
One of the most important is that the diagnosis of OFF can only be 
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25-01-2019, vie 


26-01-2019, sáb 


Figure 5.18 Part of the weekly summary graph of a patient. 


OFF state during walking 


Not detectable state (probably in OFF but not walking) 


Figure 5.19 Example of active periods followed by inactive ones. 


issued when the patient is walking due to the functioning character- 
istics of the sensor based on accelerometers. Therefore, in moments 
when a verdict cannot be issued, the monitoring zones without diagno- 
sis appear (in gray). 


e Some patients do not walk or walk less during episodes of deep OFF. 
This means that these episodes in gray may be long periods of 
inactivity, or the patient is so bad that he cannot even walk. 


Another interesting aspect to be discussed can be seen in Figure 5.19, where 
the patient walks a lot throughout the day, and although he presents interme- 
diate states, he continues walking. However, when it goes into an OFF state, 
he stops walking for a long time. 

When the system issues the diagnosis again, it is already in ON state 
again. We can appreciate how the OFF state is only counted for half an 
hour, although it may take longer (remember that the sensor can only detect 
and measure when the patient is moving). In these cases, it is important 
to consult with the patient if, during the OFF periods, he tries to walk 
or not. 

A comment and explanation must be made on the fall detection capabil- 
ities of STAT-ON™. It is convenient to consider Fall detection as an indica- 
tive mark since it can generate some false positives in specific situations such 
as when the patient lies down in bed or on the sofa very abruptly or when the 
patient leaves or puts on the seatbelt due to the manipulation movements. 
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Possible Fall detection 
The button has been pressed un» of a FoG episode 


16-03-2021, Tue 


Figure 5.20 Some details related to fall detection, the existence of FoG, and pressing the 
button situation. 


Observed FAULT POSITIVE of dyskinesia 


Figure 5.21 A false positive was observed in a healthy person wearing STAT-ON™. 


This is a possible consequence of not receiving any feedback from the user 
(the patient wearing the system). 

Figure 5.20 shows a day distribution of a given patient where FoG 
appeared at a given moment, and a fall has been indicated during an ON state, 
and at a given moment, the patient pressed the button. 

Concerning the presence of FoG, this kind of graph shows that in 
the half-hour slot around the indicated circle, at least one FoG episode has 
occurred. For more details and information, it is necessary to consult the spe- 
cific information detailed in section 5.2.2.6. 

The button press mark (black vertical line) appears each time the patient 
presses the button. This functionality can be used as desired and according to 
the indications done by the neurologist. For example, in the concrete study 
shown in Figure 5.20, the user was asked to press it when he took medication. 

During the validation of the system, monitoring tests were carried out 
with healthy patients, obtaining profiles of activity. It should be noted that on 
certain occasions (such as shown in Figure 5.21), there may be false detec- 
tions depending on the activity that is taking place (in this case, it is a bus 
trip). 

In healthy individuals, false positives of some symptoms (especially 
dyskinesia and FoG) have been observed when performing activities such 
as scrubbing the floor, cleaning the oven, or taking some public transport 
such as a train or bus. /t is relevant to advise patients to try to carry out 
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their activities of daily living normally, but to remove the sensor if they are 
going to carry out physical activities (e.g., going to the gym) or activities with 
highly repetitive movements such as scrubbing the floor. It is suggested to 
clinicians that they ask the patient to fill in a simple diary explaining if they 
take some transport or do sport. 


5.4.2 Some details on the weekly FoG episodes 


This comment is referred to the detection of FoG episodes and their weekly 
representation (see Figure 5.10). On the horizontal axis, the monitored days 
(maximum one week) can be observed, and on the vertical axis, the num- 
ber of episodes detected per day. This chart shows the number of episodes 
detected per day, the average duration (as explained in Section 5.2.2.6 at 1.6-s 
resolution), and the standard deviation of the duration per day. 

FoG detection is based on the movement patients make when they are 
blocked, which can be similar to some movements carried out in physical 
activities such as the gym or classes of various dance disciplines. Therefore, 
it is necessary to ask the user if they have carried out these activities during 
the monitoring process and to recommend that they remove the sensor 
when they are going to carry them out. Furthermore, in the same way as the 
previous section, it is recommended to fill in a simple diary explaining if they 
perform some activity such as sport or taking some transport. 


5.4.3 Some recommendations for a correct use of STAT-ON™ 


Due to the internal design of the device, based on accelerometry and the 
treating algorithms for the detection of PD-related motor problems, it is very 
convenient to be aware of some basic recommendations. 

These recommendations are formulated in base on the acquired knowl- 
edge during the design process and the user experience in real cases: 


e The STAT-ON™ system is a human movement analyzer; therefore, it is 
completely discouraged to carry it for long periods in public and private 
transport as it can cause false positives in some detectors. 


e X Patients should be advised to try to carry out their activities of daily liv- 
ing usually, but to remove the sensor if they are going to perform phys- 
ical activities (e.g., going to the gym) or activities with highly repetitive 
movements such as scrubbing the floor. 
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e The patient may be required to press the button to indicate any circum- 
stances the neurologist indicates (e.g., taking the medication, thinking 
he is entering an OFF period, etc.). He should, therefore, avoid pressing 
it in any other circumstance. 


5.5 Conclusion 


The chapter has presented the complete user interface for the correct use and 
reported measurement understanding. For more detail, it is recommended to 
access the STAT-ON™ user manual [1] or the product’s website [12]. 
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Abstract 


As part of the introduction and diffusion strategy of the STAT-ON™ 
device among neurologists and professionals, treating patients affected by 
Parkinson’s disease, a number of experiences have been promoted in several 
hospitals and movement disorders units. 

The present chapter explains 13 real use cases experimented in Spanish 
hospitals, mainly in the period 2020-2021, using the device to help the pro- 
fessionals with current treatment activity. In the totality of the presented 
cases, advantages have been obtained with the use of STAT-ON™. Details are 
reported in the following sections. 


6.1 Introduction 


This chapter presents a series of real clinical use cases developed over the last 
2 years, including the use of the STAT-ON™, as part of the care and treatment 
process provided to various patients with Parkinson’s disease. 

As can be seen in the affiliation of the different authors, the collaborat- 
ing hospitals and involved movement disorder units and services are distrib- 
uted throughout the Spanish geography. These selected experiences are part 
of the introduction and dissemination process of the new STAT-ON™ tech- 
nology in the regular neurologists’ medical activity to treat already diagnosed 
patients with Parkinson’s disease. 

The previous chapters presented the complete process through which 
important scientific and technological results, materialized in the REMPARK 
project, became a class IIa medical device ready to be introduced to the mar- 
ket. This process means that a series of challenges and requirements of the 
process itself has been covered (scientific-technological quality, safety of 
use, adaptation to existing regulations, etc.) leaving, nevertheless, a very 
important aspect for this type of product, which consists of its acceptance for 
being used in medical practice by neurologists and professionals. It is very 
important, therefore, that STAT-ON” can prove its usefulness, as a comple- 
mentary technology, when used in the patient care process to provide relevant 
and decisive information for improving therapies. 

The chapter has been coordinated by Dr. Nüria Caballol and the 
authors, responsible for each use-case, are referred at the beginning of each 
section. 

An attempt has been made that the different cases have a similar struc- 
ture, which focuses on the presentation of the personal histories and those 
referring to the Parkinson's disease of each one of the patients. A presentation 
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of their condition is made according to the physical examination carried out, 
which in many cases (when the doctor considers it necessary) includes the 
result of various applied scales and tests. This is followed by the objective 
pursued, for each case, with the use of the STAT-ON™. 

Results obtained are presented, showing relevant parts of the reports 
generated by the device, which allows addressing a series of discussions and 
conclusions related to each specific case, and which try to highlight the bene- 
fits obtained through the use of the technology. In many cases, this opens the 
door to being able to carry out an improved screening process, an improve- 
ment in the treatment, a better therapeutic adjustment, or the advanced iden- 
tification of a series of characteristics related to the disease. 

As arelevant conclusion, it is worth saying that the use of the STAT-ON™ 
device contributes to a better knowledge and understanding of the disease by 
the patients, helping them to be more aware of their condition (representing, 
also, an increase in the patients’ empowerment level). 

It is necessary to mention that, as the use cases are real, some of the 
presented figures, containing parts of the STAT-ON™ generated reports, are 
in Spanish since this is the language used by the authors in their contributing 
hospitals. 


6.2 Early Detection of Motor Fluctuations 


Responsible professional: Dr. Angels Bayés. 
Unitat de Parkinson. Centro Médico TEKNON. Barcelona. 


Personal history: This 65-year-old man worked as a commercial director in 
a data protection company. He has the habit of doing sports frequently and 
intensively. In 2013 he interrupted his sports activity due to a knee injury. 
Past clinical history includes olfactory dysfunction since many years, viral 
pericarditis in 1986, and surgically treated meniscopathy. 


Parkinson’s disease history: In 2013, some changes in the sleep pattern 
began in the form of fragmented sleep. Since May 2014, he has presented 
difficulties in writing with alterations in neatness and size. In addition, he 
referred to clumsiness for fine motor skills, such as picking for coins in a 
pocket and a slight resting tremor in the left hand. 

Dat-Scan was performed in November 2014, which showed bilateral 
putaminal hypoperfusion, being worse on the right side. He was diagnosed 
at this time with Parkinson’s disease. In 2015, he lost 5 kg of weight in 6 
months. The disease has evolved slowly throughout these years, with pro- 
gressive clumsiness for both automatic and voluntary movements and muscle 
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rigidity, especially affecting fine motility. In addition, he has presented pro- 
gressive difficulty in verbal communication, drooling, and low mood, with 
a tendency to self-social isolation. In March 2016, he started a low dose of 
levodopa (100 mg/day) with improvement in sleep and tremor. The dose of 
levodopa was progressively increased to a current dose of 450 mg/day, asso- 
ciated with opicapone. The patient reports a good motor response to levodopa 
and no fluctuations in relation to medication, although he reported tiredness/ 
fatigue, especially in the afternoon. 

At that moment, he was taking the following medication: rasagiline 
(1 mg 1-0-0), pramipexole (2,1 mg 1-0-0), levodopa/carbidopa (100/25 mg 
1-1-1-1 (intakes at 7-12-17-22-24 h), and opicapone (50 mg 0-0-0-1). 


Physical examination: Left-handed. Well-oriented patient, with good cog- 
nitive status and no motor or sensory deficits. Mild stiffness of the neck and 
upper extremities, predominantly on the left. Mild fine motor disability, pre- 
dominantly on the left side. UPDRS (test performed on March 17, 2022): 
Mental activity: 1; activities of daily living: 8; motor exploration: 14; Hoehn 
and Yarh: II; Schwab and England: 70%. 


STAT-ON” objective of use: Given the suspicion of motor fluctuations, a 
study with STAT-ON” was proposed. He was asked to wear the sensor for 
12 h a day for 7 days and told to press the button on the device after each 
levodopa intake. 


Diagnosis and decision-making: According to the STAT-ON” record (see 
Figure 6.1), the patient presented motor fluctuations. A delayed ON was 
detected in the first levodopa dose in the morning and in sporadic doses, espe- 
cially in the afternoon. Some dyskinesia was also detected, and it must be 
indicated that the patient was not aware of it. Some freezing of gait episodes 
were detected, specifically during OFF or wearing-off periods. 

Given the patient's complaint of being suboptimal, with evidence of 
delayed ON/wearing-off, as reported by the STAT-ON™, an increase in 50 mg 
of levodopa was indicated at 5 pm. After this adjustment, the patient-reported 
experiencing a generalized better clinical state. 


Discussion: It is well-known that there exists a lack of awareness of most 
people with Parkinson’s disease. This also includes the difficulty in detecting 
early ON-OFF fluctuations. This data is crucial to adjust the treatment as 
soon as possible and improve daily quality of life. 


Conclusions and take-home messages: The use of STAT-ON™ has been 
very useful in verifying that this patient has motor fluctuations and making 
him aware of them, helping to adjust the treatment more precisely. 
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Figure 6.1 Weekly summary reported by STAT-ON™ (it shows delayed-ON in the morning, 
between 7 and 8 am). Additional OFF periods appeared around 12 am, and later, between 5 
and 6 pm were also detected. 


6.3 Improving Awareness of the First Motor Fluctuations 


Responsible professional: Dr. Anna Planas-Ballvé 
Complex Hospitalari Moises Broggi (movement disorders unit) in Sant 
Joan Despí. Barcelona. 


Personal History: He is a right-handed, Caucasian, 59-year-old man, 
ex-smoker, working as a telecommunications engineer with a history of mild 
obstructive sleep apnea. 


Parkinson’s disease history: His symptoms started at 53 years of age with rest 
tremor, stiffness, and fine motor clumsiness of the right upper limb, impair- 
ing his daily activities and tasks at work. The patient also reported olfactory 
loss since he was approximately 45 years old. Laboratory workup including 
complete blood count, renal, liver, and thyroid function was normal. Magnetic 
resonance imaging of the brain was unremarkable. A diagnosis of clinically 
established Parkinson’s disease was established, according to the International 
Parkinson and Movement Disorder Society (MDS) task force criteria. 
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At 54 years of age, treatment with an extended-release form of 
ropinirole (8 mg/day) optimally controlled the Parkinsonian symptoms. 
One year after, symptoms were bilateral but markedly asymmetric, and 
carbidopa/levodopa (75/300 mg) was started with positive control of 
symptoms. 

However, a few months later, safinamide (100 mg/day) was started 
because the patient explained mild general disability, and dragging of the 
right leg when walking was observed. In addition, the patient did not notice 
wearing-off or dyskinesia. At that time, the Hoehn—Yahr (HY) stage was 2, 
the UPDRS-III score was 10, and the levodopa equivalent daily dose (LEDD) 
was 590 mg. 


STAT-ON objective of use: The use of the device was proposed since the 
neurologist suspected initial motor fluctuations and with the objective to 
assess the progression of the first motor fluctuations. 


Diagnosis and decision-making: According to the information provided by 
the sensor, morning akinesia was detected almost every day, and the per- 
centage of daily time in OFF was 4.2%. However, the patient denied having 
morning akinesia or wearing-off. 

Surprisingly, the sensor detected freezing of gait (FoG) in ON, interme- 
diate and OFF states. However, the patient denied suffering from true FoG 
episodes. Due to the fact that the patient dragged his right leg while walking, 
1t was considered that the device was detecting this motor phenomena of 
“unilateral dragging gait” (see Figure 6.2) 

Due to the results of the first STAT-ON™ report, the carbidopa/levodopa 
dose was increased (112.5/450 mg), and opicapone (50 mg) was started. In 
addition, due to bothersome leg edema, dopamine agonists were discontin- 
ued gradually. 

At 57, the patient began noticing morning akinesia that lasted approx- 
imately 15 minutes and wore off motor symptoms in the afternoon. Another 
STAT-ON™ monitoring period was indicated, with the same HY stage and 
UPDRS-III as in the first record but higher LEDD (675 mg). The Holter 
revealed more percentage of daily time in OFF (from 4.2% to 13.6%), with 
akinesia and wearing-off, especially in the late afternoon (Figure 6.3). On 
the first day, false positive dyskinesia appeared when traveling by public 
transport. 

Later, at 58 years of age, the patient was even more aware of morning 
akinesia and wearing-off symptoms and could quite accurately determine the 
duration of the OFF episodes. The number of levodopa intakes was increased 
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Figure 6.2 First STAT-ON™ report. It shows OFF and intermediate periods in the morning. 
Intermediate periods are also shown, especially in the afternoon (however, the patient denied 
having motor fluctuations). 


from three to four, and the third STAT-ON™ sensor confirmed the accuracy of 
the patient quantifying the OFF episodes (Figure 6.4). 


Discussion: In this clinical case, STAT-ON” was very useful since it helped 
the patient and the neurologist detect early motor fluctuations. The sensor 
allowed the patient to understand better and to know his symptoms with 
good accuracy. The presented case 1s a long supervision period summary 
(around 3 years), showing different advantages when using this technology 
(noticing the neurologist the appearance of early, nonreported symptoms by 
the patient, helping the patient for a better knowledge of his disease and its 
evolution and promoting a good understanding between the patient and his 
doctor). 


Conclusions and take-home messages: In conclusion, using the STAT-ON™ 
sensor can increase the awareness of motor fluctuations in patients with PD 
and help neurologists detect them earlier. 
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Figure 6.3 Second STAT-ON™ report. The patient is now aware of his morning akinesia and 
wearing-off episodes. An increase in OFF time and decreased FoG episodes occurred (com- 
pared to Figure 6.2). 


6.4 Complimenting a Poor Patient's Interview about Her 
Motor Complications 


Responsible professional: Dr. Tània Delgado 
Hospital Parc Taulí. Sabadell (Barcelona) 


It is about a patient with some problems identifying her motor symptoms 
correctly, making it very difficult to maintain the necessary interview at the 
doctor's office during the visit. The patient as the following: 


Personal history: 61-year-old woman with an 11-year history of Parkinson's 
disease. No family history of neurological diseases, with the following per- 
sonal history: hypertension, vitiligo, right knee prosthesis, and nephrolithiasis. 


Parkinson's disease history: In 2011, she attended our clinic due to a recent 
onset left-hand tremor without other associated symptoms. At physical exam- 
ination, she had left arm tremor at rest and difficulties with gait without left 
arm swinging. À cranial MRI was performed, showing a left posterior tha- 
lamic chronic microhemorrhage. 
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Figure 6.4 Third STAT-ON™ report. In this report, it is shown that FoG is less frequent. 
However, in this year, the patient complains of having more intense OFF periods. 


Parkinson’s disease (HY stage 1) was diagnosed, and treatment with 
rasagiline and pramipexole up to 1.05 mg/day were started, with moderate 
improvement in tremor. 

In the following years, the tremor worsened, and a gait disorder appeared 
(left leg dragging). Levodopa was started up to 400 mg/day in September 
2016 with a good clinical response. She also reported nonprogressive cogni- 
tive deficits. No visual hallucinations or delusional ideation were present. A 
neuropsychological study showed front-subcortical impairment according to 
Parkinson’s disease. In November 2017, she began to have beneficial facial 
and extremities dyskinesias, and amantadine was added. 

From November 2019, she noticed greater difficulties in carrying out 
her daily activities, and her tremor worsened. As a result, rasagiline was 
changed to safinamide without a clear benefit. 

She did not come regularly for check-ups until January 2021. At that 
visit the patient reported being worse, but she could only explain that her 
“tremor” had increased. She used the term “tremor” to refer to tremor and 
dyskinesias, without being able to quantify it, nor to determine if there was a 
schedule, or there was a relationship with the medication intake. 
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At that time, the medication schedule was as follows: safinamide 
100 mg (1-0-0), amantadine 100 mg (1-1-0), levodopa-benserazide 150 mg— 
150 mg-150 mg (at 8 h-15:30 h-23 h), and pramipexole 1.05 mg (1-0-0). 


Physical examination: In ON state, she has normal facial expression, no 
speech problems, no tremor, clumsiness of the hands 2/2/1 bilateral, move- 
ments legs one bilateral, no rigidity, no bradykinesia. 

It is observed moderate facial, axial and extremity dyskinesias, and dys- 
tonic posture in the arms during gait. Gait with normal steps, slightly unsta- 
ble. Normal postural stability. An HY = 2 was determined, and a UPDRS-III 
of 13. 


STAT-ON objective of use: In this case, it was suspected that the patient had 
both, dyskinesias and OFF periods. However, the information provided by 
the patient was very limited and misleading since she confused tremor and 
dyskinesias. 

The objective of using the STAT-ON™ was to determine if there were 
motor fluctuations and if the called “tremor” episodes were related to OFF 
periods or dyskinesias, and, subsequently, to allow for optimizing the 
treatment. 


Diagnosis and decision-making: STAT-ON™ was used for 6 days (with a 
total of 61 h of recording). The total OFF time, during this period, was 12.4 h 
(20%), an intermediate time of 9.7 h (16%), and an ON time of 17 h (28%) 
were obtained. The total time with dyskinesias was 4.8 h (8%) (see Figure 6.5 
for details and distribution). 

In general, she presented intermediate-OFF time from | to 5 pm and 
benefit dyskinesias at 10 am and 6 pm. 


Discussion: The results showed that the patient presented OFF episodes at 
the midday levodopa intake. After the morning and midday levodopa intakes, 
beneficial dyskinesias were also detected. 

Given these measurements, it was decided to lower the total levodopa 
dose and increase the frequency of doses to 100 mg in four doses (at 8-1- 
6-11 h). The patient improved clinically, reporting less dyskinesia and sus- 
tained response to treatment. 


Conclusions and take-home messages: In this case, the STAT-ON™ device 
provided us with valuable information that could not have been obtained with 
the interview or the patient’s diaries. As the device determines the presence 
and duration of the OFF periods, as well as dyskinesias, giving an objective 
perspective of the patient’s daily motor status, this information permits the 
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Figure 6.5 The STAT-ON™ report generally shows ON periods with dyskinesias in the 
morning, followed by OFF period between 1 and 5 pm. Around 6 pm, she experiences ON 
periods with dyskinesias again. 


neurologist the proper adjustment of the treatment, obtaining a good clinical 
response. 

As a final conclusion, it can be said that when the interview with the 
patients is poor or it is difficult for them to understand how to complete the 
patient's diaries, the STAT-ON” device can be a very good alternative, help- 
ing the understanding of the patient’s motor state. 


6.5 Indirect Detection of Probable PD Nonmotor 
Fluctuations (NMF) 


Responsible professional: Dr. Asuncion Avila 
Complex Hospitalari Moisés Broggi. Sant Joan Despí (Barcelona) 


Parkinson's disease history: The patient is a woman. In July 2005, a 67-year- 
old female was referred to our movement disorders unit for the 1-year dura- 
tion of nondisabling intermittent resting tremor in her right hand. Her past 
medical history revealed arterial hypertension. 
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On neurological examination, the patient had normal cognition. An 
intermittent mild resting tremor was observed in the right hand, as well as 
mild signs of cogwheel rigidity and bradykinesia. Gait and balance were nor- 
mal and postural reflexes (UPDRS-III 11, Hoehn—Yahr 1.5). The diagnosis of 
idiopathic Parkinson’s disease (PD) was entertained. During the first years, 
the patient had a good and maintained response to treatment with rasagiline 
1 mg once daily and ropinirole extended release 8 mg once daily. 

Three years after the diagnoses, the treatment was optimized with 
300 mg/day of levodopa/benserazide with good clinical benefit. In July 2020, 
when she was 72, she came urgently to our Unit because she began expe- 
riencing an unpleasant feeling of emptiness in her abdomen that appeared 
in the afternoon, with no relation to the levodopa dose or other drugs. She 
described her uncomfortable sensation as “nervousness, “if something was 
missing," and “if I was hungry.” The episodes could last between minutes 
and hours. The patient said that “she didn’t experience painful sensations.” 
In addition, she said that “when it happened to her, she was useless, and she 
couldn’t do anything.” Nevertheless, she denied having motor fluctuations 
(MF), freezing of gait episodes, or dyskinesias. Over the next 5 months, sub- 
sequent trials of modifying treatment were not helpful: 


e Increasing the number of levodopa intakes and decreasing their intervals. 


e Increasing the total dose daily of levodopa up to 800 mg/day with 
benserazide in four doses. 


e Increasing daily dose of ropinirole extended-release up to 12 mg once 
daily. 


e Adding opicapone 50 mg in a single daily dose. 
e Adding entacapone 200 mg with some dose of levodopa. 


The patient did not experience improvement with any treatment, and some 
modifications were abandoned in the first days because she felt worse. At 
the physical examination, she had mild right-sided parkinsonism with mini- 
mum right-hand tremor at rest and bradykinesia (UPDRS-III 5, Hoehn—Yahr 
1.5). The psychiatrist of our movement disorders unit evaluated the patient 
without diagnosing her with any psychiatric pathology suggestive of specific 
treatment. 


STAT-ON™ objective of use: Given the persistence of the symptoms, it was 
decided to use STAT-ON™ in order to try to identify slight motor fluctuations 
(MF) that the patient could not identify herself. 


6.5 Indirect Detection of Probable PD Nonmotor Fluctuations (NMF) 163 


el y VEL 4a 16 EL 
Maw Mo Mor Mos SaL | cua» 


Figure 6.6 STAT-ON™ report showing a predominant OFF period between 2 and 7 pm, in 
coincidence with the experienced nonmotor fluctuation. 


After the use period of 5 days, it was appreciated (Figures 6.6 and 6.7) 
that the patient presented OFF periods in the afternoon, especially between 
2 and 7 pm, which coincided with the uncomfortable abdominal sensations 
that she had described. The Holter also recorded some isolated freezing of 
gait (FoG) episodes. 


Diagnosis and decision-making: After the detection of the motor fluctua- 
tions (MF) that the patient was unable to detect herself, it was considered 
that, probably, the patient experienced nonmotor fluctuations (NMF) in the 
form of anxiety, abnormal abdominal sensations, and/or restlessness in coin- 
cidence with MF. 

The patient was treated with rasagiline (1 mg/day), levodopa/benserazide 
(200/50 mg) in four doses daily, and ropinirole extended release 12 mg once 
daily. The patient was informed about the STAT-ON™ results and our suspicion 
about the coincidence between the MF and NMF periods. Additionally, we 
decided to substitute rasagiline for 100 mg of safinamide once a day. 

After this intervention, the patient significantly improved her probable 
NMF. Three months later, a new STAT-ON™ registration was made during 
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Figure 6.7 Percentage and number of OFF hours per day detected by STAT-ON™ (December 
24 to 28, 2020). 


3 days, and an evident reduction of the daily OFF time was detected, con- 
firming the correlation between the patient’s MF and NMF periods (see 
Figure 6.8). 


Discussion: In Parkinson's disease, nonmotor symptoms can fluctuate (NMF) 
like motor symptoms (MF) [1]. An NMF can be seen as any change in the 
severity level of the nonmotor symptoms [1, 2], and many patients with MF 
also experience NMF with a prevalence in the range from 17% to 100% [2, 3]. 
This wide variability may be due to the difficulty in the identification of 
NMF since the diversity of fluctuating nonmotor symptoms, its largely subjec- 
tive nature, and a frequent lack of perception of NMF despite the high impact 
of nonmotor symptoms on the autonomy and quality of life of the patient. 
Twenty-eight percent of patients who experience both MF and NMF 
complain that NMF is more disabling than MF [3, 4]—psychiatric nonmotor 
symptoms related to motor symptoms in their timing and number of ON-OFF 
switches. The NMF can be present simultaneously with or later than MF [3]. 
Considering these PD aspects, it can be said that identifying FM using 
STAT-ON™ can help the neurologist indirectly identify the patients’ NMF. 


Conclusions and take-home messages: 


e  NMF include any nonmotor symptom change in the severity level, and 
their identification is difficult in clinical routine. 
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Figure 6.8 Percentage and number of OFF hours per day detected by STAT-ON” 3 months 
later (from March 24 to 26, 2021). 


e  NMF develops simultaneously or after FM, so the identification of FM 
by STAT-ON” can help professionals to identify NMF indirectly. 


6.6 Deciphering the Patient's Complaints using STAT-ONTM 


Responsible professionals: Dr. Alexandra Pérez-Soriano and Dr. Nüria 
Caballol 
Unitat de Parkinson. Centro Médico TEKNON. Barcelona. 


Personal history: A 68-year-old woman attended in 2020. She was diag- 
nosed with PD in 2015. She graduated when she was 22 years old and worked 
in the bank sector until her retirement when she was 55 years old. 

In her personal history, it was only remarkable dyslipidemia and hypo- 
thyroidism. Regarding family history, no other members had been diagnosed 
with PD. However, her mother, grandmother, and two uncles suffered from 
tremors. 
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Parkinson’s disease history: Regarding premotor symptoms, hyposmia and 
a possible REM — Behavior Disorder (RBD) and constipation, were present. 
She had never been diagnosed with depression, although she defined herself 
“as an obsessive and anxious person.” 

Her PD started with a rest tremor in her right leg and a rest and action 
tremor in her left arm and left leg. Initially, she was diagnosed with anx- 
iety and received treatment with escitalopram and benzodiazepines for 
3 months. Due to the persistency of the tremors, levodopa/carbidopa 300 mg 
was then started along with pramipexol-immediate release 0.18 mg with a 
good response. In 2016 she started to have motor fluctuations in the form of 
delayed-on in the morning, thus safinamide was added. From 2016 to 2020, 
her symptoms were quite well-controlled with levodopa-carbidopa 300 mg, 
pramipexol 1.05 mg, and safinamide 100 mg (levodopa equivalent dose of 
655 mg/day). 

In January 2020, she complained of bothersome movements in her right 
leg that appeared while standing. She referred to these right-leg movements 
as “tremors,” though during her follow-up visit, the movements clinically 
seemed dyskinesias. She also described that her right foot turned inwards, 
suggesting dystonic right foot movements associated with pain in her right 
leg. OFF periods with pain and right foot dystonia were suspected, and opi- 
capone 50 mg was added in June 2020 to the treatment with partial relief. 

However, in 2021 she noticed a worsening of her right leg movements 
that were especially annoying while standing and talking to someone in the 
street. Due to these symptoms, she avoided going out and stayed at home 
more than usual. Axial dyskinesia was also seen at the clinical examination 
hence amantadine 200 mg/day was added to her treatment schedule. 

In December 2021, the equivalent levodopa dose was 855 mg/day, and 
her treatment was as follows: levodopa-carbidopa 100 mg 1-1-1 (300 mg/ 
day), pramipexol 1.05 mg 1-0-0, safinamide 100 mg 1-0-0, opicapone 50 mg 
1-0-0, and amantadine 100 mg 1-1-0. 

In 2021, when she was asked about “OFF states,” she was doubtful at 
first, saying that “she wasn’t sure she was having any” but mentioned that she 
“may be having 2 or 3 h a day in which she noticed worsening of dexterity in 
her left arm and leg, and generalized rigidity and slowness of movements.” 

Regarding the nonmotor symptoms, she complained of having anxiety 
and excessive sweating, but not in the OFF state. She was not sure about the 
amount of dyskinesia per day. 


Physical examination: The progression of the UPDRS-III ON over the last 
years was from a UPDRS-III ON of 9 and an H and Y - 2 in 2019 to a 
UPDRS-III ON of 19 and a H and Y =2, in 2021. 
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At the physical examination in the ON state, left rigidity and left brady- 
kinesia were observed, along with axial and right leg dyskinesia. 

In the OFF state, her left bradykinesia and rigidity worsened, and rest 
tremor was present in her right leg. Freezing of Gait was not observed. 


STAT-ON™ objective of use: Although, in the present case, the presence and 
duration of the motor fluctuations could have been inferred from the clinical 
interview, the patient still showed many doubts regarding several aspects of 
her motor symptoms. Therefore, the objectives of using the sensor were: 


e To confirm the existence of OFF periods. 


e To explore more details about the timing and duration of the OFF 
periods. 


e To confirm if the annoying right leg movements were dyskinesia. 
e  Toanalyze the timing and duration of the suspected dyskinesia. 


The patient was instructed to wear the sensor for one week. She was trained 
to press the button at the time of the levodopa dose. At the same time, she was 
given a simple diary to write down her daily activities, as well as the precise 
moment in which her right leg movements became “annoying.” 


Diagnosis and decision-making: The report of the STAT-ON™ was ana- 
lyzed with the patient. The dyskinesia and OFF periods shown by the report 
(Figure 6.9) were checked day-by-day along with the patient diary shown in 
Figure 6.11. 

The diary is helpful if the patient collects some activities that could be 
false positives (going by car or transport, sweeping, etc.). Nonmotor symp- 
toms (anxiety and pain) can also be recorded to check if the nonmotor fluctu- 
ation occurs along with the motor OFF state. 

We can do a detailed analysis of Figure 6.9 contents: 


e She came to our clinic to put the sensor on Friday 10. She arrived at 
her home at 10 am, and according to the report, she was in the ON 
state with dyskinesia, although she did not indicate the dyskinesia as 
bothersome that day in the diary (Figure 6.11). At midday and night, 
she was in OFF state. In total, 4 h in OFF were detected by the sensor 
on Friday 10 (Figure 6.9B), which represents 30.8% of her total wake 
time. 


e On the second day (Saturday 11), the patient said she had morning aki- 
nesia for 20 minutes. Afterward, she was in an intermediate state, and 
right leg dyskinesia was detected. In the afternoon, the patient explained 
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Figure 6.9 (A) Results of the first 3 days. After the morning akinesia period, she had ON 
with bothersome dyskinesia. (B) Total number of hours in the OFF time distributed per day. 


that she was shopping, and although she was walking and active, she 
was in the OFF period. 


On the third day (Sunday 12), she marked 2 h in which her right leg 
movements were present and especially annoying: at 1 pm and 10 pm 
(Figure 6.11). This last dyskinesia period on Sunday 12, just after tak- 
ing the levodopa dose (Figure 6.9A), could raise the possibility that her 
dyskinesia could be biphasic. The day before, she also had dyskinesia 
at 11 am while in the intermediate state. 


Overall, in the 3 days analyzed, the OFF periods were present in the morning, 
midday, and night. The sensor also helped to show that the motor state was 
worse after midday and that she was better after the first morning levodopa 
dose, despite the bothersome dyskinesia. 


In the report of the next 4 days, a better motor state was generally 


observed, with less OFF time per day (Figure 6.10): 


On the fourth day (Monday 13), she was doing housekeeping and read- 
ing in the morning. In her diary, she marked annoying symptoms at 
10 am, 11 am, and 12 am, while doing these activities. (Figure 6.11). 
The report of the STAT-ON™ device showed a dyskinesia period from 
10:15 am to 1:45 pm (Figure 6.10A). 


On the fifth and sixth days of monitoring, the patient marked bother- 
some dyskinesia on Tuesday 14 at 1 pm, while cooking and at 6 pm 
while she was shopping. Nonetheless, on that day, the STAT-ON™ did 
not capture the dyskinesia. Similarly, on Wednesday 15, she went out 
to a restaurant to have lunch at 2 pm, noticing the supposed annoying 
dyskinesia again, but the sensor did not detect them. 
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Figure 6.10 Compared with the previous 3-day monitoring period (Figure 6.9), the report 
shows a better motor state with an average of 1.5 h per day in OFF state. 


After wearing the sensor, the patient's awareness of the motor compli- 
cations improved and the clinical hypothesis of what was happening regard- 
ing motor complications was confirmed by the neurologist: 


e OFF periods were confirmed. The clinician explained to the patient that 
during the morning, when she had morning akinesia, and she usually 
returned to bed to have more rest, she was actually in an OFF state. She 
also understood that OFF states related to dexterity worsening in her left 
extremities and slow movement, especially at midday and afternoon. 


e Regarding dyskinesia, it was confirmed that they were bothersome most 
of the time and that they were both peak-dose and biphasic. She was 
instructed to call them correctly (dyskinesia and not “tremors”). 


Consequently, the treatment was adjusted. Levodopa total dose was reduced, 
and levodopa doses were fragmented into five doses: levodopa-carbidopa 
(five doses of 50-250 mg/day), pramipexole 1.05 mg (1-0-0), safinamide 
100 mg (1-0-0), opicapone 50 mg (1-0-0), and amantadine 100 mg (1-1-0). 
The dyskinesia improved during 6 months. However, the OFF periods 
intensity worsened in the next appointments, and an impulse control disorder 
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Figure 6.11  Patient's diary while using the sensor. In this case, the diary was useful for the 
patient to identify bothersome dyskinesia. The asterisks in green represented the moment the 
patient did not feel good, and the symptoms were bothersome to her. For example, the dyski- 
nesia was annoying on Saturday 11, at midnight, or on Sunday 12, around 1 pm. 


appeared (binge-eating). For these reasons, the patient is now being evaluated 
for deep brain stimulation (DBS). 


Discussion: The identification of PD motor complications, in the daily-clin- 
1cal practice, can be quite well recognized in a thorough clinical interview 
using the appropriate clinical scales and the Hauser diaries [5-7]. However, 
while for some patients, the motor symptoms and the motor fluctuations are 
easily recognized by using these methods, for some other patients, these 
symptoms cannot be easily identified. 

In these cases, the clinical interview becomes more arduous, affecting 
the capacity of the neurologist to adjust treatment adequately. In addition, 
these patients are usually not deemed good candidates for clinical trials due 
to difficulties recognizing symptoms and completing Hauser's diaries. In this 
context, wearable sensors such STAT-ON” can be useful to objectively assess 
motor fluctuations as well as to educate and empower the patient, improv- 
ing self-awareness to detect motor symptoms and motor complications [8]. 
Moreover, in an outpatient setting, clinical scales and Hauser's diaries are not 
always used for reasons of time. Therefore, using the STAT-ON” sensor can 
be a “novel way" to objectively assess the motor state of the patient during 
the day in a real-life scenario. 
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In the current case, the sensor detected motor complications that the 
neurologist had already suspected during the clinical interview. In general, the 
patient knew that sometimes she had OFF states affecting dexterity in her left 
extremities, and even though sometimes she named the right leg movements 
as “tremors,” dyskinetic right leg movements were observed and suspected 
by the clinician. However, the use of the STAT-ON” helped both the patient 
and the neurologist to increase the degree of self-awareness and better under- 
stand the main times when the symptoms became especially bothersome. 

The sensitivity and specificity of the STAT-ON” sensor for detecting 
dyskinesia are 95% and 93%, respectively, for strong or mild trunk dyskine- 
sia [9]. The sensitivity 1s lower (39%) for mild limb dyskinesia. Despite these 
limitations, in our case, the STAT-ON™ report clearly showed the ON dys- 
kinesia periods and only missed mild dyskinesia that the patient referred to 
when she was out shopping or eating. This indicates that the bothersome dys- 
kinesia was not necessarily more intense but made them bothersome because 
they were present when she was doing activities in which she was in public 
or concentrating at home (reading and cooking). 


Conclusions and take-home messages: In addition to the very good char- 
acteristics of STAT-ON”, identifying and analyzing the motor symptoms 
related to PD, it is convenient to emphasize that: 


e  [tenables the precise identification of when a certain symptom (dyski- 
nesia or OFF) is bothersome or disabling. 


e It can be a very useful tool to educate the patient regarding suffer- 
ing motor complications. For example, in the presented case, before 
wearing the sensor, the patient sometimes referred to the dyskinesias 
as “tremors” and after wearing the sensor, the patient recognized her 
dyskinesias better. 


e For the neurologist, STAT-ON” offers the possibility to better under- 
stand the patient's complaints and adjust the dopaminergic treatment. 


6.7 Ambulatory Monitorization of a Patient with Advanced PD 


Responsible professional: Dr. López-Ariztegui Núria 
Movement Disorders Unit of the Hospital Universitario de Toledo. 
Toledo. 


Personal history: The patient is a 70-year-old female, in follow-up at the 
movement disorders unit since she was 58 years old for PD and poor motor 
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control in recent years. There is no remarkable personal history except for 
hypercholesterolemia, surgery for hallux valgus and saphenectomy, and fam- 
ily history of PD in several paternal relatives. 


Parkinson’s disease history: In 2010, at the age of 58, she consulted for 
several months of rest and postural tremor in the left arm, and loss of agil- 
ity as well as hyposmia. She presented left asymmetric rigid-akinetic-tremor 
syndrome on examination with UPDRS-II = 3 and -III = 12. 

The following complementary tests were carried out: 


e DaTSCAN ioflupano (1231): hypo uptake of both putamens, asymmet- 
ric with greater right involvement. 


e Cerebral MRI: within normality. 


e Laboratory tests with biochemistry, complete blood count, copper, and 
ceruloplasmin: within normality. 


e Genetic analysis: heterozygous variant gly2019Ser of the LRRK2 gene. 


With the diagnosis of PD Hoehn and Yahr stage I, a treatment with rasagiline 
was started. After 6 months, the transdermal rotigotine was added up to 12 mg 
daily, with clinical improvement in tremor and daily life activities (DLA). 

In 2013, she reported worsening of mobility with left leg dystonic and 
difficulties in DLA and sports such as swimming. Levodopa/carbidopa (LD/ 
CD) was added up to 300 mg in three doses with significant motor improve- 
ment. She remained stable for 2 years, and in 2015, she started with morning 
akinesia and fragmentation insomnia due to nocturnal akinesia. An uncon- 
trollable behavior compatible with impulse control disorder (ICD) in the 
form of kleptomania emerged. Since the ICD provoked marked anxiety, the 
dose of rotigotine was reduced to 8 mg, and the dose of LD was increased to 
four doses of 100 mg daily, with improvement in the ICD. 

In the following years, she continued with motor fluctuations, mainly 
nocturnal and morning akinesia and mild wearing-off, and she maintained 
independence in DLA, although she had to give up swimming. 

She referred mild and nondisruptive choreic dyskinesias. Different 
treatment adjustments were made, fragmenting LD/CD, adding opicapone, 
and an attempt to change from rasagiline to safinamide, but she did not tol- 
erate it due to adverse events (AE). Lastly, second-line therapies (SLT) were 
proposed, but patient and relatives were reluctant to do all of them since, with 
medication adjustments, she felt relatively well. 

From the very beginning, she had been diagnosed with anxious depres- 
sive symptoms controlled by psychiatry with escitalopram and bromazepam. 
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Over time, nonmotor symptoms (NMS) appeared: low back pain related to 
lumboarthrosis that worsened in the afternoon, hypertension in off episodes 
that require various antihypertensive medication adjustments, episodes of 
excessive sweating, nocturia, constipation, mood, and fluctuating sleep with 
the need for antidepressant treatment adjustments. 

In evaluation after the COVID pandemic, the patient was worse; she 
continued the treatment with rasagiline 1 mg, rotigotine transdermal 8 mg 
LD/CD 800 mg in five daily doses, and opicapone 50 at night (LEDD 1540 
mg): she spent the afternoon sitting without activity because she was tired 
with lower back pain. 

She had morning akinesia lasting an hour and disruptive wearing-off 
around | pm that interfered with her DLA. Since she was still reluctant to 
SLT, ambulatory monitoring with STAT-ON™ was scheduled to characterize 
the OFF episodes. 


Physical examination: MDS-UPDRS-III-Off state = 42. It was observed 
left asymmetric rigid-akinetic tremor syndrome with slow but autono- 
mous gait and freezing of gait (FoG) at the beginning of walking and when 
turning. 

MDS-UPDRS-III-On state = 9, with mild hypophonia, postural alter- 
ation with Pisa to the left, minimal asymmetry in bilateral tapping maneuvers 
with mild axial choreic dyskinesias and left leg, without tremor. 

MDS-UPDRS-I 0 = 9 (mood and anxiety, fatigue, sleep, pain, consti- 
pation, urinary), II = 10, IV = 6. The Hoehn and Yahr state is 2 in ON, 3 in 
OFF state. 


STAT-ON" objective of use: The patient was diagnosed with familial PD 
concerning heterozygous mutation gly2019Ser of the LRRK2 gene. A com- 
plicated PD stage is observed with motor and nonmotor fluctuations and dys- 
kinesias, susceptible to SLT. 

Although the presence of disruptive motor fluctuations was clear from 
history, the patient and family underestimated them. They related them with 
fatigue and did not decide on any SLT solution. It was proposed to carry 
out ambulatory monitoring with STAT-ON™ to quantify and characterize 
her OFF moments and achieve adjustment and adherence to new therapeutic 
measures. The patient was instructed to press the event button with each LD/ 
CD intake. 


Diagnosis and decision-making: The STAT-ON™ report covered 6 days 
(Figures 6.12 and 6.13) and showed an active patient who walked an average 
of 18,000 steps per day, but she was less than 5096 of the monitored time in 
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Días monitorizados: 6 


Tiempo monitorizado: 83.5 horas 


N° episodios FoG: 63 
Media episodios FoG/dia: 10.518.4 


Media minutos andando/día: 183.8167.4 


Media número de pasos/día: 18041.5+6699.3 


Tiempo total sin diagnóstico (% tiempo monitorizado): 6 horas (7.2%) 


Tiempo total en OFF (% tiempo monitorizado): 17.5 horas (21.0%) 


Tiempo total en Intermedio (% tiempo monitorizado): 20.5 horas (24.6%) 


Tiempo total en ON (% tiempo monitorizado): 39.5 horas (47.3%) 


Tiempo total con discinesias (% tiempo monitorizado): 11 horas (13.2%) 


Umbral personalizado de bradicinesia (Fluidez de zancada) >8 óptimo <6 subóptimo 6.610.5 


Figure 6.12 Summary of STAT-ON™ report. As indicated, it was detected a 21% of OFF 
Time, a 47.3% of ON time, and a 24.6 % of intermediate state. She was suffering from 
dyskinesias during a 13.2% of the monitoring time. 


ON state. She spent 21% of the time in the OFF state and 24.6% in the inter- 
mediate state with the following distribution: 


e Morning akinesia, with episodes of FoG, and a latency in the effect of 
the first dose of more than 30 minutes. 


e Episodes of wearing-off in the rest of the LD/CD doses, with a variable 
duration of 30-120 minutes with a transition between intermediate and 
OFF state, associated with FoG phenomena less frequently than in the 
morning. 


e  Dyskinesias generally appeared in the afternoon but accounted for 
only 1396 of the monitored time, and the patient reported them as not 
disruptive. 


After discussing these results with the patient, it was decided to perform an 
apomorphine test, which was positive at the dose of 4 mg without adverse 
effects. Treatment was adjusted by increasing the dose of LD in the first 
and second levodopa intakes up to 200 mg. Subcutaneous apomorphine 
injections were started for OFF periods rescue. In the subsequent visit, the 
patient explained that she recognized well the OFF episodes, and that she 
only used the apomorphine midday rescue, if she had to go out to do some 
activity. 
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Figure 6.13 The STAT-ON™ report shows intermediate state in the morning with FoG epi- 
sodes. The report demonstrates OFF states associated with the LD/CD doses. Dyskinesias 
were especially present in the afternoon. 


Discussion: This case reflects a common problem found in the clinical prac- 
tice with patients with PD: the difficulty for many patients and their relatives 
to recognize the OFF symptoms [1]. Recognizing OFF time can be especially 
difficult when nonmotor symptoms such as fatigue, pain, or mood disorders 
dominate the OFF periods. In these cases, when performing ambulatory mon- 
itoring and reviewing it with the patient, they can realize that their symptoms 
are related to LD doses and help them to have greater therapeutic adherence. 

A second common problem, in clinical practice, is that the patient and 
their relatives do not understand the need to change the therapeutic strategy 
with the transition from a conventional one to an SLT [2]. Sharing with the 
patient the STAT-ON™ report and showing them in the registry the changes 
that occur during the day, can help in deciding to move to an SLT or a device- 
aided therapy. 


Conclusions and take-home messages: The use of devices for ambulatory 
monitoring of PD patients, such as STAT-ON™, helps the physician to know 
the real motor state of these patients in their daily life. Moreover, it is of great 
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help for the patient to realize why they do not feel well at a precise moment 
of the day and, to establish a relationship with medication. Thus, they can 
understand the different therapeutic decisions that must be made to improve 
their clinical situation and quality of life, such as the initiation of the SLT. 


6.8 Improvement of the Patient’s Awareness of the 
Advanced PD Stage and the Need for a Second-line 
Treatment 


Responsible professional: Dr. Sonia Escalante 
Hospital Verge de la Cinta. Tortosa (Tarragona). 


Personal history: A 73 years old female with a 15-years history of 
Parkinson’s disease. Some additional data are: treated hepatitis C virus infec- 
tion, with undetectable viral load, depression and anxiety. Previous surgeries: 
appendectomy, bilateral knee prosthesis, hallux valgus. No family history of 
Parkinson’s disease. 


Parkinson’s disease history: When she was 58, she was diagnosed with 
PD. Her initial symptoms were left arm rest tremor and bradykinesia with 
good response to pramipexole and rasagiline. She had no balance impair- 
ment, constipation, or smell loss. She also was diagnosed with sleep disorder, 
suggestive of REM sleep behavior disorder (RSBD), with good response to 
clonazepam. 

She had a brain MRI that showed leukoaraiosis and a DATSCAN with a 
significant reduction of right putamen’s dopaminergic activity. 

Five years after the diagnosis, the tremor was bilateral, and she started 
with visual hallucinations and eating behavior disorder. This was controlled 
by reducing the dosage of dopaminergic agonist agents and starting low 
doses of levodopa. 

When she was 69, she developed motor fluctuations (morning akinesia 
and wearing-off), needing an extra dose of levodopa. Meanwhile, she showed 
symptoms of cognitive decline. 

At the age of 71, she had morning akinesia lasting | h, and nondisrupt- 
ing dyskinesia appeared. She needed to take 5 levodopa doses, but some were 
not effective. 

At this point, we discussed with the patient the second-line treatment 
options. She did not meet the DBS criteria because of her cognitive impair- 
ment, and apomorphine was not considered a suitable option because of her 
eating behavior disorder. We explained to her the intestinal levodopa infusion 
therapy, but the patient was scared and claimed that “she had good days and 
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Figure 6.14 STAT-ON™ summary report showing the above-mentioned situation. 


bad days.” Hauser's diary was not helpful because she checked 2 items at the 
same time (OFF and dyskinesias, for example) multiple times. 

At that time, the treatment schedule was: rasagiline 1 mg, pramipexole 
1.05 mg, levodopa/carbidopa 150 mg five times daily, clonazepam 0.5 mg at 
night. 


Physical examination: In OFF: H and Y = 2.5, UPDRS-III: 29. Occasional 
Freezing. She needed help with some daily life activities. In ON: H and 
Y = 2, UPDRS-III: 12. Nondisrupting dyskinesia. Independent for all daily 
life activities. 


STAT-ON objective of use: It was decided to use the STAT-ON” Holter to 
record objective data and show them to the patient to make her aware of her 
real situation. The second foreseen objective was to see if this could help her 
to decide about a second-line treatment. 


Diagnosis and decision-making: The STAT-ON” device was used for 5 days 
with a total of 66 h of recordings (see Figures 6.14 and 6.15) with the follow- 
ing conclusions: 


e Motor fluctuations were detected: wearing-off, morning akinesia, and 
nondisrupting dyskinesia. 
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Figure 6.15 Percentage of daily OFF time. 


e The total OFF time was 6.9 h (10.4%), the intermediate time was 5.1 h 
(7.7%), and the ON time was 16.3 h (24.7%). 


e The total time with dyskinesia was 9.7 h (14.7%). 


e No FoG episodes were detected during the ON periods, and she had 
dyskinesia almost all the time during ON periods. 


e Nearly every day, she had more than 2.5 h of OFF periods, arriving, 
some days, to 4.5 h. 


Discussion: Results obtained from the use of STAT-ON” were very useful 
to show to the patient how complicated it was to manage her disease with 
only oral medications. She was aware of the presence of dyskinesia during 
almost all the duration of the ON periods and this limited further up-titration 
of levodopa. 

This helped her to understand how frequent her OFF periods were 
and the difficulty of controlling her disease with only an oral medication 
approach. She is now treated with levodopa-carbidopa intestinal gel infusion, 
and the motor fluctuations are now much more well-controlled. 


Conclusions and take-home messages: STAT-ON” device provides objec- 
tive information, which is extremely useful to optimize dopaminergic treat- 
ment, mainly when the information provided by the patient is not clear 
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enough or when the neurologist suspects that the patients could be minimiz- 
ing their symptoms, 

In patients with advanced-stage PD, who might have problems in iden- 
tifying ON-OFF periods, this device could be a valuable tool to detect candi- 
dates to a second-line treatment. 


6.9 Identification of CANDIDATES to a Device-aided 
Therapy 


Responsible professional: Dr. Diego Santos-García 
CHUAC - Complejo Hospitalario Universitario de A Coruña. A Coruña. 


Personal history: A 58-year-old right-handed woman was referred for PD 
evaluation. She presented: 


e Idiopathic PD with the onset of symptoms 6 years before the visit. 
e Previous treatment for pulmonary tuberculosis. 

e Plaque psoriasis and psoriatic onychopathy are in remission. 

e No known drug allergies. 

e No cardiovascular risk factors. 

e No toxic habits. 

e Chronic constipation. 


The treatment was: Sinemet Plus& 1-1-1-1-1 (at 8:45-11:45-14:45-17:45- 
20:45), Sinemet Retard® (1 pill at night), Ongentys®, Rivotril® (0.5 mg at 
night), Metoject&, folic acid. Daily dose of levodopa 700 mg/day. Levodopa 
equivalent daily dose (LEDD) is 975 mg/day. The patient had been treated 
before with safinamide and dopamine agonists (rotigotine and pramipexol) 
with no tolerability. 

She was retired, living with her sister (principal caregiver), and having 
good family support. Concerning the familiar history: no cases of PD or any 
other neurological condition in her family. 


Parkinson's disease history: In 2014, the patient started with a resting tremor 
in her right leg. She received some drugs without good tolerability: Artane® 
(dry mouth); Neupro® (nausea and vomiting); Mirapexin® (dizziness and 
constipation). In August 2018, L-dopa was increased, up to 400 mg/day. In 
October 2020, she started with motor fluctuations, and Xadago® (50 mg/day) 
was added to levodopa, but it was withdrawn due to dizziness and psoriasis 
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outbreak. After this, she started with entacapone, and some months after this, 
it was changed to opicapone with very slight benefit. 

The patient was referred to the CHUAC — movement disorders unit for 
evaluation and consideration about a possible device-aided therapy. 

At that moment of evaluation (November 2020), the patient presented 
with predictable (morning akinesia; wearing-off) and unpredictable motor 
fluctuations (delayed-ON; no-ON; partial-ON) as well as dyskinesia, some- 
times disabling for the patient (especially in mouth when she was in public 
with other people). During the OFF episodes, the patient developed tremor, 
rigidity, bradykinesia, anxiety, and sometimes fatigue with a bad mood. 

A variability was observed depending on the days, with some days with 
fewer than 2 h of OFF time during the waking day and others with more than 
4 h. In some moments, she felt fatigue and a worse mood with lack of moti- 
vation but without being especially worse in her movements. 

Complementary tests: 


e Cranial and cervical MRI (2018): without significant alterations. 


e DaTSCAN (2018): bilateral striatal dopaminergic denervation with left 
side predominance. 


Diagnosis: 


e Parkinson's disease of about 6 years of disease duration (from symp- 
toms onset). 


e Motor fluctuations and disabling dyskinesia. Very good response to 
levodopa (Hoehn and Yahr = 2 and UPDRS-III 11 during the ON state). 


e Minor depression, mild anxiety, constipation, urinary symptoms, 
fatigue, and REM sleep disorder as the most relevant NMS. Nonmotor 
fluctuations (fatigue, mood, and motivation). 


Physical examination: The general and neurological examination was done 
without alterations 
Motor assessment: 


e — UPDRS-IV: 8. OFF time 26-50%. Dyskinesia 1-25%. 
e FoG-Q: 5. No significant freezing of gait (FoG) episodes. 


e — UPDRS-III-OFF (9:10): 35. Language 0. Hypomimia 1. Tremor 6 
(0103110). Rigidity 4 (01111). Bradykinesia 16 (32212132). Posture 
1. Gait 2. Postural reflexes 1. Global bradykinesia 4. Hoehn and 
Yahr 2.5. 
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e UPDRS-III-ON (10:20): 11. Language 0. Hypomimia 0. Tremor 1. 
Rigidity 1. Bradykinesia 9. Hoehn and Yahr 2. 


Nonmotor assessment: 
e PD-CRS: 100 (fronto-subcortical 71, cortical-posterior 29). 


e  NMSS: 47/360 (cardiovascular 0/24; sleep/fatigue 9/48; mood/apathy 
7/72; perceptual problems 0/72; attention/memory 1/36; gastrointesti- 
nal tract 9/36; urinary symptoms 8/36; sexual dysfunction 1/24; pain 
and miscellaneous 12/48). 


e  BDI-II: 8/63. Positive for minor depression. 

e  QUIP-RS: 0. No impulse control disorder. 

e PDSS: 144/150. 

Quality of life and autonomy for activities of daily living: 


e — PDQ-39SI: 32/156 (mobility 19/40; activities of daily living 4/24; emo- 
tional well-being 5/24; stigma 0/16; social support 0/12; cognition 1/16; 
communication 0/12; bodily discomfort 3/12). 


e  PQ-10: 6/10. 
e — EUROHIS-QOL&: 27/40. 
e — ADLS: 60% (OFF); 90% (ON). 


STAT-ON objective of use: The patient rejected the option of starting with 
device-aided therapy. Since the patient had not previously tolerated treat- 
ment with dopamine agonists and she did not want to consider deep brain 
stimulation, a levodopa/carbidopa infusion was proposed. Still, the patient 
refused the levodopa/carbidopa infusion therapy. Previously, many levodopa 
adjustments had been conducted without good response, partly due to the 
development of dyskinesia. Therefore, amantadine was added to her treat- 
ment. However, after some months with amantadine the patient stopped due 
to no tolerability (she felt impairment in movements). 

To know the daily OFF time during the waking day, the STAT-ON™ 
Holter was used for 1 week in May 2021. 


Diagnosis and decision-making: A clear pattern was detected from the 
report generated, and two different OFF periods throughout the day were 
identified. Firstly, in the morning (from 8 to 10 am) and then after midday 
(from 2 to 4 pm) (see Figure 6.16). 
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Figure 6.16 STAT-ON™ report summary showing well-defined OFF time periods in the 
morning and after midday. Many FoG episodes were also detected. 


Moreover, a third moment of OFF time, though shorter, was detected 
around 12. PM. However, the status of the patient during the evening, in gen- 
eral, was better, with quiet ON time. 

The patient was ordered to press the button at the time of taking levodopa, 
to find out the relationship between the episodes with these moments. The 
information collected was consistent with morning akinesia and wearing-off 
at the second and at third doses of levodopa during the day. Fewer time with 
dyskinesia was also detected. Interestingly, 14 FoG episodes were also cap- 
tured. Only very few of the FoG episodes were during the ON time, whereas 
the rest of the FoG episodes were during the OFF time or intermediate state. 

Although previously, the patient was asked about FoG episodes and 
answered that she did not having this symptom, after checking the moni- 
toring records, she commented that very brief minor episodes could have 
appeared sometimes when she felt worse. 

The patient’s perception of presenting more FoG episodes as per what 
was recorded by the STAT-ON™, especially on Sunday 16 (Figure 6.17). 

Daily OFF time ranged from 1 to 3 h (see Figure 6.18). After reviewing 
the monitoring record with the patient, she perfectly saw the presence of fluc- 
tuations throughout the day, and she agreed to start with levodopa/carbidopa 
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Figure 6.17 Weekly FoG report showing that the worst day regarding the number of FoG 
episodes was on Monday 16. 


infusion therapy. The patient was treated with Duodopa® in May 2021, with 
a very good response and tolerability. 


Discussion: The present case is one example of the possible utility of the 
STAT-ON” as a tool to identify a patient with advanced PD as a candidate for 
device-aided therapy. 

This patient was a 5-2-1 criteria positive patient [12] with motor fluc- 
tuations, nonmotor fluctuations, and dyskinesia. According to the CDEPA 
criteria, this patient was an advanced PD patient [13]. A recent publication 
about the opinion of expert neurologists on PD using the STAT-ON™ showed 
that the STAT-ON” could be a useful tool to detect advanced PD [14]. 

Interestingly, the monitoring record about the patient's state during 
the waking day obtained with the STAT-ON™ was useful for informing the 
patient and changing the decision about the therapy. Although she rejected 
initially to start with a device-aided therapy, after reviewing the STAT-ON™ 
results, she agreed to start with levodopa/carbidopa infusion therapy. 
Moreover, the STAT-ON™ made it possible to identify the presence of FoG 
episodes, which have not been previously detected with the clinical eval- 
uation. The STAT-ON™ has also been validated with advanced-stage PD 
patients with levodopa-carbidopa intestinal gel or deep brain stimulation [15, 
16]. Although it was not done, the STAT-ON™ could have been used for mon- 
itoring this patient’s response to Duodopa® in this patient both in the short 
and long term. 
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Figure 6.18 Weekly summary of OFF time. 


Conclusions and take-home messages: 


e  STAT-ON” was used in a patient with advanced PD with motor fluctu- 
ations and dyskinesia who rejected to start with a device-aided therapy. 


e The type of motor fluctuations and OFF time was perfectly identified. 
FoG episodes were detected when they had not been previously identi- 
fied with the clinical assessment. 


e The information collected with the STAT-ON™ was useful for objec- 
tively showing the patient some complications of her disease (OFF epi- 
sodes, dyskinesia, and FoG) and convincing her of the decision to start 
with a device-aided therapy. 


e A correlation between motor OFF episodes and some NMS (fatigue and 
bad mood) was collected. 


Finally, the patient was treated with levodopa/carbidopa infusion, and her 
symptoms improved. 


6.10 STAT-ON™ Use for LCIG Tube Adjustment 


Responsible professional: Dr. Jaime Herreros Rodriguez 
Hospital Universitario Infanta Leonor (Neurology Department). Madrid. 
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Personal history: 73-year-old male with an excellent physical condition and 
cognitively intact. His personal history was unremarkable except for arterial 
hypertension treated with enalapril/hydrochlorothiazide (20/12.5 mg). 


Parkinson’s disease history: He was followed in the clinic for advanced 
Parkinson’s disease (PD) (stage HI of H-Y) with motor complications 
(wearing-off, no-on, and occasional ON-OFF phenomena). He was diagnosed 
with PD at the age of 65, and a good response to ropinirole (started in 2014) 
was obtained. After 2 years, levodopa was added with good clinical benefits. 
Opicapone was added in 2019, and safinamide in 2020. 

Treatment: safinamide (100 mg at dinner), opicapone (50 mg at break- 
fast), Levodopa/carbidopa 250 mg 1.5 (8 am)-1.5 (1.30 pm)-1/2(6 pm)-1/2 
(9 pm), ropinirole extended-release (8 mg at breakfast). 

Due to poor medical control despite oral pharmacological optimization, 
it was decided to start with levodopa-carbidopa intestinal gel in continuous 
infusion (LCIG) in October 2021 (Duodopa: morning dose (18 mL); contin- 
uous dose (3.2 mL/h); extra dose (2 mL)). 

After 2 weeks of starting the LCIG, the patient reported a significant 
improvement in his daily activities and motor state. The motor state was 
recorded using the STAT-ON™ device. 

However, 2 weeks later, the patient-reported acute motor impairment 
without achieving a good clinical motor situation up to 6 h after starting the 
daily infusion of levodopa. 

Some decisions were made: the morning dose of LCGI was increased to 
22 mL, an abdominal X-ray was requested to check the position of the LCIG 
tube (Figure 6.19, left), and it was prescribed a new use of the STAT-ON™ 
device to analyze the patient’s motor state along the day. 


STAT-ON™ objective of use: Considering the characteristics of the 
STAT-ON™ device, it was recommended its use in the present case to demon- 
strate the clinical worsening 2 weeks after LGCI was instituted (LCIG treat- 
ment with and without normal functioning). Results in Table 6.1 show the 
opinion and feeling of the patient at the beginning (2 weeks after the LCGI 
adjustment) and when the mispositioning of the tube was detected. 


Diagnosis and decision-making: After confirming the LCIG tube misposi- 
tioning in the stomach, starting with prokinetics (domperidone three times 
daily) was decided. The patient recovered his good previous clinical situ- 
ation (functional and motor) five days later. An abdominal X-ray control 
was done, showing the right positioning of the internal probe (Figure 6.19, 
right). 
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Figure 6.19 LCIG tube mispositioning in stomach (left) and right positioning in ileum 
(right). Yellow arrow points to the tail of the internal probe. 


Table 6.1 Motor’s state according to the patient opinion. 


Motor fluctuations (according to the patient’s opinion) 
2 weeks after LCIG tube LCIG tube 
adjustment establishment  mispositioning 


Morning delayed-on 30 minutes 180 minutes (suboptimal) 
“No-on” Absent Daily 

Wearing-off 20% waking time 50% waking time 

Extra dose Usually not 4-5 times daily 

ON-OFF phenomena Absent Occasionally 


A new measurement period was scheduled with STAT-ON™ in order to 
objectively verify the worsening state described by the patient. In total, two 
STAT-ON™ reports were obtained (see the summary in Table 6.2): 


e A report 2 weeks after LCIG tube establishment (improvement reported 
by the patient) 


e Four weeks after LCIG tube establishment: patient-reported clinical 
worsening (LCIG tube mispositioning was detected). 


The patient switched from one freezing of gait episode to 4.6 episode per day 
and walked 124 minutes less each day (26% less than before). The patient 
also walked 1392 less steps per day on average. A total of 58.4% of inac- 
tivity time was reported after probe mispositioning, against 43.2% prior to 
that change. With the tube right positioned, both OFF and ON times slightly 
increased due to the patient’s activity. 
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Table 6.2 Summary ofthe STAT-ON” report before and after the LCIG tube mispositioning. 


LCIG tube right LCIG tube 
positioning mispositioning 
FoG episodes 5 41 
Fog average per day 1 4.6 
Minutes walked per day 59 46.6 
Average number of steps 6547.9 5155.3 
Total time inactive 43.2 58.4 
% Time in OFF 14.8 11.2 
% Time intermediate state 18.8 10.9 
% Time in ON 23.3 19.5 
% Time with dyskinesia 10.8 10.9 
Days monitored 13 7 
Hours monitored 164.5 88 


Discussion: LGIC is a second-line therapy that benefits selected PD patients’ 
quality of life [17, 18]. However, therapy management and supervision are 
complex, and evaluating the therapy results frequently relies on the patient’s 
opinion. 

In the considered case, the etiology for the patient’s worsening was a 
spontaneous wrong placement of the duodenal tube. 

STAT-ON™ was useful to objectively quantify the clinical motor situa- 
tion of PD patient. In this case, the neurologist was able to test motor worsen- 
ing related to LCIG tube mispositioning compared with the previous clinical 
situation. 


Conclusions and take-home messages: 


e  STAT-ON" has been useful to show and quantify the patient's motor 
improvement or worsening due to the LCIG therapy. 


e The monitoring was done in a home environment, and the information 
obtained was more precise than the clinical features detailed by the 
patient and his relatives. 


e This enormous amount of information could be able to establish certain 
clinical patterns that point to one cause or another of LGIC dysfunction, 
in our case, bad placement of the internal probe. 


6.11 Monitoring FoG and Second-line Treatment 


Responsible professional: Dr. Iria Cabo Lopez 
CHUP - Complexo Hospitalario Universitario de Pontevedra. Pontevedra. 
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Personal history: A 69 year-old Spanish male patient, with a history of isch- 
emic heart disease and dyslipidemia. He was an ex-smoker and had a mod- 
erate enolic habit. He was currently taking bisoprolol 5 mg OD, simvastatin 
20 mg OD, ranitidine 300 mg OD, tamsulosin 0.4 mg OD, clopidogrel 75 mg 
OD, and olmesartan 20 mg OD. 


Parkinson's disease history: The onset of his Parkinsonian symptoms started 
in March 2014 with “internal” tremor, slower right movements, and difficulty 
for walking since about 2 years. A clinical neurological examination revealed 
mild facial hypomimia, right arm, and leg rigidity 74, right bradykinesia 74, 
and left bradykinesia 2/4. Rest tremor was not present. However, his gait was 
slow with short steps. His feet stuck to the floor, and his right arm swinging 
decreased. At the time of diagnosis, UPDRS-II was 1, UPDRS-III was 11, 
UPDRS-IV was 0, and H and Y - 2. 

In summary, the patient presented an akinetic-rigid syndrome with right 
dominant motor symptoms suggestive of idiopathic Parkinson's disease. 
Laboratory test and cerebral magnetic resonance imaging were normal, and 
treatment with rasagiline and ropinirole was started. 

In September 2014, he recognized a deterioration in his Parkinsonian 
symptoms with a worsening in his motor symptoms, and the dose of rop- 
inirole was increased. In January 2015, levodopa/carbidopa immediate 
release was started because of motor impairment. There was an important 
improvement of rigidity and bradykinesia, though freezing of gait (FoG) epi- 
sodes remained, especially when turning or in narrow places. He remained 
unchanged until March 2017 when he started with peak-dose dyskinesia and 
mild wearing-off. He also developed an impulse control disorder (hypersex- 
uality) and a gradual withdrawal of ropinirole was required. In May 2018, 
axial symptoms became more evident with FoG episodes in his OFF's peri- 
ods as well as levodopa-induced ON FoG. 


Physical examination: In 2019, when the patient was evaluated with the 
STAT-ON” for the first time, before initiating treatment with apomorphine, 
he was taking safinamide 100 mg OD, opicapone 50 mg OD and immediate 
release carbidopa/levodopa 100 mg five times per day. 

Clinical neurological examination revealed left and right arm and leg 
rigidity Y, right bradykinesia ?4 and left bradykinesia 2/4, no rest tremor, 
very slow walking with very reduced step length, his feet stuck to the floor, 
defragmentation of turns and decreased right arm swing, with several FoG 
episodes during the physical exam. 


OFF: UPDRS-II: 3. UPDRS-III: 34. H and Y 2.5. 


6.11 Monitoring FoG and Second-line Treatment 189 


e ON: UPDRS-II: 1. UPDRS-III: 16. H and Y 2. 
e UPDRS-IV: 3. NMSS: 50. PDSS: 132. FoG-Q: 13. 
e Schwab and England: 80%. PDQ-39: 20. WHOQOL-8: 32. 


STAT-ON"' objective of use: In December 2019, this patient was evaluated 
with the STAT-ON” with the purpose of quantifying OFF/ON time and for 
the assessment of OFF/ON FoG episodes. 

In October 2020, treatment with continuous infusion of apomorphine 
was initiated, and initial dose was adjusted according to the clinical response 
until motor control was achieved (infusion rate of apomorphine: 1.05 mL/h). 

In December 2021, the patient was evaluated with the STAT-ON™ again, 
with the purpose of monitoring apomorphine response and assessing changes 
in FoG episodes. 


Diagnosis and decision-making: When the patient was evaluated with 
STAT-ON” for the second time in 2021, after initiating apomorphine, his 
clinical neurological examination revealed right rigidity Y, left rigidity 0/4, 
right bradykinesia 4, left bradykinesia 0/4. His gait improved with better step 
length and less defragmentation of turns. 


e OFF: UPDRS-II: 7. UPDRS-III: 37. H and Y 2.5. 

e = ON: UPDRS-II: 3. UPDRS-III: 20. H and Y 2. 

e — UPDRS-IV: 5. NMSS: 30. PDSS: 136. FoG-Q: 10. 

e Schwab and England: 90%. PDQ-39: 13. WHOQOL-8: 32. 


The first STAT-ON” report supported the diagnosis of advanced Parkinson's 
disease with OFF and ON FoG episodes. The report showed a substantial 
number of FoG episodes (482) during the 4 days of registration, with an 
average of 96 episodes of daily FoG. FoG episodes were present in both ON 
and OFF periods. 

Furthermore, average of daily OFF time was 24% while ON time was 
21%. The average of OFF hours per day was between 3 and 5.5 h. Therefore, 
the STAT-ON” provided confirmation of advanced PD report with more than 
3 OFF hours a day, as well as a big number of FoG episodes, which led to 
instauration of a second-line treatment (Apomorphine infusion therapy). 

The second STAT-ON” report, in 2021, supported an improvement 
in his motor symptoms and more specifically, in OFF/ON number of FoG 
episodes. The report showed a substantial reduction in the number of FoG 
episodes (30) during the 4 days of registration, with an average of 6 episodes 


190 STAT-ON™ 
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Figure 6.20 Percentage of daily OFF time (A) preapomorphine and (B) postapomorphine. 


of daily FoG. Furthermore, average daily OFF time was 13%, while ON time 
was 46%. The average of daily OFF time was between 0 and 2.5 h a day. 
Therefore, the STAT-ON™ reported a global improvement, specifically 
in OFF and ON time, as well as a reduction of FoG episodes after the instau- 
ration of Apomorphine infusion treatment. 
Figures 6.20—6.22 show the difference observed between the pre and 
postapomorphine situations. 


Discussion: Certainly, in this case, the device has been very useful to assess 
the motor fluctuations and the ON FoG episodes, but also to assess the motor 
state after the onset of a second-line therapy (use of apomorphine). 


Conclusions and take-home messages: STAT-ON” is very useful for com- 
pleting information provided by the patient or the Hauser diary, providing 
accurate information about the motor state (ON, OFF, and FoG episodes). It 
is very useful for monitoring the effects of a second-line treatment. 


6.12 Improving Motor Fluctuations with Variable Flow of 
Apomorphine Subcutaneous Infusion: The Role of 
STAT-ONTM 


Responsible professional: Dr. Jorge Hernandez-Vara 
Neurology Department and Neurodegenerative Diseases Research 
group of the Vall d'Hebron University Campus. Barcelona. 


Parkinson’s disease history: A 73-year-old man was diagnosed with 
Parkinson's disease at 58. When he was 69, he experienced motor compli- 
cations (motor fluctuations and dyskinesias) and was initially managed with 
oral antiparkinsonian drugs. 

At the age of 71, motor fluctuations became refractory to conventional 
oral medication. At this moment, he was treated with levodopa/carbidopa 
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Figure 6.21 Number of FoG episodes per day (dot indicates the average duration) (A) 
preapomorphine and (B) postapomorphine. 


immediate release (100/24 mg) six times per day, levodopa/carbidopa 
extended release (200/50 mg) once daily, safinamide (100 mg per day) and 
pramipexole extended release (2.1 mg once daily). 


STAT-ON” objective of use: In order to have an objective reporting of his 
state and affecting motor fluctuations, the use of the STAT-ON™ device was 
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Figure 6.23 STAT-ON™ report summarizes the motor status before starting apomorphine 
infusion. 


decided. Figure 6.23 summarizes the complexity of motor status through the 
obtained report. 


Diagnosis and decision-making: Due to the number of OFF periods and the 
complexity of motor fluctuations, it was decided to start treatment with sub- 
cutaneous apomorphine infusion during the waking day (16 h). The number 
of hours of inactivity in the report is remarkable, especially in the morning. 
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Figure 6.24 Motor status in terms of motor complications after 3 months of subcutaneous 
apomorphine infusion (with the constant flow). 


Figure 6.24 summarizes the motor status in terms of motor complica- 
tions after 3 months of subcutaneous apomorphine infusion treatment with 
a flow of 1 mL/h for 16 h. The patient was treated with levodopa/carbidopa 
immediate release (100/25 mg) six times per day and levodopa/carbidopa 
extended release (200/50 mg) at bedtime. 

Despite apomorphine infusion, motor fluctuations persisted, and noc- 
turnal akinesia was more evident and disabling for the patient. For these rea- 
sons, we decided to set the pump with three different flows to improve the 
motor status of the patient. From 7 am to 12 am the flow was set at 1.2 mL/h, 
from 12 pm to 11 pm at 1.0 mL/h and from 11 pm to 7 am at 0.4 mL/h. 

Figure 6.25 presents the motor status after 6 months of apomorphine 
infusion and 3 months of variable flows. The patient reported a good response 
during the night with better overall sleep quality. The motor status improved 
clearly compared with the baseline in terms of mobility and OFF periods. 


Conclusions and take-home messages: In summary, STAT-ON” is a very 
useful tool to monitor mobility in advanced Parkinson’s disease patients and 
can be used as a guide for therapeutic decision-making, including variable 
flow adjustment of the infusion strategy. 
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Figure 6.25 Improvement of motor fluctuations, especially in the morning, after 3 months of 
subcutaneous apomorphine infusion with variable flow. 


6.13 Simultaneous Recording of Motor Activity with the 
STAT-ON™ Device and Subthalamic Nucleus Field 
Potentials (Percept™) in Parkinson’s Disease 


Responsible professionals: Dr. José Maria Barrios Lopez and 
Dr. Lucia Triguero 
Hospital Universitario Virgen de las Nieves. Granada. 


Personal history: Maternal family history of myasthenia gravis and diabetes 
mellitus in some relatives and personal history of tonsillectomy. 


Parkinson’s disease history: A 40-year-old man with advanced juvenile 
Parkinson’s disease (PD) secondary to a homozygous mutation of the PARK2 
gene, with a disease course of 34 years. At the age of 6 years, he progres- 
sively developed gait impairment due to episodes of dystonia in the left foot. 
Later, in adolescence, he started with a left-hand tremor. Clinical symptoms 
improved and remained stable for a few years after starting treatment with 
levodopa/benserazide and pramipexole. 
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During the follow-up, a comprehensive workup was performed, includ- 
ing laboratory tests, a normal brain magnetic resonance imaging, and a 
DaTSCAN which revealed significantly decreased presynaptic dopaminergic 
transporters in both striatal nuclei. Additionally, a genetic study of dystonia 
was negative, and finally, a homozygous pathogenic variant of the PARK2 
gene was discovered. 

During the course of the disease, he began to develop motor com- 
plications with simple and complex fluctuations (including delayed ON, 
wearing-off, and severe OFF state with tremor and asymmetric stiffness pre- 
dominantly in the left arm and lower limbs, back and leg pain, and inability 
to walk), peak-dose and possible biphasic dyskinesias. 

He was also diagnosed with a psychotic episode related to dopamine 
agonists. Different treatments were tested, including levodopa/benserazide, 
pramipexole, ropinirole, rasagiline, and opicapone. Considering the motor 
complications, treatment was adjusted with levodopa/benserazide (200/50 mg) 
six times a day, ropinirole retard (2 mg) every other day, and opicapone 
(50 mg) daily. 


Physical examination: Examination in ON state (UPDRS-III 11; Hoenh and 
Yahr stage II): facial hypomimia /4, no hypophonia or dysarthria. Mild resting 
tremor in left arm Y. No stiffness. Bradykinesia in the left extremities 1-2/4. 
Choreic/dystonic dyskinesias in the feet. Standing upright is possible without 
support. Gait with reduced swinging of the left arm. Negative pull test. 

Examination in OFF state (UPDRS-III 55; Hoenh and Yahr stage IV): 
facial hypomimia and hypophonia 2/4. Resting and action tremor predomi- 
nantly in the left arm and right leg (both 3⁄4). Generalized stiffness, 2/4 axial 
and % in all four extremities. Global bradykinesia, 2/4 in the right limbs and 
Y in the left limbs. Standing upright is possible without support. Gait with 
short steps, frequent freezing at start and turn, and choreic/dystonic move- 
ments of both feet. Positive pull test (3/4). 

Advanced juvenile PD secondary to homozygous mutation of the 
PARK2 gene with simple and complex motor fluctuations and dyskinesias 
predominantly in the lower limbs with gait interference was diagnosed. 
Treatment with bilateral subthalamic nucleus deep brain stimulation (STN- 
DBS) with the Percept™ neurostimulator (Medtronic) was decided. 


TM 


STAT-ON” objective of use: The objective was to describe in clinical prac- 
tice the simultaneous recording of local field potentials (LFPs) using Percept™ 
and the motor status using STAT-ON™ in a patient with PD, who underwent 
bilateral STN-DBS, in order to optimize the treatment. 

Once the anatomical location of the electrodes was verified and before 
starting continuous stimulation, LFPs with Percept™ and motor activity with 


196 STAT-ON™ 


STAT-ON™ were recorded for one week. In addition, the patient marked dif- 
ferent events: best ON worst OFF; generalized (“dose peak") and leg (“bipha- 
sic”) dyskinesias; and medication intake. Finally, we analyzed if there was 
a correlation between the marked events and the recording of both systems. 


Diagnosis and decision-making: During the recording period, synchronicity 
was observed between the events marked by the patient and the results of the 
STAT-ON™ and Percept™ devices (Figure 6.26). To be emphasized: 


e The OFF periods are in agreement with STAT-ON™ OFF state record- 
ings and beta bands. 


e Conversely, ON periods are in coincidence with the absence of beta 
bands, the presence of gamma bands, and non-OFF states reported by 
STAT-ON™. 


e "Dose peak" dyskinesias coincided with dyskinesias identified by 
STAT-ON™, that is, with gamma bands and without beta bands. 


e  Onthe other hand, “biphasic” dyskinesias coincided with a beta band. 


e The STAT-ON™ device also detected episodes of FoG, most of them 
coinciding with “OFF” states and beta bands. 


After initiation of bilateral STN-DBS, a decrease in the daily recording of 
beta bands was observed, coinciding with the disappearance of tremor and 
stiffness, and substantial improvement in global bradykinesia and gait. On 
subsequent visits, the stimulation parameters were adjusted, allowing the 
levodopa/benserazida dose to be reduced and ropinirole to be discontinued, 
thereby decreasing motor fluctuations and dyskinesias. 


Discussion: In our patient undergoing bilateral STN-DBS with the Percept™ 
system, concordance was observed in the simultaneous recording of motor 
complications with LFPs and STAT-ON™. In addition, STAT-ON™ was also 
able to detect FoG and different degrees of motor status. Therefore, this 
device could be useful in the outpatient monitoring of motor complica- 
tions in patients with PD treated with DBS in order to optimize therapeutic 
management. 


Conclusions and take-home messages: Outpatient monitoring of motor 
complications with new technologies is a complementary tool to the anam- 
nesis and clinical evaluation of patients with PD, allowing a more precise 
assessment of the patient’s daily motor status. For example, the record- 
ing of LFPs allows more physiological and accurate monitoring, while the 
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Figure 6.26 Correlation between daily recordings of beta bands and motor status according to 
Percept™ and STAT-ON™, respectively. Beta bands (blue spikes in the top graph) coincide with 
OFF (red), “intermediate” (yellow) or “not applicable” (gray = no motion detected) motor status 
periods detected by STAT-ON™. The ON periods (green) coincide with beta-band free intervals. 
Most freezing of gait (FoG) episodes detected by STAT-ON™ coincide with non-ON periods. 


STAT-ON™ device provides a noninvasive recording and enables the detec- 
tion of FoG episodes [19, 20]. 

In our patient with PD who underwent STN-DBS, we confirmed con- 
cordance in the indirect recording of motor complications with STAT-ON™. 
Therefore, the device can be a useful tool in therapeutic optimization in 
patients who underwent DBS. 
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6.14 Telemedicine in Parkinson's Disease: The Role of 
STAT-ON™ 


Responsible professionals: Dr. Alvaro Garcia-Bustillo and Dr. Esther 
Cubo 
Movement Disorders Unit. Hospital Universitario de Burgos. Burgos. 


Personal history: Female, 75-year-old, right-handed, her medical history is 
significant for arterial hypertension and hypercholesterolemia. From family 
history, her father had Parkinsonism and dementia at the age of 70 years. 


Parkinson’s disease history: She consulted at the age of 72 due to a his- 
tory of rest tremor and kinetic tremor, predominant in the right extremities 
for one year. She did not have cognitive impairment, predominant dysauto- 
nomic symptoms, or early gait impairment. Based on the neurological exam, 
significant for normal cognitive status, mild bradykinesia, and rigidity, and 
decreased right arm swing with normal postural responses, she was diag- 
nosed with PD according to the MDS-criteria [21], with a Hoehn and Yahr 
stage of 2. 

She was stable for few years with a good response to levodopa (300 mg/ 
day). In follow-up, 5 years later, her motor status started deteriorating with 
falls, motor fluctuations, and mild dyskinesias with incomplete response to 
treatment adjustments. She could not receive dopaminergic agonists due to 
the presence of mild hallucinations. Based on her risk of falling and unclear 
history of timing for her OFF periods, she was included in a telemedicine, 
multidisciplinary program [22] with occupational therapists, nurses, and neu- 
rologists to improve balance and motor fluctuations. 


Physical examination: The patient was evaluated at a baseline visit and 
4 months later. We completed the following assessments: The Movement 
Disorders Society Unified Parkinson’s Disease Rating Scale (MDS-UPDRS) 
[23], for motor status severity and disability; Freezing of Gait Questionnaire 
(FoG-Q) [24], and the Mini Balance Evaluation System Test (Mini-BESTest), 
for balance, postural control, sensory orientation, and dynamic gait assess- 
ment; Non-Motor Symptoms Scale (NMSS), for the assessment of the non- 
motor symptoms; The Parkinson’s Disease Questionnaire (PDQ-39), for 
health-related quality of life. The results of these assessments are shown in 
Table 6.3. 


STAT-ON objective of use: This patient was diagnosed with PD with motor 
fluctuations, gait impairment, and falls. Given the high risk for hallucina- 
tions with an increased dose of dopaminergic drugs, it was decided to include 
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Table 6.3 Results of the assessments pre and postmultidisciplinary telemedicine program. 


Improvement 
Basal visit 4 months visit percentage 
MDS-UPDRS (total score) 56 43 23.21 
MDS-UPDRS (part III score) 42 31 26.19 
FoG-Q 5 4 20.00 
Mini-BESTest 21 24 14.29 
NMSS 19 15 21.05 
PDQ-39 15 13 13.33 


* In the MDS-UPDRS, FOG-Q, NMSS and PDQ-39 lower score indicate better 
status, while in Mini-BESTest lower scores indicate worse status. Improvement 
percentage was calculated as (final score-baseline score)/baseline score. 


her in a multidisciplinary telemedicine program. In this program, the patient 
received monthly teleconsultations with neurologists and nurses and weekly 
telerehabilitation sessions with occupational therapists for 4 months. 

The objectives were to improve her quality of life by decreasing the 
risk of falling, increasing physical activity, and improving balance and gait 
by adjusting her PD medications based on the presence of off periods and 
disabling dyskinesias. 

Additionally, it was decided to monitor her Parkinsonian motor symp- 
toms with STAT-ON™ with the following objectives: 


e Adjusting the antiparkinsonian medications based on the timing and 
duration of the OFF periods. 


e Monitoring the frequency of falls and their relationship with the OFF 
periods. 


e Assessing the amount of physical activity as a therapeutic target for 
physical therapy intervention. 


e Evaluating the usability of wearable sensors in patients with advanced PD. 


Diagnosis and decision-making: To achieve these goals, she wore the 
STAT-ON” device, while she was performing her daily living activities. 
Baseline and 4-months (after completing the multidisciplinary telemedicine 
program) assessments provided by STAT-ON™ are shown in Table 6.4. 


Discussion: In addition to the PD clinical information provided by the PD 
rating scales, assessing motor and gait/balance severity, nonmotor symptoms, 
and quality of life, STAT-ON” was able to provide additional motor informa- 
tion while the patient was performing her daily living activities. 
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Table 6.4 Summary of the motor status measured by STAT-ON” at the baseline visit and 
after 4 months of the program. 


Baseline visit 4-months visit 
Monitored days 8 7 
Monitored time (hours) 99.5 85 
Number FoG episodes 2 0 
Av. FoG episodes/day 0.2+0.4 a 
Average walking minutes/day 99.7 + 29.6 108.9 + 14 
Average number steps/day 9959.5 + 3026.9 10,892 + 1765.5 
Total time in OFF state 39.5 h (39.7%) 28 h (32.9%) 
Total time in intermediate state 27 h (27.1%) 19.5 h (22.9%) 
Total time in ON state 22.5 h (22.6%) 28.5 h (33.6%) 
Total time with dyskinesia 12 h (12.1%) 7h (8.2%) 


With STAT-ON™, we were able to visualize the worst OFF periods, 
FoG episodes, and the presence of falls and ON periods with dyskinesias. 
Based on STAT-ON™ reports, we advised her to increase physical activity, 
and slightly increased the levodopa dose with higher doses in the evening 
without significantly increasing the hallucinations. 

Of note, this patient was satisfied with STAT-ON™ after using it for 
a relatively long time. The adherence to new technologies and the easiness 
of using them for patients with advanced age are still controversial. In this 
case, our patient was living with her husband, who was cognitively intact 
and eager to use new technologies. We obtained remote information for 4 
months, facilitating the PD adjustments based on her motor fluctuations and 
nonpharmacological interventions, promoting physical activity. However, 
there is no doubt that the support of her husband and the education provided 
by the health professionals contributed to overcoming the barriers to using 
wearables in these populations. 

With the clinical information provided by the combination of STAT-ON™ 
plus standard PD rating scales, we could monitor the treatment response, 
progression of her disease, and the success of our novel, multidisciplinary 
telemedicine intervention. In addition, the evaluation of STAT-ON” reports 
by the neurologist was not considered high-time consuming. 


Conclusions and take-home messages: PD may be considered particularly 
fitting for distance health/remote assessments with wearable sensors because 
of the critical importance of the presence, distribution, and characteristics 
of OFF periods, dyskinesias, and gait impairment. PD patients, especially 
those with advanced age and living in remote areas, have increased difficulty 
accessing movement disorder neurologists and other health professionals. 
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The combination of standard clinical information obtained in in-office con- 
sultations, plus remote assessments provided by STAT-ON”, allows better 
therapeutic management of PD motor symptoms. 


6.15 Conclusion 


The validation of a medical device by health professionals, during the normal 
exercise of their activity, is one of the necessary steps to be covered in the 
acceptation way of a new product introduced into the market. Since 2019, 
when STAT-ON™ obtained its CE marking as class IIa medical device, the 
promotion and diffusion activity among the neurologists, hospitals, move- 
ment disorders units, and health professionals has been a prominent activity 
done by the manufacturer. 

This chapter has presented a collection of 13 real use cases devel- 
oped in different Spanish hospitals, using STAT-ON” as a complementary 
technology tool that has been used with a diversity of objectives, arriving 
to determine the usefulness of the device for several reasons (helping the 
doctor to improve the therapy, identifying candidates to SLT, contributing 
to a better adjustment of infusion variable dosage, improve the awareness 
of the patient, complementing or substituting the patient's diary, etc.). 
The summary of the use cases with the main conclusions is provided in 
Table 6.5. 
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Abstract 


The chapter covers a transversal vision of the possible new scenarios where 
STAT-ON'M can positively contribute to helping professionals in the devel- 
opment of the clinical activity, and generate new possibilities in the treat- 
ments and patients” management. 


7.1 Introduction 


This chapter aims to provide a cross-sectional view of the possible scenar- 
ios for the use of the Holter STAT-ON™, from the perspective of medical 
practice, in the treatment and follow-up of patients with Parkinson’s disease 
(PD). Today, there exists a practical unanimous agreement on the advantages 
and contributions that the proper use of technology implies in various aspects 
of our lives, such as health care. In the case of Parkinson’s disease, and for 
reasons inherent to the disease itself, this possibility has been a little further 
from being able to become a reality, due to the nonavailability of the most 
suitable technology. 

The STAT-ON™ solution opens up a good number of opportunities to 
make this contribution to improving the care and supervision of PD patients 
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effectively, always as a technological complement that provides objective and 
reliable information on the patient’s motor status and its evolution, allowing 
the doctor to have a very correct vision of the patient’s condition, in normal liv- 
ing conditions, thus going beyond the information that the doctor can observe 
in his office, at the time of the visit, or that can be provided by the patient 
himself, which on some occasions may be biased, qualitative, or imprecise. 

In Chapter 6 several real cases were presented, corresponding to 
patients affected by PD and treated in different Spanish hospitals. In all 
cases, a presentation has been made of the contribution that the use of 
information obtained using STAT-ON™ has meant for the case. On many 
occasions, these benefits have been translated into better monitoring of the 
evolution of the disease, in establishing the appropriate criteria for a change 
in treatment or in improving the patient's own ability to become aware of the 
disease itself, allowing to establish a much more fruitful relationship with 
the neurologist. 

The extrapolation of a series of cross-sectional conclusions has repre- 
sented the possibility to establish the content that follows in the hereafter sec- 
tions, and which leads to establishing the appropriate framework to glimpse a 
series of uses and future applicability of the STAT-ON™ device. 

STAT-ON™ is conceived and marketed as a medical device for the detec- 
tion and measurement of motor symptoms associated with PD. Therefore, it 
appears within the product specifications, it is capable of correctly detecting 
the appearance of dyskinesias, OFF states, and the presence of Freezing of 
Gait (FoG). However, as discussed below, the use that the professional can 
make of this information may be novel (for example, due to the existing cor- 
relation between the OFF states of the patient and the possible associated 
nonmotor-motor fluctuations (NMFs)). 

Even though STAT-ON™ was conceived, tested, and proven from a data- 
base that included patients affected by Parkinson’s who presented motor fluc- 
tuations (MFs) and were in intermediate stages of disease progression, it has 
been verified by the neurologists who have been using it that it can be useful 
in detecting the first MFs (which therefore affect inexperienced patients and 
who may have significant difficulty in describing them to their neurologists). 

It has also been seen the importance that this technology can have 
in the correct identification of patients who are candidates to be users of 
technologically-assisted treatments (deep brain stimulation (DBS), infusion 
pumps, etc.), and their subsequent correct follow-up and necessary adjust- 
ment. Finally, STAT-ON™ can be a definitive aid for the more effective exe- 
cution of clinical trials that require the participation of patients by filling in 
Hauser’s diaries or personal symptom diaries. The sensor and the generated 
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report are good candidates to be an “electronic and automatic diary of the 
associated motor symptoms.” 


7.2 Detection of the First PD Motor Fluctuations 


One of the main purposes of the use of the STAT-ON™ sensor is to help cli- 
nicians in the detection of the motor fluctuations (MFs). It is well-known, that 
traditional methods, such as a detailed clinical interview, validated clinical 
scales, or patient diaries can be useful [1-3]. Nonetheless, not all patients are 
always aware of their OFF time [4]. Some of the clinical cases described in 
Chapter 6, illustrate the real difficulties of PD neurologists when the clini- 
cians need to go deeply into the MF details and the patients lack awareness 
of them. 

The detection of the first MF can be a challenge, especially in the 
first years of the disease. The recommended wearing-off (WO) scales such 
as the 19-item WO or Quick questionnaires can increase the detection of WO 
in the setting of the daily clinical practice. However, it is not always possible 
for PD neurologists to use them in the daily-clinical practice scenario, mainly 
for the lack of time for each patient. Besides, the first appearance of MF 
(morning akinesia and WO) can be very subtle at the very beginning. The 
transition from a good motor state to a worst one can be gradual and ambigu- 
ous [1, 5]. While some patients can quantify and identify WO symptoms quite 
well, for others it is extremely difficult. Some studies that analyze the percep- 
tion gaps between patients and physicians in terms of the detection of motor 
complications, show a lack of awareness of WO among PD patients [4]. 

Otherwise, several communication barriers can exist when explaining 
WO, such as patient’s cognitive impairment, reluctance to discuss the symp- 
toms, or caregiver absence [6]. To overcome all these challenges and bar- 
riers, wearable-sensor-based technology can help physicians to detect WO 
[7, 8]. Since the introduction of the STAT-ON™ in June 2019 in the setting 
of Spanish centers, PD neurologists are using this wearable to quantify the 
patient’s OFF time [9]. However, the STAT-ON™ has been more widely used 
in advanced PD patients so far, being less explored the first phase of PD 
where the first MF emerges [9]. 

Even considering that the algorithms implemented in the sensor for the 
determination of the ON and OFF states and therefore the MFs were built 
with patients with advanced PD, and fully aware of their ON/OFF state (i.e., 
the learning database does not include patients who are not able to know and 
identify their motor status) [10], our preliminary results with the applicability 
of the STAT-ON™ to detect the first MF are very encouraging [5, 11-13]. 
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In a retrospective analysis of 35 PD patients with a mean disease dura- 
tion of 4.07 + 1.0 years at the time of wearing the sensor, WO or morning- 
akinesia (MA) was suspected to occur by the neurologist but they were not 
well recognized by the patient or caregiver in 40% of the sample. Moreover, 
in 33.3% of the PD patients WO and MA were not suspected before wearing 
the sensor. After wearing the STAT-ON™ sensor, patient’s and caregiver’s 
self-awareness increased because in all the patients in whom WO/MA was 
not well recognized, the STAT-ON™ report showed the presence of them 
in all the cases. Among the patients who denied having MF/MA, the sen- 
sor detected them in 9 out of 10 patients. There were 6 cases in whom the 
STAT-ON™ report helped the patient/caregiver to understand that MF was 
occurring and recognized them. Still, three patients denied again having WO 
after wearing the sensor, but the STAT-ON™ showed it. In this line, another 
retrospective analysis focusing only on the MA of 28 PD patients, showed 
significant differences of the morning gait fluidity between patients with- 
out clinically suspected MA and those with MA clinically present and well 
explained and quantified for the patients [13]. 

All these preliminary results suggest that STAT-ON™ sensor is a 
promising and helpful tool for the neurologists who want to confirm the 
occurrence of the first MF. However, a critical issue that will need fur- 
ther study and clarification is the explanation for a disagreement between 
the symptoms and the sensor (1.e., when the sensor is detecting OFF or MA 
and the patient denies them). Besides, the well-known lack of awareness 
of the symptoms among patients or the simple fact that they minimize the 
symptoms, our hypothesis is that the sensor has a high sensitivity to detect a 
slowness of the gait fluidity before and after the levodopa intake. Hence, the 
sensor may be detecting this OFF transition before the patient is aware of it 
[5]. More studies in larger PD samples, addressing all these issues should be 
necessary. 


7.3 Identification of Freezing of Gait and Falls 


FoG is a frequent and disabling symptom in PD and a major risk factor for 
falls [14]. It is defined as sudden and usually brief episodes of inability to 
produce effective forward stepping that clinically occur during gait initiation 
or turning [15]. Detection of FoG is extremely important for PD neurologists 
for several reasons: 


e Firstly, for classifying the type of parkinsonism and rule out and atyp- 
ical parkinsonism or to identify a postural instability/gait difficulty 
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PD subtype, which is associated with a faster cognitive and motor 
decline [15]. 


e Secondly, to explore if the FoG is occurring in the ON or the OFF state, 
especially when selecting PD patients for DBS. 


e Thirdly, for the implementation, as soon as possible, of a more ade- 
quate therapy, either pharmacological or nonpharmacological, and con- 
sequently try to prevent falls. 


e Fourthly, to measure FoG reduction after pharmacological/nonpharma- 
cological therapies. As seen in several cases of the previous chapter, 
it is well illustrated that FoG improves after initiating dopaminergic 
therapies. 


e Finally, to detect longitudinally the appearance and progression of this 
disabling symptom that complicates the course of PD. 


Besides the clinical information provided by the patient and the specific FoG 
scales, the sensor can serve as a complementary tool to detect the presence 
of FoG. In line to the detection of the first MF, the detection of the first FoG 
episode can also be a challenge. While in some patients FoG can be identi- 
fied at the clinical examination or during the clinical interview, in some other 
instances the lack of time of the clinician for a proper identification of all the 
PD symptoms, can produce an underdiagnose of FoG. Moreover, another fac- 
tor that accounts for an underdiagnosed FoG is that the patient’s examination 
only reflects the motor state at a precise moment, without reflecting all the 
PD symptoms along a day [7]. 

For these reasons, wearable sensors such as STAT-ON™ are of great 
help. Our first experience using the STAT-ON™ sensor for detecting FoG 
was that the sensitivity of the sensor was again extremely high. 

In our experience, in some cases it could be recommended to have “a 
daily-activities diary” while wearing the sensor (as it has been seen in the 
cases of Chapter 6). The use of this diary makes possible a more precise 
interpretation of the results when there is a possible disagreement (i.e., the 
STAT-ON™ reports a FoG but the patient denies its presence). We know 
that daily activities such as sweeping or “stop walking suddenly” can be 
detected as a FoG by the sensor, generating a “FoG false positive” that can 
be discarded or interpreted if such “daily-activities diary” is available from 
the patient. Still, a recently published pilot study with the STAT-ON™ in an 
unsupervised scenario showed that a 76.9% of agreement between the clini- 
cal interview and the FoG was detected by the sensor with a kappa coefficient 
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of 0.481 [5]. However, in this study FoG specific clinical scales were not 
applied. 

In summary, using the STAT-ON™ sensor for all the purposes com- 
mented is worthwhile and several projects addressing these issues are ongoing. 


7.4 Detection of Dyskinesias 


Although recent and controversial views on the management of PD have 
suggested an overall decline of dyskinesia rates, the detection of dyskinesia 
is one of the main objectives when evaluating the PD patient [16]. Several 
reasons such as a more conservative use of levodopa regimes, the earlier 
introduction of DBS and other device-aided therapies, can account for the 
decline of these dyskinesia rates [16]. Nevertheless, and despite the negative 
results of a set of anti-dyskinetic agents, the clinical trials in the field of anti- 
dyskinetic agents are ongoing and STAT-ON™ could be of help as explained 
in this section. 

STAT-ON™ has some limitations and cannot detect all the types of dys- 
kinesia, for all the time because the sensor only detects the dyskinesia when 
the patient is not walking. Besides, the sensitivity and specificity are of 95% 
and 93% for strong or mild trunk dyskinesia while for mild upper limb dys- 
kinesia the sensitivity is lower (39%) [17]. 

Despite that, our first experience using the sensor in clinical practice is 
that the STAT-ON™ can help the physician to improve the patient’s aware- 
ness of dyskinesia. In several cases of the previous Chapter 6, it is shown 
that some patients mix up tremor and dyskinesia symptoms. Although the 
STAT-ON™ sensor cannot be used to detect tremor, it can be very helpful 
to detect dyskinesia when the patient thinks that “a dyskinesia confused as a 
tremor" is emerging. The procedure, then, can be to ask the patient to press 
the button of the STAT-ON™ when this situation is appearing. 

In line with the previous aforementioned “false positives” possibilities 
with FoG (see section 7.3), in the case of dyskinesias, dancing, and house- 
work are activities that can be easily confused with dyskinesia. For this rea- 
son, when discussing the report with the patient, it is important to review the 
patient’s “daily-diary activities” to detect disagreements between the sensor 
and the patient. 

Despite these challenges, detecting the first dyskinesias is a critical point 
during PD (similar to the detection of initial MF) because it indicates that the 
patient is entering a more complex phase of the disease and treatment adjust- 
ments are mandatory from this moment. Besides the use of the STAT-ON™ 
for measuring the effect of the treatment interventions, the sensor can also 
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help the clinician in the detection of the dyskinesias. However, further stud- 
ies should be addressed to confirm the ability of the sensor in detecting the 
different types of PD dyskinesia. 


7.5 Detecting Non-motor Fluctuations 


In principle, many of the new wearable devices for monitoring the PD patients 
are focused on the detection of the related motor symptoms and, in general, 
they are considered as useless tools for detecting NMFs. 

Despite the fact that STAT-ON™ is not designed to detect nonmotor 
symptoms (NMS), if the possibility of pressing the button to indicate a cer- 
tain event is used correctly, it is possible to associate the presence of a cer- 
tain period or motor state (e.g., an OFF state) with the onset of a state “in 
which the patient does not feel well” and which is normally associated with 
a nonmotor symptom condition. In this way, the patient could be instructed 
to tight the button when NMS appear, and it could be seen in the generated 
report if those moments have a correlation with detected OFF episodes. Then, 
STAT-ON™ could be used to identify NMF in an indirect way. 

Our very preliminary experience suggests that when the patient com- 
plains of a NMF, the STAT-ON™ shows an OFF time detected [12]. This 
issue has also been illustrated in the previous Chapter 6 and future studies 
with STAT-ON'M, analyzing the characteristics of the patient's OFF time, 
should be accompanied with the recommended clinical scales that comple- 
ment the nonmotor part of the OFF state. 


7.6 Selection of a Patient for a Device-aided Therapy and 
Monitor Response 


Patients with Parkinson’s disease (PD) develop clinical fluctuations and their 
identification is very important because these patients have a worse status 
in terms of motor symptoms, non-motor symptoms (NMS), quality of life 
(QoL), and autonomy for activities of daily living (ADL) [18]. For exam- 
ple, in the DEEP study [19], wearing-off was detected by the neurologists in 
more than 20% of the patients in the subgroup with fewer than 2.5 years of 
disease duration, while with the WOQ-19, 41.8% of patients were detected. 
Motor symptoms and NMS can be present during the OFF episodes [20] and 
different instruments could be useful for detecting clinical fluctuations in PD: 
(1) asking directly to the patient; (2) scales or questionnaires; (3) ON-OFF 
diaries; (4) wearable tools; (5) website applications; (6) video recording (at 
home or at the consult). 
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In this context, effective management of PD is critical at all stages of 
disease, requiring individual customization of therapy including optimization 
of oral regimens and consideration for nonoral treatments such as advanced 
device-aided therapies (1.e., DBS, levodopa infusion, and/or apomorphine 
infusion) [21]. A lack of consensus around the definition of advanced disease 
leads to delays in the identification of advanced PD patients, and the correct 
managing disease progression and its timely treatment [22]. Some tools have 
been proposed to identify patients inadequately controlled on oral medica- 
tions such as de 5-2-1 criteria [23-25], the CDEPA questionnaire [26], and 
the MANAGE-PD [27]. Specifically, the MANAGE-PD provides informa- 
tion about if a patient could be a candidate for a device-aided therapy and 
despite some limitations its clinical use may complement clinician treatment 
decision-making and facilitate timely identification and management of PD 
symptoms [27, 28]. 

STAT-ON™ could be a tool to help the neurologist when deciding if 
the patient is a candidate for device-aided therapy as well [29]. Many factors 
are relevant for deciding if a patient is a candidate for a device-aided ther- 
apy. One of the most significant is the total time the patient is in OFF state 
during the waking day. OFF episodes can be detected with the STAT-ON™ 
with high sensitivity. The ON/OFF algorithm was also validated against the 
Hauser diary showing a greater compliance (37% records more were achieved 
by the sensor) and a high accuracy (positive predictive value 0.92; negative 
predictive value 0.94) [30]. 

Recently, a subanalysis of the MoMoPA-EC clinical trial showed a 
moderate concordance between the STAT-ON™ and the patient diary, but 
the correlation between the different UPDRS indices was better with the 
STAT-ON™ than with the Hauser diary [31]. 

In 2020, Santos-Garcia et al. published the opinion of 27 clinical experts 
on PD about the STAT-ON™ after having tested the device in clinical prac- 
tice [32]. A total of 119 evaluations were performed and the STAT-ON™ 
was considered better than diaries and a useful tool to detect advanced PD by 
70.3% and 81.5% of the neurologists, respectively. Moreover, other import- 
ant signs that can be appearing or increased during the OFF episodes can be 
detected with the STAT-ON™ such as bradykinesia, freezing of gait (FoG), 
and falls [33]. Time with dyskinesia is detected with the STAT-ON™ as well. 

Some NMS such as pain, fatigue, bad mood, or anxiety can appear 
during the OFF episodes and improve with a device-aided therapy, so their 
identification is of great importance [34-36]. These NMS can be indirectly 
detected with the STAT-ON™ by asking the patient to press the button of the 
sensor (see above section). All the information collected with the STAT-ON™, 
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together with other factors that are considered when deciding if the patient is 
a candidate for device-aided therapy (1.e., age, family support, comorbidity, 
cognitive function, etc.), should finally be taken into account. 

In summary, the STAT-ON™ could help the neurologist to know about 3 
key factors for deciding if a patient is a candidate for a device-aided therapy: 


e Time in the OFF state during the waking day. 


e Symptoms during the OFF episodes (correlation between records and 
clinical assessment). 


e Severity of OFF episodes (correlation between records and clinical 
assessment). Specifically, 1t must be considered the obtained data about 
OFF episodes, dyskinesia, FoG, falls, and gait problems. 


If the patient is finally treated with a device-aided therapy, the STAT-ON™ 
could be useful for monitoring the response with the new therapy, both in 
the short- and the long-term. The comparison of records (before vs. after 
starting with the device-aided therapy) will allow the neurologist to observe 
the reduction in OFF time and the changes in other variables, as well as long- 
term monitoring of the patient’s condition and the identification of possible 
therapy adjustments. 

The device has been also validated with advanced-stage PD patients 
with levodopa-carbidopa intestinal gel (LCIG). Bougea et al. demonstrated 
the better detection of ON/OFF motor fluctuations, dyskinesia, and falls 
against patients’ diaries in 51 patients with advanced PD [37]. All the sen- 
sitivities and specificities were higher with the sensor rather than with the 
diary, concluding that STAT-ON™ can be a promising tool for monitoring 
patients with advanced disease. 

In another study, the STAT-ON™ was used to monitor a patient with 
LCIG therapy whose motor symptoms were worsening after 4 months of 
using LCIG therapy. STAT-ON™ was used to check his state and it was 
detected a bad adjustment of the LCIG tube. After the correct adjustment, the 
STAT-ON™ was used again to check the improvement on motor states [38]. 

STAT-ON™ was also used in patients who were administered with 
PERCEPT™, a deep brain stimulator that also registers the signal perceived 
from the subthalamic nucleus field, remarkably aligning their signals in the 
appearance of OFF states, ON states, dyskinesia, and FoG episodes. This 
case study suggests that STAT-ON™ can be a useful tool for the optimization 
of this kind of therapy [39]. 

Another pilot analysis conducted in 11 PD patients, 4 of them with 
deep brain stimulation, suggested that STAT-ON™ could be useful to have 
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an objective measurement of the motor status of patients in advanced stages 
of the disease, with difficulty in controlling motor symptoms, inconsistencies 
in their daily reports, suspicion of inappropriate taking of medication, and in 
those who were enrolled to a treatment of greater complexity such as surgery 
[40]. In patients under apomorphine infusion the STAT-ON™ can be a useful 
tool [41] and in the future could be used in patients receiving new drugs such 
as subcutaneous levodopa infusion or drugs for rescuing the patient from 
the OFF state with the aim of monitoring the response. In line with this, 
other projects using the STAT-ON'M in advanced PD patients, such as the 
GATEKEEPER project, are ongoing [42]. 


7.7 Monitor the Response to a Treatment 


Asithas been already explained and commented in above text, the STAT-ONTM 
can be used for monitoring the response of a device-aided therapy or other 
drugs prescribed with the aim to reduce the OFF time in a patient with PD. 
Clinical fluctuations are very frequent [43] and many options are available 
for trying to optimize the status of the patient [44]: 


e  toadjust levodopa, 

e to add a dopamine agonist, 

e  toadda catechol-O-methyltransferase inhibitor, and 
e  toadd a Mmonoamine oxidase-B inhibitor. 


In practice, many patients receive all these drugs added to levodopa and it 
could be helpful and of great interest to monitor with the STAT-ON™, the 
motor status of the patient before and after starting with the drug selected. 

A correlation between the perception of the patient about the effect of 
the drug over the symptoms and the change in the record collected with the 
STAT-ON™ would be important information. Even regular monitoring could 
be used for trying to be more sensible to detect changes in the status of the 
patient over the time with the aim of adjust the medication early. In all these 
cases the focus should be the OFF state and symptoms related to the OFF 
episodes. 

A very interesting alternative could be to use STAT-ON™ to monitor 
dyskinesia in PD patients. The effect of amantadine or other adjustments 
and/or therapies [44] conducted with the aim of improving dyskinesia could 
be monitored, again with a comparison between the record before and after 
starting with the drug. Specific disruptive complications for the patient such 
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as FoG or falls could be also monitored, before and after an intervention with 
a drug or a dispositive (visual clues, etc.) or other type (physiotherapy, etc.). 

Even in PD patients without motor fluctuations the STAT-ON™ could 
be useful for monitoring the effect of exercise programs over aspects related 
to gait and daily physical activity. Finally, and very importantly, the use of 
new wearable sensors such as the STAT-ON™ could be especially useful in 
patients with mild cognitive impairment or dementia [45], since the data col- 
lected with the Hauser diary may be unreliable in these patients. 


7.8 Use in Clinical Trials 


Currently, there is an ongoing trial with the STAT-ON™ entitled MoMoPA-EC 
[46]. The objective of this trial is to show whether using the Parkinson Holter 
(STAT-ONTM) is better than the clinical interview used in traditional clinical 
practice (primary objective), and whether it is not inferior to the ON-OFF 
diary recorded by the patients at home (exploratory objective). This is a mul- 
ticenter (43 centers from Spain) randomized with parallel assignment and tri- 
ple masking (participant, investigator, and outcomes assessor). The primary 
outcome is the change from baseline to the last visit in daily hours in the OFF 
state. 

Regarding all previous comments about the STAT-ON™ and Hauser 
diaries, it could be of great interest the progressive introduction of the 
STAT-ON™ as a tool for measuring the change in the OFF time in those 
clinical trials conducted in PD patients with MFs. The change in the OFF 
time from the baseline visit to the final visit measured with the STAT-ON™ 
could be used as the primary endpoint in trials with a drug for reducing the 
daily OFF time. Its use would be easier for the patients and the possibility of 
recording the data even about all the days without a fatigue effect compared 
to the diaries would be a positive point. Depending on the trial and the end- 
point, other variables could be monitored: time with dyskinesia, presence 
of FoG, falls, etc. Moreover, and regarding advanced PD and symptomatic 
interventions, the STAT-ON™ could be used for monitoring the effect of 
device-aided therapies in the context of clinical trials. 

Another possibility to explore could be the use of the STAT-ON™ in 
clinical trials with molecules with a potential modified disease effect. In some 
trials (drug vs. placebo) the time to motor worsening or the time to start- 
ing with levodopa are included as secondary variables and the STAT-ON™ 
could provide a more objective information about the progression of motor 
symptoms. Even in open label trials with some therapies (grow factors, cell 
therapy, etc.), the development of some complications such as OFF episodes, 
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FoG, falls, or dyskinesia could be defined as endpoints in the very long- 
term follow-up. In general, the use of new technology is the rule in trials 
with a disease-modifying molecule with the aim to know more precisely the 
changes that occur in the disease and be able to compare between placebo 
and the drug [47]. 

Finally, the STAT-ON™ could be used as a helpful tool not only in dou- 
ble-blinded clinical trials but also in phase IV studies providing information 
about clinical real-world evidence. Data about real-world evidence is of great 
importance after starting with the commercialization of a novel molecule and 
the use of wearable sensor platforms, smartwatches equipped with acceler- 
ometers and other wearable devices could be used for getting very important 
information [45, 48-53]. 


7.9 Use as a Marker of Disease Progression 


As it has been previously commented, new devices can be used to monitor 
the progression of the disease. The development of MFs can be considered 
a turning point in the story of a patient with PD because some therapies in 
fact are indicated only in patients with levodopa and fluctuations [44]. The 
STAT-ON™ could be used for trying to detect early predictable fluctua- 
tions (morning akinesia; wearing-off), and also in the long-term, to moni- 
tor an increase of the daily OFF time or the development of unpredictable 
motor fluctuations such as no-ON or partial-ON during the afternoon/ 
evening. 

Keeping in mind the concept of motor fluctuations development as a 
turning point, an interesting idea could be to compare the record collected 
with the STAT-ON™ in early PD patients (1.e., <5 years of disease duration 
from symptoms onset) in patients with positive vs. negative 5-2-1 criteria [23, 
24]. Moreover, the detection and monitor progression of other complications 
such as FoG, falls, or dyskinesia could be conducted with the STAT-ON™ in 
the medium- and long-term. 


7.10 Research and Future Scenarios with STAT-ON™ 


The focus of remote technologies is now slowly shifting toward the broad, 
but more “hidden,” spectrum of NMS [54]. To apply technologies in prospec- 
tive cohorts [55] with the aim of obtaining very valuable data seems to be an 
interesting approach. Recent clinical research provides growing evidence that 
various NMS such as neuropsychiatric, autonomic, and sensory symptoms 
(particularly pain) also show fluctuations in patients with motor fluctuations 
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(called NMF) [20]. This aspect cannot be directly assessed specifically with 
the STAT-ON™, but it is also known that NMS burden is greater in PD 
patients with motor fluctuations [18] and the relationship between NMS and 
motor fluctuations can be explored with the STAT-ON™ combined with data 
collected applying validated scales (e.g., Non-Motor Symptoms Scales, Non- 
Motor Fluctuation Assessment Questionnaire, etc.) [56]. 

Integration of the telemedicine in the management of PD could be use- 
ful to remotely monitor the PD motor complications, facilitate the access to 
care, complement, or replace the in-office consultations specially when these 
are not possible for geographical reasons, improving the detection of patients 
who are candidates to a device-aided therapy and facilitate the monitoring of 
device-aided therapies [57-59]. Moreover, the STAT-ON™ can be used as a 
part of a multidisciplinary telemedicine intervention with the aim of reducing 
the risk of some complications such as falls [60]. Even the information of the 
STAT-ON™ can be complementary to the other devices [61] and all together 
useful for making decisions about the treatment of the patient with PD. In the 
future, it would be of great interest to apply the use of the STAT-ON™ and 
other devices in longitudinal follow-up cohorts [55]. 


7.11 Conclusion 


It can be stated that the role of STAT-ON™ complementary technology is 
clear, providing objective information on the motor state of PD patients, 
which the neurologists can use to complement their own observations, help- 
ing them to make decisions, in many cases, much more substantiated. This 
enables a more accurate prescription, directly impacting in the QoL of the 
patient. The use of STAT-ON™ in clinical practice for evaluating better PD 
patients, for selecting better and earlier the candidate patients to specific 
therapies, the use in clinical trials seems to be scenarios where STAT-ON™ 
fills a gap which seems to be beneficial for the clinician and for the patient. 
Additionally, the continued use and the experience acquired by a significant 
number of neurologists give rise to being able to define future and new fields 
of application. 
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Abstract 


This chapter provides a general overview on the open new business perspec- 
tive when using the appropriate technology to implement new eHealth ser- 
vices and consultations. By focusing on Parkinson’s disease only, this chapter 
will encompass the incidence of PD, the importance of patient-centered care, 
how it can benefit from technologies, the market size, and opportunities at 
the healthcare ecosystem level. Finally, different use cases and STAT-ON™ 
applications are presented where relevant. Given the clear lack in the clin- 
ical evaluation of PD, we conclude that a global claim for technologies is 
recognized. Furthermore, given its extended scientific backup, including key 
validation studies, STAT-ON™ can be considered as the new gold standard 
for PD evaluation. 


8.1 Introduction: A General Overview 


The incidence of Parkinson’s disease (PD) in our society is significant and 
is growing exponentially. About 8.5 million people worldwide have been 
diagnosed according to WHO, a neurodegenerative disorder with disabling 
effects on its sufferers and with no cure. Only in Europe, there are 1.2M 
patients, according to Parkinson’s Europe Association. 

The prevalence of the disease ranges from 41 people per 100,000 in the 
fourth decade of life to more than 1900 people per 100,000 among those 80 
and older [1]. It is expected to double in 2040 or even triple, assuming other 
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factors than aging [2]. PD is the second neurodegenerative disease around 
the world after Alzheimer’s disease. The incidence of the disease has an esti- 
mated 4% of people diagnosed before the age of 50 [3], and PD has a high 
impact on life duration expectations and Quality of Life (QoL) for all the 
persons affected by it. 

In daily clinical practice, healthcare professionals, patients, and care- 
givers have a hard time to make a complete and objective clinical assessment 
of PD patients. Due to high costs and major time spent, usually, patients 
are examined once or twice a year with a relatively brief clinical evaluation. 
When treating PD, neurologists use a methodology to evaluate the disease 
progression mainly based on a report filled out during the patient’s visit. Also, 
patients tend to show up to the visit post to medication intake, which leads 
to difficulties presenting real symptoms of the OFF state of the patient while 
in front of the doctor. Moreover, the “white coat effect” and the “Hawthorne 
effect,’ intended as the behavioral change due to the awareness of the patient 
of being evaluated, affect the severity of the symptoms presented during the 
doctor’s visit. 

Furthermore, for remote symptomatology monitoring, healthcare pro- 
fessionals must rely on patients’ diaries, which patients often have reduced 
compliance to, and major recall bias. In addition, the current procedure 
often leads to a subjective evaluation and a lack of information in the doc- 
tor’s office to properly evaluate the PD patient. Thus, there is a big claim for 
more objective measurements in order to provide more home-environment 
information and daily life symptoms and achieve a more accurate diagnosis 
and follow-up, leading to more efficient therapy management. In this regard, 
STAT-ON™ answers to these issues by overcoming the subjective and 
well-scientifically demonstrated difficulties with questionnaires for PD 
patients. STAT-ON™, in fact, provides objective information about the 
severity and distribution of PD motor symptoms and their fluctuations 
in daily life, allowing for unbiased monitoring of the patient. 

Motor fluctuations are the most perturbing symptoms, according to 
patients. According to the DEEP study from Stocchi et al. [4], there is an 
infra-diagnosis of the first fluctuations leading to providing an inappropri- 
ate therapy already from the early symptoms’ detection, directly impacting 
QoL in further years. Given the strong symptomatic ON/OFF fluctuations 
and the failure to accurately track the progression of the disease by the 
existing standard of care, resulting in poor QoL and higher dependence on 
the patient. 

A worse QoL impacts economics, with more hospitalizations, produc- 
tivity loss, and additional care problems. PD turns into a total social cost 
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of €13.9B per year, meaning €11,6K for patient/year on average, including 
direct medical costs and loss of productivity of both sufferers and caregivers 
in Europe [5]. 

It is important to highlight that in PD, the main cost is not associated 
to drugs (4.4-20% depending on the analysis) but to the support and nurs- 
ing that lead to €11Bn in the EU, €9200 per patient as the average of total 
cost of care (TCOC). However, these costs can be lowered substantially 
with the use of a correct technological support because STAT-ON™ can 
alert the physician about the real state of the patient in terms of motor state, 
focusing more concretely on aspects such as gait disturbances or freezing 
of gait (FoG), which leads to falls. Recently, it has been demonstrated that 
STAT-ON™ is able to detect early fluctuations and dyskinesia [6-8], lead- 
ing to an appropriate titration of the patient and an accurate early therapy 
prescription. 


8.2 The Use of Technology for a Patient-Centered Care 


The recent COVID-19 pandemic has highlighted using technology as key for 
patients’ remote monitoring and improving treatment and diagnostic options. 
The pandemic has led, in fact, to a striking evolution in the use of telehealth, 
intended as the variety of technologies and services to offer patient care and 
improve the healthcare delivery system as a whole. The scientific community 
has, in fact, claimed the major need for technologies for a better and more 
efficient clinical practice. 

Within the neurodegenerative disorders field, several neurologists state 
that due to the rise of the burden of neurodegenerative disorders, the health- 
care systems will suffer from a deficiency of basic healthcare services in the 
next few years. Given this scenario, a reliable tool to detect a patient’s motor 
state objectively and remotely is key to delivering better neurodegenerative 
disease management. Therefore, the appropriate technology will be essen- 
tial to transform the classical PD evaluation, moving forward to a new 
paradigm in clinical practice. In this regard, the STAT-ON™ Holter pos- 
tulates as the best technology to achieve this goal, given its characteristics, 
clinical validation, and scientific endorsement. 

In PD, there is a clear need for new methods to permanently track PD 
symptoms and improve PD patient’s state to properly care for them dimin- 
ishing nursing and medical costs. STAT-ON™ is a clear empowering tool 
for patients, which allows to track and send remotely reliable and objective 
information in home environments, which physicians would otherwise obtain 
incorrectly in ambulatory conditions. 
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As a consequence, the integration of STAT-ON™ in telehealth and tele- 
medicine will allow for better and more efficient remote monitoring, 


improved therapy, improved assessment, and improved disease man- 
agement as a whole, in clinics, home healthcare, as well as in both pub- 
lic and private hospitals. 


In this regard, in the past decade, the concept of healthcare has moved from 
a clinician-centered vision to patient-centered care. The latter refers as the 
practice in which patients actively participate in their own medical treatment 
in close collaboration with their healthcare professionals for better patients” 
outcomes. Among its key pillars is access to medical information and edu- 
cation on specific diseases, as well as easing access to care. STAT-ON™’s 
reports, comprising weekly graphs, reporting patients” symptomatology 
patterns, and specific tailored variables on patients’ gait with personal set 
thresholds, allow the patient better to understand their key symptoms and 
fluctuations throughout the day. In this way, the healthcare professional can 
educate their patients about their disease stage and progression, making them 
feel part of their therapy and therapeutic adjustments. 

Improvements in therapy adjustments, in fact, lead to improved patients’ 
QoL, and, therefore, to improved healthcare professional-patient relation- 
ship. Moreover, STAT-ON™, when integrated into telehealth and telemedi- 
cine, allows patients to have better access to more personalized care through 
technology. STAT-ON'M, in fact, enables continuing access to the improve- 
ment of patients' care thanks to its data and tailored analytics. Furthermore, 
the usability of technology, especially for body-worn devices, is essential, 
and it is crucial to ease the setting of the sensors to maintain the adherence of 
the patient to the technology. Usability needs to be tailored to the patient and 
can be considered under different perspectives: ease of use, number of sen- 
sors, and part of the body where the sensor or sensors are located. It is well 
known that, if the system implies wearing more sensors, the precision may 
be higher for a more variety of movements, but user satisfaction and experi- 
ence drop drastically. In this regard, STAT-ON™ has been demonstrated 
to score high on usability thanks to its comfortable belt which allows the 
patient to wear it in home environments. 

Thus, it can be claimed that telehealth will provide key benefits both at 
the individual level and the healthcare system level. Major benefits have been 
identified, among which: 


e programmed clinical monitorizations, 
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e annual cost-saving visits due to accurate diagnosis, 
e follow-up compared to routine care only, 


e technological innovation introduction at a large scale in different health- 
care systems, 


e greater accessibility to large-scale clinical data at a governmental level, 
e better management and control of the disease in remote and rural areas, 


e improved patients” and clinical experience thanks to better deci- 
sion-making outcomes, 


e reduction ofdisease burden for the healthcare system and the community. 


8.3 Market Size and Impact 


STAT-ON™ can be considered as part of four different but connected, rising 
markets (medical wearables devices, telemedicine, Parkinson's disease, and 
artificial intelligence). As mentioned in the previous chapters, STAT-ONTM 
1s a wearable medical device aimed at monitoring motor symptoms of PD. It 
is based on artificial intelligence algorithms and could be used to monitor a 
patient remotely. 

The market of medical technologies, more concretely of wearable med- 
ical devices, is a rising market that enables physicians to get voluminous 
patient data in real environments, allowing them to perform more accurate 
evaluations. The Compound Annual Growth Rate (CAGR) is estimated to be 
20.5% in 5 years, and the expected market size in 2026 is $46Bn. 

The COVID-19 pandemic, among other socioeconomic and technolog- 
ical factors, has led to accelerated adoption of new technologies to support 
healthcare professionals and even replace some of the methodologies used in 
the last decades. In the case of Parkinson's disease, patients have decreased 
the number of visits but worsening their symptoms at not being well treated. 
This, along with the advance of Internet of Things - IoT devices, telehealth 
apps, virtual hospitals, made healthcare API market and telemedicine growth 
faster in the last years. The global market size in 2030 is estimated at $310Bn 
with a CAGR of 3.56% from 2020 to 2028. 

Parkinson's disease global drug market forecast in 2028 1s expected 
to be $12.3Bn with a CAGR of 12.3 over 2022 and 2028. It is a rising mar- 
ket, as patients are forecasted to double in 2040 compared to numbers in 
2022. According to many presentations in the Movement Disorders Society 
event MDS2021, there is a clear need to detect patients earlier in each one 
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of the stages of Parkinson’s disease in order to provide them with a cor- 
rect and tailored therapy. Pharmaceutical companies are competing between 
them to situate their drug solution in a specific stage of Parkinson’s disease. 
However, the main issue comes in the evaluation of the patient, which con- 
tinues to be problematic, subjective, and with few information about the 
real state of the patient. STAT-ON™ will help the physicians in the deci- 
sion-making process and will allow to detect a patient earlier for a concrete 
treatment or therapy improvement (as an example, see a collection of real 
cases in Chapter 6). 

Finally, artificial intelligence is a growing market. With the advent of 
machine learning techniques, deep learning, and big data, artificial intelli- 
gence will gain more importance in the coming years. The CAGR is 38.1% 
from 2022 to 2030, and the market size, although there are many different 
conclusions and results, it is estimated to be $1,591Bn by 2030'. 

The global medical devices reimbursement market was at $427Bn 
in 2021 and is expected to reach over $860Bn by 2030, with a Compound 
Annual Growth Rate (CAGR) estimated at 8.1% in this period. 


8.4 STAT-ON™: The New Gold Standard 


When discussing the competitive landscape, it is convenient to consider the 
existing medical devices, among which is STAT-ON™. Other technologies, 
not certified as medical devices, claim that they are valid solutions, although 
only the certification process can guarantee the characteristics of accuracy, 
reliability, and safety for the patient. 

Many of the existing competitive solutions to STAT-ON™ exhibit infe- 
rior characteristics, and the main reason is their location on the patient’s body 
when they are wearing it (many of them are placed on the wrist), which means 
that they cannot correctly detect, with the required reliability, the symptoms 
that they are supposed to detect (bradykinesia, FoG, etc.). Other solutions are 
in different stages of technological development; however, they have not yet 
gone through the certification process. 

A clear advantage of STAT-ON™ is its easiness of use, combined 
with the capacity to register with a single unique device the motor state in 
home-environment conditions with clinically validated advanced machine 
learning algorithms. As a result, the system is a single certified medical 
device, based on inertial technology and worn at the waist, from where PD 
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8.4 STAT-ON™: The New Gold Standard 233 


motor symptoms such as bradykinesia, gait disturbances, Freezing of Gait, or 
dyskinesia, can be very well detected, characterized, and registered. 

The manufacturing company (Sense4Care SL) aims to establish 
STAT-ON™ and all its derivate devices as a gold standard for monitoring 
Parkinson’s disease in home environments, directly impacting the evaluation 
of PD patients in clinical practice and during the execution of clinical trials. 

The following text will present and discuss four different use cases, to 
open the mind to new services, business approaches, empowerment of the 
patients, and the establishment of new relationships between patients and 
their neurologists. 


Use case 1: The case for early and advanced PD detection 

According to some discussion with different players in the field (different 
companies, business developers, and neurologists), one relevant conclusion 
is that STAT-ON™ is a considerable tool for neurologists to detect PD at each 
stage, and however, early PD and Advanced PD detection have been demon- 
strated to be the most applicable stages, and pharmaceutical and MedDev 
companies can benefit from STAT-ON™ to detect patients earlier. 

Early PD detection can be challenging as motor fluctuation recogni- 
tion is not always clear to the patients, and therefore, they cannot explain 
themselves properly in the clinical consultation. However, STAT-ON™ has 
been recently recognized as a useful tool to detect motor fluctuations, even 
if patients were not aware of their symptoms or did not report any kind of 
symptom [6, 7]. Similarly, in another study, morning akinetic patients were 
detected by using STAT-ON™ by analyzing the gait fluidity only [9]. Thus, 
as mentioned in the previous chapter, although further evidence needs to be 
generated, STAT-ON™ could be useful for early detection of predictable 
fluctuations (morning akinesia; wearing-off) and double-checking whether 
the patient is actually having these fluctuations or not. Moreover, as the dis- 
ease progresses, STAT-ON™ can be used to monitor these fluctuations, check 
daily motor patterns, and predict the patient’s ON and OFF states during the 
day. Indeed, in the early PD stage, STAT-ON™ can be useful to provide 
the right and most tailored therapy possible to the patient or to make a 
tailored therapeutic adjustment. 

Like detecting motor fluctuations in early PD stages, STAT-ON™ can 
also be useful for detecting patients with advanced PD symptoms (APD) 
needing second-line therapy. In the DISCREPA study [10], the authors found 
that around 30% of APD are not well diagnosed as APD and continue taking 
conventional drugs that do not allow an acceptable QoL. When a patient has 
rated H and Y III (moderate-advanced), they reach a point where conventional 
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therapies are ineffective, and the only way to improve QoL is to use advanced 
therapies. 

STAT-ON™ can monitor patients from stages I to IV. Patients with 
H and Y stage IV and V are considered APD. Patients from H and Y = IV 
represent almost 20% of patients with PD, but according to the aforemen- 
tioned study, 30% are not well-diagnosed. In other words, in Spain, there 
are approximately 20,000 patients that can be monitored with STAT-ON™ 
that are in APD. From this number of patients and according to this study, 
there are around 6000 patients that are not well diagnosed and need a sec- 
ond-line therapy such as DBS, apomorphine, or duodopa infusion pumps. 
In France’s case, 50,000 patients with a H and Y of 4 and 15,000 patients 
would need APD therapy. In the case of the UK, numbers are very similar 
to Spain. 

STAT-ON™ can provide clear and objective information to detect APD 
patients, according to a Spanish study performed in 27 hospitals in Spain. A 
total of 81.5% of neurologists think that it is a very useful tool to detect APD 
patients, and thus, that need APD therapies by observing the time in OFF and 
the dyskinesia suffered by the patient in an objective way [11]. 

On the other hand, primary care centers (PCC) are centers where a PD 
patient is usually attended only in case there is very clear evidence of the 
condition of the patient and the impression of the generic neurologist that the 
patient does not respond to medication, then the patient is derived to a second 
or third level hospital. This process can be advanced by providing clear infor- 
mation (STAT-ON™ can provide it) to these nonspecialist health profession- 
als. The patients do not have to get to situations where their conditions 
are harmful, and their QoL is extremely low. Pharmaceutical companies 
can be the main beneficiaries of this correct evaluation of the patients. The 
new evaluation and detection service, using STAT-ON™, will approach the 
patient to an advanced therapy when required and on time. 


Use case 2: Better attention in public hospitals 

The main issue of a public hospital is the saturation of the health system and 
difficulties in managing the patients’ visits. Thus, one of the main aims is to 
decrease this saturation, the number of visits, and the time spent out of the 
visits by doing reports or therapy adjustments. 

An example was given by a neurologist in Barcelona, who declared that 
he could spend 2 hours per patient to correctly adjust a DBS system based on 
the information received from diaries and questionnaires. In the COVID-19 
scenario, this is one of the main objectives (decrease of the saturation of the 
services and the minimization of the physical visits to the hospital). 
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Some neurologists that have widely used STAT-ON™ stand with the 
preliminary conclusion that although STAT-ON™ does not reduce the 
time of visit, a significant improvement in the visit quality can be noted. 
When the neurologist gains some experience with the use of STAT-ON™, 
they claim that the sensor could speed up the visit. They also state that pro- 
viding the correct therapy might reduce the number of visits per patient as the 
therapy is correct, and patient does not need to come with such frequency to 
correct the therapy provided. 

In this term, a new paradigm needs to be set in the public system. The 
sensor can be sent to the PD patient’s home, and then remote monitoring can 
be performed. The neurologists can call the patient to perform a follow-up. 
This process would prevent the patient from mobilizing to the hospital. Also, 
management can be performed remotely and with very good and precise 
objective information. 

This new paradigm contributes innovation to hospitals benefiting from 
funded projects and distinction as reference hospitals. Rigorous conclusions 
must be analyzed in these studies that are being performed to set up a prof- 
itable business model. Quality of life improvement of patients is not the 
unique and main goal from hospitals as stated some interviewed neu- 
rologists, and costs and time are of great interest for hospital managers. 


Use case 3: Clinical trials 

A clinical trial is a very important part for the development of new treat- 
ments, performed by international research groups or by the principal phar- 
maceutical companies. 

In a clinical trial, several control processes must be taken from the anal- 
ysis of patients. For example, complex but subjective questionnaires or dia- 
ries must be obtained after filled-in with a costly supervision process for the 
quality of these data. In a clinical trial, which is normally funded by public 
entities or pharmaceutical companies, there are some key points to minimize: 
the time and cost of these processes. 

The main target for reducing time and cost is all the activities performed 
over a PD patient out of the visit. For example, interpreting diaries, con- 
trolling the process (calls or visits to patient's home), and checking if the 
diary was correct or should be repeated. All these processes are cumbersome 
and, as reported by the PI of a clinical trial performed with STAT-ON™, 
diaries must be repeated several times, and it is difficult to have clear and 
reliable annotations. It is well known that not many patients can efficiently 
fill their diaries properly. Thus, the sensor can cover all patients, and there 
is no need to precisely control patients to fill diaries properly. The Madrid’s 
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Parkinson’s Association, in Spain, has recognized that STAT-ON™ can per- 
fectly substitute the diary process as standardize all the metrics filled in a 
diary, and the information is always objective and real. Also, in a study con- 
ducted by Santos et al. with 27 movement disorders experts, 70.3% stated that 
STAT-ON™ was better than a diary only by having used once [11]. Diaries 
have the issue of reduced compliance and recall bias. 

The UPDRS is the most common questionnaire used in clinical prac- 
tice. It takes about 10 minutes to be filled out. The questionnaire is quite sub- 
jective, but most neurological community has standardized and accepted it. 
Adding the time for interpretation, digitalizing 1t, and making decisions, take 
time to the neurologist, approximately 1 hour per patient. The sensor offers 
most of the information provided by UPDRS on motor symptoms, reducing 
the time of filling and digitalizing it. Also, it provides objective information. 

The time to understand the STAT-ON™ report is about 15 minutes. 
For clinical trials, the longer version of UPDRS is used (the UPDRS-MDS), 
which can take about 30 minutes to complete the questionnaire. The use 
of STAT-ON™ makes it not necessary to spend time filling in diaries and 
reduces the time spent interpreting the results of the analysis. 

The possible outcomes of this process are: it is not necessary the partic- 
ipation of so many health professionals in a PD study, reducing the time of 
visits, the time of interpretation, and digitalization of diaries. However, the 
idea is to increase the PD patients to perform studies with more data consis- 
tency. The same staff could perform approximately the double of databases 
by using a sensor. Moreover, all pilots would gather objective data from the 
sensor and also in real-life conditions, being very productive to a pharma 
company as they could show their medication used in real-life conditions. 


Use case 4: Improvement of the service in private clinics and home-health- 
care centers 

These specific centers normally integrate a service with different depart- 
ments (neurology, physiotherapy, psychology, etc.), offering a global health 
and care service to PD patients. These centers compete with others to attract 
patients to their services, by offering a better service which can be translated 
as a significant improvement in QoL. 

According to the personal experience of two neurologists working in 
different private centers, there are two key points to analyze: the reimburse- 
ment policy, the quality of the visit, and the service offered to the patient. 

It has already been shown that STAT-ON™ improves the quality of 
visit, offering a better treatment and enhancing QoL. However, additional 
considerations should be made for adding new quality services, based on the 
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use of the technology, and investigating how these initiatives would be made 
profitable as part of the day-by-day clinical praxis. 

This case can be generalized to home healthcare (HHC) in many coun- 
tries (France, in particular), where different HHC service providers have been 
detected, and a business model based on the massive use of STAT-ON™ must 
be found. 

The center can empower the patient by offering him an extra service 
with STAT-ON™. They can also provide a STAT-ON™ to the patient, who 
can pay monthly rent or fee. 

STAT-ON™ provides different advantages that a private center can ben- 
efit, as an improvement in therapy adjustment, which means improvement 
in QoL, satisfying the patient, and increasing the quality of the relationship 
between the neurologist and the patient. Also, the center can attend to more 
patients as professionals will have digital tools to evaluate objectively with- 
out doing classical evaluations such as diaries or questionnaires. 

According to the previous statement, the patient can also have more 
visits if they note a decrease in the therapeutic effect. They will not have to 
wait 6-8 months. Finally, it adds innovation and added value to the offered 
service and offers the possible implementation of the automatic generation of 
alarms when some previously established thresholds are reached by specific 
parameters or combinations of parameters. 


8.5 Conclusions 


There are several drawbacks in the current evaluation of PD, and various 
studies claim the use of new technologies to provide useful, objective, and 
clear information of PD patients in home environments. Several patients 
and also neurologists enter a continuous loop where the therapy is not well 
adjusted, the QoL of the patient decreases, and they need another visit. The 
use of new technologies would offer this information, and thus, therapies 
could be more accurate. 

STAT-ON™ is a medical device, class IIa, that acts as a real Holter for 
the motor symptoms of PD patients, with a high rate of usability. There are 
several advantages to STAT-ON™ use, and it should be a cost-effective solu- 
tion for many stakeholders. 

On the one hand, companies that manufacture second-line therapies 
can benefit from the fact that STAT-ON™ can be used to detect advanced 
patients. Given that there is a high rate of patients not well-diagnosed with 
APD, detecting these patients would lead to an increase in the use of these 
therapies. This fact involves two main advantages: an increase in QoL for 
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the patient and an economic benefit for the pharma that manufactures the 
advanced therapy. The same happens with first fluctuations and the need 
to prescribe dopaminergic inhibitors at the right moment. STAT-ON™ has 
demonstrated to clearly identify first motor fluctuations and the need to com- 
plement the levodopa-based therapies for reducing the time in OFF. 

Also, the STAT-ON™ can help to manage better clinical trials by pro- 
viding faster, more reliable, and objective information of the state of the 
patient, reducing the cost drastically, and speeding up the clinical trials. 

In the field of hospitals, STAT-ON™ is also useful for decreasing the 
number of face-to-face visits (even eliminating them by remote monitoring 
with the sensor and a telephone call) and improving the quality of the visit by 
providing more accurate therapy to the patient. Innovation is also a quality 
of excellence to consider, as well as the possibility of managing the visits 
remotely given a pandemic scenario as it was the COVID-19. 

Finally, several advantages have been presented in home-healthcare 
centers and private clinics, given that STAT-ON™ enhances the expertise and 
aptitudes of the center against other competitors and attracts more customers. 

In conclusion, STAT-ON™ has been presented as a perfect tool for 
health professionals, as an instrument that can be used to improve QoL 
of patients (benefiting the health systems by reducing medical care, and 
hospitalization admissions), and as an attractive device for pharmaceu- 
tical companies. 


References 


[1] Cacabelos R. ‘Parkinson’s Disease: From Pathogenesis to 
Pharmacogenomics’. Int J Mol Sci. 2017;18: 551. doi:10.3390/ 
iyms 18030551 

[2] Dorsey ER, Sherer T, Okun MS, Bloem BR. ‘The Emerging Evidence 
of the Parkinson Pandemic’. Brundin P, Langston JW, Bloem BR, edi- 
tors. J Parkinsons Dis. 2018;8: S3-S8. doi:10.3233/JPD-181474 

[3] van den Eeden SK. ‘Incidence of Parkinson’s Disease: Variation by Age, 
Gender, and Race/Ethnicity’. Am J Epidemiol. 20033157: 1015-1022. 
doi:10.1093/aje/kwg068 

[4] Stocchi F, Antonini A, Barone P, Tinazzi M, Zappia M, Onofrj M, 
et al. “Early DEtection of wEaring off in Parkinson disease: The DEEP 
study”. Parkinsonism Relat Disord. 2014;20: 204—211. doi:10.1016/J. 
PARKRELDIS.2013.10.027 

[5] Gustavsson A, Svensson M, Jacobi F, Allgulander C, Alonso J, Beghi E, 
et al. ‘Cost of disorders of the brain in Europe 2010’. European 


References 239 


Neuropsychopharmacology. 2011;21: 718-779.  do1:10.1016/. 
euroneuro.2011.08.008 

[6] Caballol N, Prats A, Quispe P, Ranchal M, Alcaine S, Fondevilla 
F, et al. “Early detection of Parkinson's disease motor fluctuations 
with a wearable inertial sensor'. Movement Disorders. 2020. p. 35 
(suppl. 1). Available: www.mdsabstracts.org/abstract/early-detection- 
of-parkinsons-disease-motor-fluctuations-with-a-wearable-inertial- 
sensor/ 

[7] Caballol N, Bayés À, Prats A, Martín-Baranera M, Quispe P. ‘Feasibility 
of a wearable inertial sensor to assess motor complications and treat- 
ment in Parkinson's disease'. PLoS One. 2023. 

[8] Caballol N, Perez-Soriano A, Planas-Ballvé A, Ávila A, Quispe P, 
Bayes À. “Improving the patient self-awareness of the first motor fluctu- 
ations in early Parkinson's disease with a wearable sensor'. Mov Disord 
2022. Madrid: Movement Disorders Society; 2022. Available: https:// 
www.mdsabstracts.org/abstract/improving-the-patient-self-awareness- 
of-the-first-motor-fluctuations-in-early-parkinsons-disease-with-a- 
wearable-sensor/ 

[9] Caballol N, Perez-Lopez C, Perez-Soriano A, PLanas-Ballvé A, Ávila A, 
Quispe P, et al. ‘Exploring the morning akinesia in Parkinson's dis- 
ease with the wearable sensor STAT-ON™”’. Mov Disord 2022. Madrid: 
Movement Disorders Society; p. 1. Available: https://www.mdsabstracts. 
org/abstract/exploring-the-morning-akinesia-in-parkinsons-disease- 
with-the-wearable-sensor-stat-on/ 

[10] Avila A, Pastor P, Planellas L, Gil-Villar MP, Hernández-Vara J, 
Fernández-Dorado A. ‘DISCREPA study: Treatment of advanced 
Parkinson’s disease and use of second-line treatments in Catalonia’. 
Rev Neurol. 2021;72: 1-8. doi:10.33588/RN.7201.2020181 

[11] Santos Garcia D, Lopez Ariztegui N, Cubo E, Vinagre Aragon A, 
Garcia-Ramos R, Borrué C, et al. ‘Clinical utility of a personalized and 
long-term monitoring device for Parkinson’s disease in a real clinical 
practice setting: An expert opinion survey on STAT-ON™?’. Neurología. 
2020. doi:10.1016/j.nrl.2020.10.013 


Taylor & Francis 
Taylor & Francis Group 


http://taylorandfrancis.com 


Index 


A 
Accelerometer 40, 43, 45, 51, 
53-54, 56, 60-63 


D 
Device-aided therapy 175, 179-181, 
183-184, 213-216, 219 


E 

Early detection 113, 153, 233 

Enclosure 38, 47, 52, 63-66, 68-69, 
91,97 


F 

Fall 10, 23, 51, 133, 136, 145-147 

Firmware 37, 42, 53, 55, 62-63, 
101-102, 111 

Freezing of gait 2—3, 23, 28, 131, 
154, 156, 162-163, 167, 173, 
180, 186, 188, 198, 208, 210, 
214, 229, 233 

Future scenarios 218 


G 
Gold standard 227, 232—233 


H 
Hardware 39, 42, 62—63, 76, 92, 
112 


I 

Interface 22-23, 29, 40, 42, 44, 
54, 60—61, 76, 95, 117-120, 
124-125, 145, 149 


L 
Labeling 37, 72—73, 88, 90, 92, 95, 
114 


M 

Mechanical design 37, 42, 63-64, 
76 

Medical device 21, 28, 31-34, 
37-39, 47, 73, 76, 81-86, 88, 
91-92, 101-102, 104, 106, 
108-109, 111-113, 115, 
117-118, 152, 201, 208, 
231-232, 237 

Microcontroller 43-45, 47, 51, 53, 
58-60, 62-63, 111 

Microprocessor 40-45, 51, 53-54, 
56, 59-60, 62 

Motor fluctuations 2, 153-157, 
160, 162-163, 166-167, 170, 
172-173, 176-180, 183-184, 
190-193, 195-196, 198, 200, 
208, 209, 213, 215, 217-219, 
228, 233, 238 


241 


242 Index 


Motor symptoms 2, 9, 22, 27-28, 
37-39, 76, 117—119, 132, 135, 
141, 156, 158, 164, 167, 
170—171, 188-189, 198-199, 
201, 208-209, 213, 215-217, 
219, 228, 231, 233, 236-237 


N 
New technologies 1, 13-14, 16, 
196, 200, 231, 237 


P 

Parkinson's disease 1—4, 12-14, 
21, 24, 27, 29, 31-32, 37-38, 76, 
117, 118, 152-155, 158-162, 
164, 166, 172, 176, 179—180, 
185, 188, 190, 194, 198, 207, 
227, 231-233 

Project 21-24, 27, 29, 32-34, 
38-39, 62, 76, 115, 152, 216 


Q 


Quality management system 81, 
83-84, 86, 104, 111-112, 115 

Quality of life 1-2, 8-10, 12, 24, 
26, 29, 154, 164, 176, 181, 187, 
198-199, 213, 228, 235 


R 

Redesign process 37, 42, 44, 47, 
64, 76 

Regulatory process 81, 88, 
115-116, 118 

Remote monitoring 1, 14-15, 
229—230, 235, 238 

Report 5, 10, 12, 15, 39, 87, 
90—91, 95-97, 99-102, 117-118, 
123-124, 129, 131, 133, 135, 
137-139, 141-143, 145, 156, 


167-168, 171, 173, 175, 

181, 186, 189, 192, 209-210, 

212-213, 228, 233, 236 
Response to treatment 1, 160, 162, 

198 


S 

Selection of patients 14 

Smartphone 22-23, 26, 28-29, 
38-39, 53, 57-58, 61, 73, 113, 
117-119, 122, 124-126, 129, 130 


T 

Therapy 2,3, 7, 11-12, 14, 16, 
175-176, 179-181, 183-184, 
187, 189-190, 199, 201, 
211, 213-217, 219, 228-230, 
232-235, 237-238 

Treatment 1-16, 27, 38, 82, 87, 
98, 110, 113-114, 152-154, 
156, 159-162, 166, 169-174, 
176-179, 181, 185, 187-190, 
192-195, 198, 200, 207-208, 
212, 214, 216, 219, 229-230, 
232, 236 


U 

User 22-23, 28, 40, 47, 51, 53-54, 
61-63, 76, 88, 92, 95-96, 
101-102, 104, 117-126, 130, 
134, 145, 147-149, 230 


W 

Wearable devices 213, 218 

Wearable medical device 231 

Wearable sensor 21, 31, 34, 218 

Wearing-off 2, 154, 156, 172-174, 
176—177, 180, 182, 185, 188, 
195, 209, 213, 218, 233 


About the Editors 


Joan Cabestany holds a Telecommunications Engineer degree (1976) 
from the Universitat Politécnica de Catalunya (UPC) in Barcelona, Spain. 
He received the Ph.D. degree in 1982 from the same university, where 
he is working as a Full-time Professor with the Department of Electronic 
Engineering. 

He has been involved in research and innovation activities as a part of his 
career. He was responsible forthe AHA (“Advanced Hardware Architectures”) 
research group at UPC, with expertise on reconfigurable hardware, electronic 
system design, advanced hardware architectures, microelectronics, and VLSI 
design. One of the main topics of interest has been the practical application 
of the artificial intelligence to the functional improvement of electronic sys- 
tems. More recently, he has been an active member of the ISSET (“Integrated 
Smart Sensors and Health Technologies”) research group. 

He has been a staff member and founder of the CETpD Research Center 
at UPC since 2005, covering activities focused on technological devel- 
opments applied to the improvement and support of people with chronic 
diseases, such as Parkinson’s disease and different conditions related with 
aging. 

Prof. Cabestany has been responsible for several EU-funded projects. 
Among them, the REMPARK project on PD management and the FATE proj- 
ect for the accurate detection of falls in aging people are the two projects, 
where Prof. Cabestany has been acting as a coordinator. 

He is the co-author for more than 100 research papers and communica- 
tions to conferences. 

Prof. Cabestany is a co-founder of the Sense4Care SL company (www. 
sense4care.com). The SME company is a spin-off of the UPC, commercializ- 
ing relevant innovative research results. Among them, the STAT-ON™ Holter 
is, currently, the most relevant. 


243 


244 About the Editors 


Angels Bayés Rusiñol (MD) is a Doctor in Medicine, and Neurology spe- 
cialist. Her career and research activity has been focused on the study and 
treatment of movement disorders like Parkinson’s disease (PD), Tourette syn- 
drome, and dementias, such as Alzheimer’s disease. 

She has been the director of the Unit for Movement Disorders and 
Parkinson of TEKNON Medical Center in Barcelona (Spain) during the last 
20 years. 

Her main research areas are related to the implementation of holistic 
treatment to improve the quality of life of patients suffering from movement 
disorders. During the last 13 years, she has been cooperating with an engi- 
neering team at “Universitat Politécnica de Catalunya,” in Barcelona, for the 
development and implementation of technological solutions for the support 
and management of PD. 

She has participated in 42 research projects, with special mention of the 
EU-funded EDUPARK and REMPARK ones. She has authored 71 publica- 
tions, including 6 books, many conferences, communications, and teaching 
courses. 


